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INSTRUMENTATION

AN INTEGRATION TEST FOR ACCELEROMETER EVALUATION

Eric C. Hansen
Underwater Explosions Research Division

David Taylor Naval Ship Research & Development Center

Portsmouth, Virginia

A simple means for quickly evaluating accelerometers for integrability
is presented in detail. In this method the accelerometer is subjected
to an unsymmetrical input and the resulting output is integrated and
compared to a known result. Theoretical aspects of this test are di.-
cussed and a mechanical device coupled with an electronic integrator
is described to illustrate a useful test system. Using this equipment,
test results from selected accelerometers are shown to demonstrate the
metnod.

INTRODUCTION Instrument evaluation was chiefly done by the
intercomparison Qf records made during real test

The most commonly used accelerometers at situations. New manufacturers and improved de-
the Underwater Explosions Research Division signs using advanced technology have enlarged
(UERD) produce an electronic time history of the the overall population of accelerometer type.
applied acceleration at the output using piezo- and broadened the hazards of selection. It is
resistive or piezoelectric sensitive elements, no longer feasible to try each available design
Both of these accelerometer types are generally in real test work as the sole means of evalu-
comprised of a spring mass system with a natural ation. A method for discerning between those
frequency to be measured. In the case of the which will produce satisfactory velocity records
piezoresistive type, a small mass is suspended when integrated, and those which will not, in-
on a cantilever beam to which strain gages are clusive of all reasons was needed.
attached at key stress points. Motion imposed
on the assembly cause the beam to flex and this An expedient method to determine a group of
translates to a change in resistance in the accelerometers to be undamaged without an expea-
strain gages proportional to the input accelera- sive recalibration was also needed. In shock
tion. Most often the strain gages are intent- test work, the events of interest occur so sud-
ionally connected in a wheatatone bridge fashion denly and irrepeatedly, measurement devices must
with an external excitation voltage applied at be known to be properly working prior to a test.
opposite nodes of the bridge. A voltage propor- or the resulting data could be interpreted as
tional to the acceleration is then created be- questionable or lost completely. Reused accele-
tween the remaining nodes when the instrument is rometers that may have been damaged during a
disturbed. Piezoelectric accelerometers are previous test .sight not exhibit any obvious
similar to the piezoresistive types except that symptoms of their true condition. The test pro-
piezoelectric crystals are used in lieu of cedure presented here was developed to meet
strain gages as the sensitive elements. A these needs; to aid in accelerometer design
charge proportional to the Input acceleration is evaluation and assess individual accelerometers
generated at the output and a charge amplifier prior to their use in gathering data from a test.
in the first stage of the signal conditioning
electronics converts this to a voltage.

THEORY
It is easy to see that with both types, if

an accurate output proportional to the input is When an accelerometer !n fastened to a
to be expected, substantial design problems have solid spring loaded bar, (See Fig. I) and io
to be overcome and the quality of the output of allowed to drop striking against a hard elastic
early accelerometers reflected this. Because of surface, the assembly wili bounce repeatedly
the appearance of improved features, such as the with decreasing displacements as the kinetic
use of semiconductor strain gages and stops to energy to absorbed by the inherent frictiotts
limit internal motions, fewer problems remain until it finally comes to rest. The output
with every new generation of accelerometers. In from a properly working accelerometer would
the early seventies, when accelerometers were look similar to Fig. 2a.
first integrated for shock test purposes, rela-
tively few accelerometer designs were available If this output is integrated, a velocity
and functional problems were generally tolerated. pattern shown in Ftg. 2h will result with the
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relative initial and final velocities equal to
zero as they should be (assuming the laboratory
has not undergone a significant velocity change
during the test). Examining the physical input

11/111 / /to the device, the actual acceleration history
is composed of a series of high amplitude short
duration accelerations separated by long periods

vEY SOTr of low amplitude accelerations in the opposite
SPRINC, direction. This dissymmetry of the acceleration

history presents an extreme test of the accele-
rometer's linearity. The areas which represent
the velocities under the long negative low amp-
litude pulses must exactly cancel the areas of
the sharp positive high amplitude pulses when
these areas are summed after the unit comes to
rest if the velocity of the bar assembly beforeW and after the test is to be equal. Ucing this
as a worst case input to the accelerometer,

MIASS relative accuracy of these areas taken as the
output from the accelerometer can be checkedSLATC by adding them in an electronic integrator

whose final value should be equal to and remain
at its initial value.

Any relative errors or inconsistencies in
vrSr lFrF the accelerometer output that alter these areas,

6s=""& will be summed and will appear as an offset at
the output of the integrator. Hysteresis

/T / ///errors, which result in residual outputs from
the accelerometer, when summed in the integrator
will appear as an angular shifting of the output
record and continued ramping of the integrator

Fig. 1 - Conceptual Device for the output base line after the accelerometer has
Generation of Asymmetrical Acceleration come to rest.

t 'p

2a. 2celerAtyon

2b Vol~ity INN

2c Displa¢•ent I

Fig. 2a, 2b, 2c -Acceleration, Velocity, and Displacement

Characteristic Curves for the Acceleration Generator

.2



TEST DEVICE r f

A detailed drawing and photo of our test /.Ov. RO•SS

device is shown in Figs. 3a, 3b, and 4. The
base is a mild 'steel billet. The bar is also
mild steel and hus been machined at the top to
properly accept the type of accelerometer under
inspection. A slight spherical curvature is
ground into the bottom of the bar such that the wRCimpacts will occur beneath the center of mass. •/sT-W0rj TA~r

To achieve results that are not misleading, care
must be taken to insure that the motion of the MA;ANVL

bar and accelerometer assembly is truly along
the vertical axis of interest and free from any
significant horizontal or angular components. 7RP
Four aluminum wires, seated in milled grooves
and attached to support rods, constrain the bar
to essentially vertical motion over the distance
(less than 3/16 in.) that the bar assembly H \
travels during the drop and subsequent bounces.
A spring is hooked to a small clip welded on
the bar loading it against the aluminum wires Figure 3b Top View of Acceleration Generator
and against the billet surface.

The bar assembly is cocked by placing a
small drill rod or rectangular metal stock
between the bar and billet at the very edge of
the bar separating them by a repeatable distan:e,
equal to the thickness of the rod. This rod is
quickly pulled back a small distance at the mo-
ment of test allo-lng the bar to drop. To in-
sure a clean release, the bar has a flat filed U
into the spherical surface at the edge, and the
rod or stock is slightly undercut.

ACEPC r. Yr
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With the accelerometer installed on the bar Using the mechanical device described,
and connected to the appropriate signal condi- typical combinations of thin plastic or rubber
tioning electronics, the acceleration output is impact materials and rod thicknesses between 1/2
fed into a storage oscilloscope. Various elas- and 3/16 in. will yield proper bounce patterns
tic materials such as thin plastic or hard rub- that return to zero velocity in 100 - 300 msec.
ber are inserted between the bar and billet An electronic integrator that will encompass
forming the impact surface. These are tried ex- this time plus sufficient final value observa-
perimentally together with different rod thick- tion time is presented here although other drop
nesses to achieve initial acceleration close to systems with longer bounce periods could demand
the upper range limit of the accelerometer, at longer integration times for satisfactory accel-
least twelve or more significant bounces, and erometer evaluation.
velocities as large as possible. This proce-
dure must be done a3 part of the initial set- A schematic for this integrator is given in
up for different accelerometers of the same Fig. 5.1*. Because the circuit inherently has a
designs. Once a good bounce pattern had been D.C. gain. accelerometers must be manually trim-
achieved, many accelerometers of the same design med for less than 3 millivolts offset to avoid
may be tested, observing the velocity record, circuit saturation. With wheatstone bridge
with only occasional re-examination of the ptezoresistive types, large fixed resistors
acceleration record. placed in parallel across appropriate legs of

the bridge will suffice. A circuit modifica-
Assuming a constant value for the initial tion for the purpose of saving time using large

acceleration to be sought, softer materials and fixed resistors and a multi-position switch has
large rids tend to yield high velocities but been tried with success. Any attempt by the
fewer bounces, while hard materials and small author at placing a potentiometer type variable
rods generally produce more bounces at the ex- resistor anywhere ahead of the high gain input
pense of velocity. Keep in mind the drop velo- stage has resulted in intolerable output drift.
city must be large enough to be resolved from The final balancing is accomplished using the
naturally occurring drifts within the integra- first stage amplifier null adjustment.
tion systems used.

)- i(na-n en'es Rr R, vor APF4'*O

/ t.on,,, I 7 io;< a, q-3z+ '

±v I QI/

AS? ,C ciroU AS, ""-- RIvos o0k P"

r cesIw I CAN * .... 'st r

0.P~rzosursv 69ss~q Alf Snt'qr

ACCCP ....(...s. 4LAufo) 0., * oo

II&

it Figure 5 - Schematic for an Electronic Integrator with D.C. Gain

* List of refezences given on page 10.
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Figure 6 - Scfematic for an Electronic Integrator with no D.C. Gain

An alternate circuit shown in Fig. 6 uses an accelerometers of the dame type. Looking at
additional feedback loop to eliminate the D. C. the frequency response curves in Fig. 7, one
gain problem thereby allowing a much larger can readily see that the latter circuit is par-
accelerometer zero offset. This circuit will ticularly sensitive to low frequency noise
self balance in several seconds which may save which will appear as a tendency for the output

time when performing routine tests on many to drift around. Considering component value

Sio D.C. Cain Sth Oder Syatne (Figure 6)

S- - -- 111th D.C. Cai 4hOrder Syer-n (Figure 5)

0 6 10 is 20 26 20
Freq~wwc (.dmwe Wt USC1

Figure 7 -Frequency Response Curves for MacLaurin System Integrators
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changes due to temperature, electrical noise and TEST PROCEDURE
operational amplifier driftiness, this circuit
has only worked well using our test device when It is prudent when initiating a test ses-
the actual sensitivity of the acceleroaeter was sion to use a known good accelerometer first,
great enough to produce better than .2 volts checking the equipment. An acceleration record
output when operated near its maximum range. A is generated and observed to verify the combi-
test device capable of producing significantly nation of rod thickness and impact material
larger velocities while maintcining a good produce a pattern within a selected set of
acceleration pattern within the integrators specifications (refer to Figs. 9, 10, and 15).
time frame, would represent an improvement. A one volt step is applied at the integrators

test point (refer to Figs. 5 and 6). The result-
High quality low noise, low drift ampli- ing output should resemble the corresponding

fiers and the use of quality fixed resistors impulse response as given in Fig. 8. The accel-
are essential in the first stage of these in- erometer is then connected to the integrator,
tegrators to make them sufficiently drift and several drops are made as needed to reveal
free to resolve good and poor city patterns the repeatable character of the velocity pat-
with low sensitivity accelerometers. Shield- tern. When testing many accelerometers of the
ing of the test apparatus may be necessary in same design, they may be connected directly to
some laboratory locations to reduce circuit the integrator once the system has been shown to &
drifts as will good connections between the be working. The integrators discussed are sub-
electronics, base billet, accelerometer bar ject tv occasional drifts, and it is a wise V
assembly, and release rod. Touching or procedure to make several drops on each acceler-
loosing body contact with anything connected ometer avoiding the possibility of being misled
to the circuit, grounded or not, often intro- by such a drift. Examples of typical velocity
duce misleading drifts, and must be avoided outputs generated by integrating good and poor
in the release technique. accelerometers are given in Figs. 11 and 14.
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Figure 8 - Impulse Response Curves for HacLaurin System Integrators
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Figure 10 - Expanded View of Acceleration (Note the Initial Negative Acceleration)

I 11"
56M 6 256 366 385 4M6

;;ILLSECONDS

Figure 11 - Velocity Record Generated by Integrating a Properly Working
Accelerometer (Note the Alignment of the Initial and Final Velocities)
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Figure 12 - Acceleration Integral with an Unacceptable Negative Offset
(Note the Integrator Recovery Towards Zero)
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Fig. 13 - Acceleration Integral with an Unacceptable Negative Offset and Ramping

MILLISECONDS

Fig. 14 - Acceleration Integral From a Damaged Accelerometer
(Note the Extreme Positive Offset)
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Fig. 15 - Specifications for the Input A-celeration

TEST SPECIFICATIONS PROCEDURE SPECIFICATIONS

The need for an in-house, quantitative 1. The input to the accelerometer must be
evaluation to support our own measurement stan- a series of large short duration accelerations
dards has prompted the Instrumentation Group at separated by small long duration accelerations
Underwater Explosions Research Division of the in the reverce direction with tne largest accel-
David Taylor Naval Ship Research and Development eration haviug a magnitude at lee-, 50 tiies
Center (UERD/DTNSRDC) to develop certain speci- greater than the small ones.
fications surrounding this test. The guidelines
used in these specifications were adopted to 2. The first bounce must achieve an input
keep the rigors of the test procedure to a min- acceleration between 90% and 100% of the upper
imum while resolving a standard we consider range limit of the accelerometer being tested.
achievable at the present state of the art of
accelerometer design. Presently, In our work, 3. There must occur more than 10 bounces
accelerometers with ranges smaller than 200 g within 100 to 300 msec with the acceleration
are seldom used. These specifications apply to of the 10th bounce greater than 10% of the first
accelerometers with maximum inputs 200 greater. bounce (refer to Fig. 15).

8 %



ACCELEROMETER SPECIFICATIONS are reviewed on a case to case basis with con-
sideration towards the particular features of-

The accelerometer will be subjected to the fered and the job requirements. These obser-
inputs described, and the output will be accu- vations must further be weighed against the
rately integrated into a velocity record. In ability of the design under scrutiny to meet
the evaluation of the following, the largest our specifications accompanying this test.
peak to peak velocity transition, (generally Generally we at UERD have found that records
the first) will represent 100%. taken from accelerometers used in our type of

work that do not come up to the specifications
The finsl velocity must settle to within mentioned, when integrated, will result in

+ 2.5% of the pre-release velocity for at velocity records with obvious flaws.
least 150 msec following the last peak to
peak velocity transition less than 5% of the
largest peak to peak velocity transition. SUMMARY AND CONCLUSIONS
Due to the residual bounces that are often
present when measuring the final velocity, A method for quickly checking the integra-
the mean value of the velocity transition at bility of accelerometers has been developed.
the point meastred should be used. For more The accelerometer under examination is mounted
clarity, see Fig. 16. on a bar assembly which is allowed to fall and

bounce repeatedly on a hard elastic surface
until it comes to rest. Accelerations generated

ACCELEROMETER EVALUATION DISCUSSION in this way are exceptionally unsymmetrical and
present a worst case input to the accelerometer.

Often the differences between devices are An elecironic integrator is used to convert the
obvious enough that qualitative decisions accelerometers (,-tput into a velocity history
between which design is better or which one is with a revealing characteristic pattern which
not working can be easily made by a simple should begin and en,. with zero velocity. Our
visual inspection of the velocity patterns. It experience with this t-st has found it to be
has been the experience of the author that a sufficiently rigorous anC inclusive to expose
batch of properly working accelerometers of one the existence of a majority of problems that
type will show no repeatable resolvable offset might be inherent in a device, while remaining
or ramping, whereas with another type, such as well adapted for checking large batches of ac-
high temperature piezoelectric, every available celerometers prior to installation. It can be
accelerometer tested may exhibit similar prob- expediently used to directly intercompare, and
lems such as a tendency to drift or to have an thereby evaluate different available acceler-
initial hysteresis. One particular device ex- ometer designs by the quality of their output.
hibited a horrendous offset and ramping on the The mechanical apparatus, integrators, and specd-
first several tests, but it was noticed this fications described herein present a working test
condition improved with each drop. By the system which will make possible the measurement
seventh or eighth test, the accelerometer had of significant differences in integrability be-
apparently "seasoned" and the errors were gone tween accelerometer types. The specified equip-
completely. All of the accelerometers of this ment and techniques are provided for convenience
design tested were found to behave this way, to the reader, and are not intended to imply the
and whether shelf time would bring back the exclusion of method refinements as needed to re-
condition became a point of speculation. solve a given standard achievable within the

state of the art of accelerometer design.
At UERD different accelerometer designs
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Figure 16 - Specifications for Accelerometer Integrability TesL
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The nt of radoam vibration environments during ilght testing
of aerospa•e vehicles is usually accomoplished by brosdasting analog
signals via telumtexy from the flight vehiole to a receiving station
on the graurx. At Sandia National Laboratories, digital telemetry
systems are be oming attractive alternatives to traditional analog
systems because they eliminate transmission noise and make more
efficient use of telemetry bandwidth. A crucial decision must be made
during the design of a digital telemetry system regarding the minimum
number of bits in the word representing the digitized vibration
signal. Utilizing fewer bits increases quantizing error but allows a
greater number of s channels to be handled by the telemetry
system. The objective of this paper is to assess the effect of low
quantizing rates on auto-spectral density (ASD) estimates made on
razom vibration data. A 4-bit quantization scheme was evaluated by
comparing the time histories and ASD estimates of the 4-bit data with
thoee of the original data and an 8-bit version of the data. Three
different types of ranaom data vxre used for the compison: 1)
kMaWiinited white noise; 2) narrowhamd radom; and 1) actual rardom
vibration data obtained from an actual flight test utilizing a
telemetry system. The study reveals that surprisingly accurate ASD
estimates made using 4-bit data retain both the amplitude and
frequency characteristics of the ASD of the original data. A simple
reconstruction technique is introduced which makes the 4-bit quantized
time history look more realistic.

Sfl1quantizing resolution which is required during
conversion from an analog to a digital

One major goal of a flight test program for an representation of the measured vibration data.
aerospace vehicle is to provide valid A comparison of a ooarse (4-hit) and a more
ac data during flight. Flight test refined (8-bit) quantization scheme is
data are analyzed to echaacterize the random described which demonstrates the effect of the
vibration environment experienced by the entire quantization process on the final spectral
vehicle and its internal components. The analysis of the data. The results of this
prospect of gathering flight vibration data study provide a good example of how a firm
with digital telemetry (7M) systems has umderstandin of the ultimte use of
important implications for the final data telemeterzd flight test data is crucial to the
analysis. This paper addresses one basic most efficient design of the telemetry system
telemetry system design arameter, namely, the itself.

This work was sponsored'by the U. S. Department of Energy under
Contract No. IZ-AUO)-76-DPO0789.
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DIGITAL TELEM1 Y SYSTEMS can be mode on the flight test vehicle if the
number of quantization levels is reduced

Flight test instrumentation systems designed at significantly.
Sanzia National laboratories typically utilize
continuous analog telemetery data links (i.e., A reduction of the nusier of quantization
FM t ramtters and receivers using levels, however, cannot be done arbitrarily.
voltage oontrolled oscillators, VCX's) for The data analyst responsible for specRif
passing accelerometer data measured in analysis techniques for flight random vibration
flight to reoording stations on the groum.a data must assess the effects of such changes.
The engineer responsible for transforming the Implementation of this assessment process
raw vibration data into an environmental motivated the work disoussed in this paper.
definition converts the analog signals into a Specifioally, a TK design decision had to be
digital representation which has engineering made at Sandia NHatlonal Laboratories regarding
units (e.g., g's for acceleration) and which the effects of coarse quantization on spectral
can undergo additional computerized analysis, density estimates of random vibration data. A
The digitization process ray be repeated if coarse quantization scheme could only be deemed
different conversion parameters are desired. aoceptable if it did not significantly alter
"MWe abitity to view the raw analog signal the random vibration spectral density estimates
generated by the telemetry system and the used to charaoterize the fligt environments of
flexibility of re-digitizizg the data are two the flight test vehicle.
reasons why engineers responsible for analyzing
flight vibration data are reluctant to depart
from the use of VWD data.

The tradition of using VxO's to measure flight lGITAL QUANrIMATI=Cf
vibration data is now being challenged by TR
designers who advocate the transmission of qzanltzation involves assigning a numerical
data in digital form. New telemetery system value to a sampled analog signal. Since
designs that include the capability to transmit the digital values are stored and tranmitted
digital data must provide an on-board in binary, the number of possible digital
analog-to-digital (A/D) conversion capability. values are expressed in bits, where N bits
Such a digital telemetry system is highly impries 2--N different values. For example, a
advantageous in three ways. First, in flight 4-bit system has 16 assignable values, while
A/D conversion eliminates sources of noise an 3-bit system has 2W6 available values. In
contamimation introduced by transmitting, the 4-hit system with a +/- 10 g operating
receiving, and recording an analog VCO signal. range, the sequence 0000, 0001, 0010.
Second, TH bamdwidth con be used more 1111, represents the values: -i0 g, -8.75 g,
efficiently with digital data than analog data -7.5 g, ... , 10 g. The 8-bit system has more
to send the sa amount of information. resolution because it has more bina.y
Finally, digital TM systems offer more combinations to use in representing the
flexibility than analog TH's in selecting the digitized signal (e.g., 00000000, 00000001,
dynamic range of the measured data and in 00000010 .. 11111111 represent -10 g.,
allowing for on-board data processing (e.g., -9.92 g, -9.84 g, .... 10 g). Normally, 10-bit
peak detection, Fast Fourier Transform or 12-bit quantizaton is used in a regular A/D
calculation, and root-mean-square estimation) conversiou prooess. This high degree of
because they can he programmed to hazdle resolution eliminates concern over the
configuration changes, while an analog system effects of quantizatlon error during random
requires hardware modification to achieve the vibration analysis. 7he reason the 4-bit
same effect. quantization is referred to as being "coarse" is

shown by a comparison of Figures I and 2.
One aspect of the digital TH design is so basic Figure I shows what might be a typical random
that it is not subject to change without vibraton time history. Figuro 2 shows the
hardware replacement. The A/D conversion effect of 4-bit quantization on the time
process for the accelercmeter output signals history in Figure 1. It is not surprising that
has to be defined early in the design of the most engineers given the task of analyzing the
telemetry system in terms of two pameters: data in Figure 2 would decline, arguing that
sample rate amd quantization resolution. The the available data are hopelessly corrupted by
selection of a samplin rate is dictated 1b, the co=Mse quantization. The natura of quantization
maximum frequency content of the analog signal error is discussed in The next section.
which must he preserved. Quantization defines
the number of possible digital values which the
analog signal can assume when it is sampled.
Once a sampling rate is chosen, efficient use
of the available tranmission bandwidth of the
digital telemetry system requires that the
minimum number of quantization levels be used
during A/D conversion. As far as the
measurement capability of the entire TM system
is concerned, this means that more measurements
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relatiehip between the degree of auaztization10.0- exror amd the size of the quantization-
interl. The size of these intervals q is.,

0atarzndned by dividing the fulJ calibratioiD
li0i rarge of the aooeleroieter b the number of

0 quantization levels:

Pý 002 CA[ 2 **N

.•-50 - where CAL is ths calibration level of the

acoal e oannel (zero-to-peak) and N is
the numbar 0! hits usW. In quam-tization. Mhe N-.

-10.0 I7 l .... ,.,r--•-! --- r.,r ......... ymnbols * and ** denote multiplication and
0.0 0.1 02 0.3 0.4 exponentietion, respectively. Assumn that the

TIME S quantiton error e is uniformly adistributed
bewe -q/2 and q/2, it can be shown

(Reference 1) that the root-mean-square,
quaniing error e-rno is given by:

Figure I Original Random Vibreti on
Time History. qe-r-s

Mis relationship was used to construct
Figire 3 which shows how lube i quantizing
error varies as a function of hits for
different oalibration leveis. The e-ns,
qxt-izing error of 0.-61 g on a +/- 10 g
0oannel with 4-hit quartization is only 3.6
percent of the calibration level of the
channel. Assuming the measured signal is within
the valid range of the channel, a relatively

Z 5.0- low amp).itude error is generated =n a typical
flight viWration time history by coarse

Sqt.ization.

-5.0-

0.0 0.1 02 0.3 0.4
TIME S

Figure 2 coarsely Quantized Remon U2

Vibration Time History.-

• ~ ~ ~ L 100' ...

CAL: 15,
•f• CAL •20 j

4 6 8 10 12 ,,.

BITS

QUANATMMON EW:

Both the tm!e ani freVamiy dcmrin impli.tio.to fi±gu-,- 3 RMS Quantizing Error as a Function
of quantiza.tion error need to be examined in the of the Number of Bits in the
oonet of an>-1yziz telemetered rando Qtantizing Scheme for Different

VW±kration data. Dt the time donin, onu valid Ghannel Calibretion tavels of

)xower iwith thi 4-hit eybtem centers on ths + 5- 5, 10, 15, 20 g.
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Siuainsuisof eifferent. levels of 10.0] ADIT 015 H -89
qaantizatica resolution showed that the NORMALZED VARIACE E0• - 8 99

thUoretical e-rts values giv by Equation 2--
and those generated during the simulations ."-
differed by only one percent or less. Still,
it is important to note that the assmnption of
uniformly distributed quantization error 5.0
b•xmes less valid if the number of
qitization bits ,x reduced further. (See
References 2 wd• 3.) 25hc• 2.5.

It must be recognized that a digitized time
history is subjct to the same potential errors
as anai.og dbanne if the measured signal is 0.0 .1
very smll or very big relative to the 0.0 0.1 0.2 0.3 0.4 0.5
calibratio, ran6- of the chanel. If the NORMALIZED FREQUENCY HZ-S
vea,:ed aignall is too small, a poor signal to
noise ratio exiats in the analog systm, and
the sigma my not excee the first quantiziag
levl in the digital syStM. Shold the signl Figure 4 ASD Estimate of Oridinal Random
exceed the calibrated range of the channel, Vibration Ting Historyin Figue 1.
then both the analog and digital time histories
axe rendered unless by the clipping of the
measured signal

7he frequency doaiu iaifestations of
quantization error can he seen by estimating
the auto-spectral density (ASM) of the time 10.0- BANOZDV CE -89055Z-s
history in Figures 1 and 2. -The time history NMI VARIANCE ERROR - 8

in Figure 1 is Gaussian distributed white noise I
which ha3 a 10,000 samples per secod sample • 7.5-
rate and which has been lowmass filtared at 2
kz. A estimates wer e ode ine Welch's
method (referenoe 4). The ASD estimate in 5.0.Figure 4 shows a flat spoetral chzarteristio
of white noise. A normalized frequency axis is .used to shorw the entize freque~ncy content of .5
the signal which can hb represented for the .51
specified sampling rate (i.e., 0.5 Hz-s III
oorespods to balf of the sampling rane ad is
the Pyquist frequency of 5.000 Hz). The 00 -
roll-off in the ASM at -0.2 Hz-s reflects the 0,0 0.1 0.2 0.3 0.4 0.5
lowpass filter applied to the data. 7he ASM NORMALIZED FREQUENCY HZ-S
estimate for the 4-bit quantized data in
Figure 5 shows that spectrum in the 0-0.2 Hz-s
range has not changed significantly, but there
has been a uuiform additiun of spectral content Figre 5 ASD Estimate of Coarsely Quatized
over the remaiider of the frequency range. Data in Figure 2.
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estimate for the quantization error e.

.Figure 6 shows the time history for quantization 50
error between the badimited white noise in 0
Figure I and the coarsely quantized version of
the sape data in Figure 2. Figure 7 reveals Z
the white sp.ctzal content of the quantization 0.0 ""mi...l'_...' .- '--N
err.ýr. Note that the magnitude of this
qvr~tization error ASD is governed by the
ovqat t e-rmo value given in Equation 2 because -5.0
the square root of the are un• the ASD plot
eq'mals the e-nms of the time history being
analyzed. In ecuation form: 0.0

0.0 0.1 0.2 0.3 0.4
cq TIME S

Vi;-aod SR a (3)

1 Figure 6 Q•ntization Error Time History for
where e-asd is the ASD spectral value for 4-bit Quantization in Figure 2,

W (i.e., Fig. 6- Fig. 2- Fig. 1). "the white noise quantization error, SR is the
sxl rate of th data, eod• q is the

qiantization interval size given in Equation 1.Substituting Equation 1 in Equatiton, 3 leads to
the fo~llowing exz•es,-c:

10.0- BANDWIDTH - 0 0156 HZ-S

NORMALIZED VARIANCE ERROR - 8 9Xeased (4)
V 3*S.*2**(2N) N',,1S7.5

waere • EIs equal tn I in the normalized
frequen plots in Figure 7. The average c5.0
spectral value of 0.137 g**2/Hz.-s is observed
in Figure 7. This agrees closely with the
result predicted in Equation 4 which is 0.1302 2 25

C')g0 *2/Hz--s. Equation 4 suggests one way of cc
reducing the error contribution to an &SD
estimate in a digital telemetry system is to 0.0-1
increase the sampling rate so that the spectral 0.0 0.1 0.2 0.3 0.4 0.5
oontrdbitica of the quantization error spectrum NORMALIZED FREQUENCY HZ-S
.; qsfts over a wider frequency range,
resulting in a Ja'w AS) level in the frequency
range of Interest.

Ths, quantization errcr Jn a 4-bit coarsely Figure 7 ASD Estimate of Quantization Error
quanttized time history has two predc=1nt Time History in Figure 6.
effects. First. the time history acquires a
blocted appearance indLcative of the quantizing
levels. Second, the error is mainfested in the
froquenoy datein as the addition of white error spectral density. Another zero phase
noise. Initial iitcations are that for the shift lowpass filtoring operation is carried
Purpose of analyzing vibration data, the out on the coarsely quaabized data to achieve
significance of the quantization error in terms this effect. Figure 8 shows that this final
of contribution to overall g-rms in the time filtering at -2.4 kHz acts to reconstruct the
domain and the ASD spectrum level in the time history so that it is very similar to the
frequencY darin is relatively small for 4-bit original data in Figure 1. (Note that final
quantized data. filtering was carried out at a higher cut-off

frequency to minimize the effect of the second
filtering operation on the data in the 0 to 2
kHz range. ) The high frequency contribution of
the quantization error has been eliminated as

TIME mnaTM Risrnw shown in Figure 9. Note the similarity between
Figure 9 and Figure 4. indicating that the

An improvemont to the coase 4-bit digital 4-bit quantized data can produce a spectral
conversion process can be made by removin the density estimate which is quite similar to that
higher frequency portions of the quantization of the original data.
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design option Mugested byr TM designers at
l0.0- Sandia. Three different types of raniod data

wre used for the ccavarison: 1) ba•_lirited
0white noise; 2) narovba random; andt 3)

5.0. actual random vibccation data obtaiied form an
actual VO0 channel. The 4-bit and 8-bit data ..j, ,are juxtaposed in Figures 1C-15. The
comparisons are made betoen the 4-bit and
8-bit data in terms of: a) the tiue histories;

T .. Ib) the ASD estimate; and, o) aplot of the
difference between the ASD estimates of the
quantized data and the original data.

......... . BANEITED HITE NOISE: Generation of the

_____..._______ Gaussian distributed white noise was discussed
0.0 01 02 0.3 0.4 previously. Figures 10 and 11 show time aW.

TIME S freency domin agrement between the 4-bitrecoTstructed &ita and the 8-bit quantized

data. The ASD difference plots in Figures 0oc
ard 11o reveal that even though the error in

Figure 8 Result of Time History the 4-hit ASD estimate is greater than the
Reconstruction Tchniqu Applied 8-bit data, it is still only 5 to 10 percent of
to the 4-bit Coarsely Quantized the actual ASD level. This peroetnteae is
I-a in Figure 2. aoceptable, praticularly b9causa frLst, it is

evenly distrilbted over aLL frequencies, and
seormd, because it is not much larger than the
normalized varianoe error of 8.9 percent for
the ASD estimate.

NAR•0WBAND RANDMK VRATIC: se narrowband
random vibration data were simulated cn a 10 g

10.0- BANDWIDTH -0 C156 HZ-S by convolving t impulse resose
NORMALIZMD VARIANCE ERROR - 8 9X function of a viscously dame single-degree-

of-freedm (SEfMl) osci2Jatar having a natural
N frequency of 0.1 Hz-s (1000 Hz for the sample

rate of 10 kHz), ,i'ith Gaussian distributed
white noise. The resulting time history was

5.0then baudlimited to 2 M~ by zero phase shift
5.0 lowpass filtering. Once again, the 4-bit

reconstructed and 8-bit time histories (Figures
12a and 13a) are very similar in ohai.ater.

S2.5 he ASD plots in Fig res 12b and 13b appear-< .tndist~irgsabl~e because of t~he large dynamic

range of the ASD estlmtea. Difference error
plots in Figures 12c and 13o reveal that the

0.0 1 .. ... error in the 4-bit data is greater than
0.0 0.1 0.2 0.3 0.4 0.5 the error in the 8-bit data, but the error is

NORMALIZED FREQUENCY HZ-S less than 0.5 percent at the frecqency range of
peak response. Mhe 4-hit reconstructed data
does an excellent job o2 preserving the
character of the ASD plot of the narowbnmd

Figure 9 ASD Estimate for 4-bit Reconstructed random data.
Time History in Figure 8. ,r1T, 0 F 1ATA: Figures 14 and 15

compare 4-hit reconstructed and 8-bit quntized
data from acceleration measurements made with a
telemetry system using a 4kHz VC0 channel. The
"original" forn of the data was a 12-bit
quantized time history sampled at 20 kHz. Once
again the 4-bit reconstructed data provide an
ASD estimate for the flight vibration

4-BIT VS 8-BIT O3MPA,•ISC environment which is accurate in terms of both
magnitlie and frequency content. Note that iL

The coarse 4-hit quantization scheme wus order to be consistent with the enalysis
evaluated further by comparing the time method used on actual flight data, the ASM
histories and ASM estimates of the 4-bit estimates in Figures 14b and 15b express
-econstruoted data with those of an 8-hit frequenoy in Hz, i.nste•,d of normalized
version of the data. 7he 8-bit quantization frequancy nits of Hz -s which were used
scheme was chosen because it was one possible previously.
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0.0 0.1 0.2 0.3 0.4 0.0 0.1 0.2 03 0.4
TIME S TIME S

Figure 10a Reccnstruoted 4-Bit Time History of Figure 11a 8-Bit Quantized Time History of
Banfiliiited Gaussian White Noise. Bandlimited Gaussian White Noise.

10.0- BANDWIDTH - 0 0158 HZ-S 10.0--0
)NORALIZED VARIANCE ERROR - 8 9% BANDWIDTH - 0 0156 HZ-S

NORMALIZED VARIANCE ERROR - 8 9%

S7.5" 7.5

S25 2.5 -
5.0 Tiiril 50-.. ..

""0... .2.. 000.3 0.4 0

0.0 0.1 0.2 0.3 0.4 0.5 00 0.1 0.2 03 04 0.5NORMALIZED FREQUENCY HZ-S NORMALIZED FREQUENCY HZ-S

FEgure 10b ASD Estimate for 4-Bit Figure 1J.b ASD Estimate for 8-Bit .antizd
Reconstructed BandlimitedF Etatef

Gaussan Mte Nise.Bardlimited Gaussian white Noise.GaJJ5nsla White Noise.

S1.0- V) 1.-
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Q -05 (4
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_1_

-1 .0 0..1 0 . .2 0.3 0.4 05 " ' • - . .. '''... . .... i...., ' ''
00.2 0.3 0.4 05 0 0.1 02 03 0.4 0.5

NORMALIZED FREQUENCY HZ-S NORMALIZED FREQUENCY HZ-S

Figure o00 ASD Differenoe Erro- between 4-Bit Figure lo ASD Difference Error between 8-Bit
R~econstructed ad original quantized and Original
Bandlimited Gaussian White Noise. Bandlimited Gaussian White Noise.

17

N-,- ,



VVI LJVWUV.1 )V1rV 1VV VVUy W~ L/V V1fN1M7 rUt! NVWU)( IvjJ vxJ) lc( U U" ll

100- 10.0 "

z 50- 5.01

0.0 -0.0 1

-5.0 -5.0-

0.0 0.1 02 0.3 0.4 0.0 0.1 02 0.3 0.4
TIME S TIME S

Figure 12a Reo(nstnrtd 4-Bit Time HistOry of Figure 13a 8-Bit Quantized Time History of
Simulated I Mz SOF Data. Simulated 1 Kz OF IDta.

150.0- BANDWIVT - 000781 HZ-S 150.0- BANDWIDTH - 0 O0781 HZ-S
NORMAIJZED VARIANCE: ERROR - 12 % NORMALIZED VARIAhCE ERROR - 12,6%, N

N

j1000- 100.0-

S50.0 0 50.0-
(RK

0.0 0.1 02 0.3 0.4 0.5 00 0.1 02 0.3 0.4 0.5

NORMALIZED FREQUENCY HZ-S NORMALIZED FREQUENCY HZ-S

Figure 12b ASD Estimate for 4-Bit Figure l3b ASD Estimate for 8-Bit Quantized
Reconstructed Simulated Simulated 1 KHz SDOF Data.
1 Efz SDOF Data.

S0.5 C4 0.5 -

i5 o .o . i ~ ' • _ o .o . _ _-•

a o

-05-C4: -0.5

(/2. .... 1 0 2 00. . . . . . . . . . . ..3 .4 . 50 .-. 0 00O 02 0.3 0.4 0.5 0,
NORMA0IZED FREQUENCY HZ-S NORMALIZED FREQUENCY HZ-S

I,'gure 120 AM Difference Eiror between 4-Bit Figure 13o AM Difference Error between 8-Bit
Reoonstruoted and Original I KHz Quantized and Original 1 KHz
SIOF Data. M•O£ Data.

18 NN

-:•--: .---.- ',> .- • -. • .. •..•,•.t .•. :•'• -'• -% ..,--• -_-'x ,- •. .,-.,: ,.-: -'- •-< < -



10.0- 10.0-

0

C 0.0 00

U -5,0- -5.0

-10.0"•- -10.0 ..... 1.......... ....

0.0 0.1 02 0.3 0.4 0.0 0.1 02 0.3 0.4
TIME S TIME S

Figure 14a Reconstnutedl 4-Bit Time History of Figure 15a 8-Bit Qantized Time History of

VW Ranom Vibration Data. VWO Rando Vibration Data.

ADWI - 125 HZ BANDWIDTH 5 H

"1 ORMALZED VARIANCE ERROR 17.9X

410-4

C/2F
S10-t 4 10- 1111 ll

I 0d 10i I0 le id 1id Iid 0dt

FREQUENCY HZ FREQUENCY HZ

Figure 14b ASD Estimate for 4-Bit Figure 15b ASD Estimate for 8-Bit
Reonstruoted VO0 Quantized VO0
Rando Vibration Data. Radom Vibration Data.

10.0-10

50-. 50-

0 50

Wzl -50-
0 -5.0

S7 -01 r1 rTl I I II I I lil

d10 id0 b, FREQUENCY HZ

FREQUENCY HZ FREQUENCY HZ

Figure 14o ASD Iltfferenoe Error between 4-Bit Figure 15c ASD tifferenoe Error between 8-Bit
Reconstracted and Original V]Of Reconstructed and Original VO)
Ran Vibration Data. Randon Vibration Data.

IQ

N, - N, S- N.
% % O~~~~d P ~ ~ t/.V



CCBCLUSIIQNS

ASD estimates of vibration data digitized using
a 4-bit quantization scheme are acceptable for
c eizing random vibration environments
measured on digital flight test telemetry
systems. A reconstructed t.ine history which is
very similar to the originaL data can be
created using the method described in this
paper. The overall effect of 4-bit quantizing
on typioal vibration signals is to add noise
power uniformly over the entire frequency
spectrum of the digitized data. This
quantizing error power contribution has been
shown to be small enough to be negligible for
purposes of c atizin random vibration
environments. Care must still be used with the
ocarsely quantized data to make sure that data
does not emceed the calibration range of the
measurement channel. Practically, this means
that a peak detector should be incorporated in
the telemetery system design. The quantizationerror evaluation methods uti.3ized in this study

are significant because they demonstrate the
ability of the Ooacvely quantized 4-bit data toprovide nearly the same time histories and ASD

estimates as finely quantized random vibrationdata.

In a more general sense, the error analysis
study described in this paper demonstrates the
importance of evaluating the impact of digital
telemetry system design parameters on the
analysis of random vibration data. Only by
developing an understanding of the final use ol.
the telemetered data can the TH designer and
data analyst work together to develop a
telemetery system which will provide data
needed to define flight vibration environments
in todays aerospaee vehicles.
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A QUANTITATIVE METHOD FOR EVALUATING SENSOR LAYOUTS

T. F. Chwastyk
Naval Sea Systems Command

Washington, D. C.

and II
Westinghouse Electric Corporation

Bettis Laboratory
West Mifflin, PA

The layout of sensors to measure shock response has traditionally been
performed on an "engineering judgment" basis and typically has been done
only with the intent of directly measuring local effects, e. g. stress
intensity in a highly loaded area. Little appears to have been done to
use data from widely distributed sensors to verify broad patterns of
structural response predicted by analysis.

This paper gives a quantitative method for evaluating the use of sensors
widely distributed over a structure to confirm and measure the amplitude
of the dominant loading response patterns predicted by analysis. Appli-
cation of this method to plausible traditional sensor layouts often shows
surprisingly inefficient use nf sensor channel capacity. Improved sensor
layouts are readily achieved. The use of this method allows designing
sensor layouts to guard against isolated errors either in sensor perform-
ance or in model.ng. It also allows ready extrapolation of sensor
results to uninstrumentable a ;'s, with a quantitative estimate of the
uncertainty in estimated value due to sensor noise or modeling
inaccuracy.

INTRODUCTION Thi, paper describes a general, quantitative
method that has been developed to evaluate

Both accelerometers and strain gages are sensor layouts for which the shock response
used to measure the response of structures characteristics are linearly related to the
or components during shock tests. In the sensor readings. With this method, differ-
past, because only a limited amount of in- ent sensor layouts can be evaluated (a) to
strumentation was available, only a very few verify that all response characteristics of
sensors were assigned to any given compo- interest are resolvable, (b) to determine
nent. For more recent tests, data acquisi- the extent of "aliasing" or interference
tion systems have been improved significant- from response charcteristics not of inter-
ly so that several hundred sensor signals est, (c) to determine how much consistency
can be recorded for each test shot. As a checking is provided for each sensor, and
result, it is now reasonable to assign (d) to see how much normal sensor noise
enough sensors to high interest components shows up in the resolved response character-
to resolve superimposed shock response istics. Examples are included to show how
characteristics not directly measurable by this general method was used to evaluate
any single sensor. In some cases, it is three different types of sensor layouts. In
warranted to include more sensors than there the first type of layout to be evaluated,
are response characteristics to be resolved, strain gages are used to measure forces and
and thereby incorporate some measurement moments in thin-walled cylindrical compo-
replication to verify the consistency of the nents. The second type of layout to be
data. The problem is to select the best evaluated involves the use of accelerometers
sensor layout for measuring the shock to determine the linear and angular accel-
response characteristics of interest. erations at the Center of Gravity (CG) of a
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rigid body. The last type of sensor layout NOTE: The "modes" used to describe the sys-
to be evaluated utilizes accelerometers to tem response need not necessarily be
measure the shock response of a flexible modes of vibration; all that is
body in terms of its normal modes of necessary is that each mode have
vibration, associated with it a constant "mode-

shape" describing the relative re-
FUNDAMENTAL CONCEPTS sponse of each system point param-

eter, so that the modal response of a
Improvements in computer and instrumentation large number of point parameters can
technology have led to larger and more de- be described by a single variable
tailed analytical models and increased num- (the modal amplitude). Thus, a non-
bers of sensors. However, sensors have dynamic model of a beam might be de-
typically been assigned to measure local scribed by six modes of response -
responses in areas where analysis predicts one axial mode, two transverse shear
cause for concern, and prediction vs. mea- modes, two transverse bending modes,
surement comparison has typically centered and one torsional mode.
on local peak values only. Such peak level
comparisons are quite sensitive to the in- Sensors Give Point Parameter Measurements:
fluence of localized modes affecting the A basic problem in applying modal techniques
sensor location, as well as to phasing to test data is that sensors generally do
errors in modal combination rules, and do not measure quantities attributable to a
not try to confirm or take advantage of single mode; rather, each sensor measures
modeshape information fundamental to many the effect on a given point parameter of all
analyses. On the other hand, most of the modes superposed. The particular point
response energy tends to remain concentrated parameter measured depends on the type of
in a few global modes affecting broad areas sensor (e. g., strain gage, accelerometer,
throughout the component or structure. This hydrophone), its location in the system, and
is true even when modeling detail is in- typically on its orientation. Orientation
creased permitting large numbers of modes, is significant if the measured parameter is
Thus, this paper is based on work intended part of a vector or tensor field, e. g., ac-
to confirm the accuracy of the basic mode- celeration or strain, and can be neglected
shape and modal amplitude predictions of the only when the parameter field is scalar
model for the dominant global modes. Reso- (e. g., temperature, pressure, voltage). In
lution of such global modes permits extrapo- general, the parameters of interest are sen-
lation of global effects to uninstrumentable sitive to sensor orientation. A brute-force
areas, and is useful in isolating and pro- point-by-point approach to measure system
viding a better picture of the effects of response would require sufficient sensors at
localized modes that cause concern in iso- every point to measure all parameters of
lated high response areas of the compo- interest at each point. This is obviously
nent. Although the method was developed impractical because of the large number of
primarily to resolve traditional vibration sensors required and is inefficient as well;
modal information, it has been found equally from a modal standpoint, much of the sensor
applicable to nonvibration work as well, to data could be shown to be redundant. In
resolve the effects of superposed distinct addition, systems frequently contain points
loading cases. which, while essential to analysis, are

inaccessible or otherwise impractical to
Modal Description versus Point-by-Point instrument.
Description: A system response to external
inputs can often be analyzed by identifying Sensor Layouts Sample the System Response:
characteristic patterns or "modes" of While fully instrumenting every system point
respcnse of the system. The analyst can parameter is not practical, it is usually
calculate the extent to which ich mode will possible to find a small representative sub-
respond to a given input, and tnen superpose set of the system point parameters which are

the individual modal responses of the system both accessible for measurement and suffi-
to obtain an overall system response. The ciently diverse that the amplitudes of the
advantage of the modal approach over the desired modes can be resolved unambiguously
brute-force approach of treating all point when the system response is sampled only for
parameters in the system individually is these representative point parameters. The
that for repetitive treatment of many dif- sensor layout determines what portions of
ferent inputs, redundant information is the system response are actually sampled,
minimized; the number of modes necessary for both for the total response measured by the
reasonably accurate system response calcula- sensors and for the desired modal responses
tions in the areas of greatest interest is making up the total. For a given sensor
typically far smaller than the number of layout, each mode of response will have
system point parameters that would have to associated with it a "sensor modeshape"
be treated individually, indicating the response of each sensor to
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the presence of a unit modal amplitude contacting. Finally, residuals with strong
response in that mode. nonlinear features such as sudden apparent

zero shifts, presentation only of peaks
Sampling Quality Determines Confidence in which appear clipped in the original sensor
Inferred Response at Un.nstrumented data, or step rises and truncated exponen-
Points: For a given sen-or layout and a tial decays, may provide clues to signal
consequent set of sensor mndeshapes, a conditioning electronics problems.
matrix can be generated which transforms any
set of actual sensor readingsTinto least- Allasin Checks: Frequently, it is not in-
squares estimates of the corresponding modal tended to resolve all modal responses of a

amplitudes. Using these modal amplitude system, but only those significant for eval-
estimates, the response at uninstrumented uating certain system point parameters of
points in the system can be calculated. The interest. In this case, the modes intended
confidence associated with these inferred to be neglected must be evaluated to ensure
uninstrumented responses depends on two sets that their sensor modeshapes and expected
of factors: first, the confidence level of peak medal amplitudes do not seriously af-
the system model from which the significant fect the estimated modal amplitudes for
modes were selected and the sensor mode- desired modes. A quantitative measure of
shapes were extracted; and second, the con- aliasing effects is provided by using the
fidence level in the validity of the sensor sensor-to-modal transformation matrix on
data, coupled with (a) the numerical charac- sensor readings corresponding to neglected
teristics of the transformation matrix and modes at their peak level.
(b) the signal-to-noise characteristics of a
normally functioning sensor. Because the METHOD OF EVALUATION
transformation matrix varies only with the
sensor layout and does not depend on the The general steps used in evaluating sensor
actual sensor data, the quality of the esti- layouts are as follows:
mated quantities deens y on te sensor
layout (for a fixed model of the system), 1. Identity which system esponse modes are
and It depends on the layout to a surprising to be measured. These could be
degree. The quality associated with a lay- (a) forces and moments in a support
out can be assessed to a certain extent in skirt or section of piping, (b) rigid
advance, before any sensor data is obtained, body linear and angular accelerations

about the CG, or (c) mode shape multi-
Redundant Sensors Allow Checks for Modeling pliers which establish the magnitude of
and Sensor Deficiencies: When the number of shock response in the normal modes being
sensors exactly equals the number of modal considered.
amplitudes being estimated, the least-
squares fit provided by the transformation 2. Select a tentative sensor layout.
matrix will always be exact and the resid-
uals between actual sensor readings and 3. Set up an equation that gives the sensor
best-fit sensor readings will be zero. If readings as linear combinations of the
additional sensors are provided - generally dmplitudes of the desired modes, I. e.
distinct from the original sensors, but in
some cases almost exact replicates - then {S) = [R](C).
each sensor will have associated with it a
known extent of residual error checking to In the above equation, (S) is a vector
help detect malfunctions of an individual of sensor readings, [R] is a response
sensor or overall modeling deficiencies, matrix whose elements Rik are the re-

Use of Residual Time-History Data: In the sponse of the i-th sensor to a unit

typical dynamic case, where sensor data is value of the k-th system mode and [C) is

available in time-history form rather than a vector of the system moAdal amplitudes.
as static responses to different static in-
put cases, the time-history behavior of If an accelerometer layout were being
residuals can provide useful information, evaluated to see if it could measure the
Residual time histories for one ot' more sen- response of a flexible body in terms of
sors which strongly resemble one of the its normal modes of vibration, then the
modal amplitude time histories suggest an normal mode shape components correspond-
error in the sensor modeshape used to re- ing to each sensor location and orienta-
solve that mode. Residual time histories tion could be used for the columns of
with large amplitudes only in a narrow time [R]. The corresponding elements in (C)
interval, particularly if evident only for
sensors in a localized area, suggest a tem- are the multipliers which establish the
porary localized unmodeled event such as an magnitude of shock response in each
impact between system parts modeled as non- mode. The columns of [R), in any case,
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are the "sensor mode shapes" that are If the number of sensors is smaller than

being measured in response to the the number of modes being resolved or if
presence of a unit modal amplitude of there are linearly dependent sensor
the corresponding mode. modeshape columns, then the [RT R] matrix

will be singular and the inverse will
Note that each element Rik intrinsically not exist. (This is equivalent to try-
has associated with it units of (units ing to find a number of unknowns that is
for sprsor i)(units fcr modal amplitude larger than the number of independent
k)"1, or the sensor scale associated equations available.) A nonsingular
with each row divided by the modal scale [RTR) matrix can be obtained either by
associated with each column. As shown in revising the sensor layout being con-
Appendix A, the choice of modal scale is sidered (to change one or more sensor
arbitrary and has no effect on the modeshape columns to eliminate linear
nature of the least squares fit; it dep.ndence between columns) or by reduc-
simply changes the interpretation of a ing the number of sensor modes being re-
given modal amplitude level. The sensor solved (a corresponding column is
(row) scale factor does, however, affect deleted from the [R] matrix for each
the nature of the fit by influencing the mode that is eliminated). If a mode isway residuals are distributed among the deleted from the response matrix, it is
sensors. This is also discussed further essential to check later for aliasing of
in Appendix A. The units associated the neglected mode into the retained
with the elements of the matrix [P], modes (see step 8).

defined below, are the inverse of those
for [R], i. e., Pik has units (units for 5. Calculate the least squares filtering
mode i)(units for sensor k)-1 . matrix [U] as follows:

4. Calculate the pseudo inverse matrix [P] [U] = [R][P].as follows:

[P) = ERTRF1E[RT). The utility of the [U] matrix can be
seen best if it is assumed that a set of
sensor readings {SI is available. The

When the pseudo inverse matrix is multi- best fit modal amplitudes {C) corres-
plied times a set of sensor readings, ponding to these sensor readings are
the desired modal amplitudes are ob- given in Step 4 above as
tained, i. e.

{C} = [P2{S).
[P](S} = [P][R]{C}

Then, using the equation from Step 3,
[RTR]'1ERT][R]{C} = {C). the sensor readings f} that correspond

to the best-fit modal amplitudes are
Whenever the number of sensors is equal given by
to the number of modes being resolved,
the above procedure is equivalent to ff = [R]{CI = [R][P] SI
finding the inverse of the [R] matrix.
For this case, the [R] matrix is square (S) = EU] IS l.
and the equation for the [P] matrix
simplifies to Thus, it can be seen that the [U] matrix

filters or transforms a set of sensor
[P] = [RTR]1-[RT] readings such that they correspond to

=( =the sensor values predicted by the model
= R][RT]-[RT] = [R]-" E[R] for the best-fit values of the modal

amplitudes. Another way of viewing this
If the number of sensors is larger than is to set up a residual vector (IF) = (S)
the number of modes being resolved, the - {s}. It can be shown that if (V) t 0,
above procedure gives the best estimate then (7) cannot be expressed by any com-
(in the least squares sense) of the bination of the columns of [R]. This
modal amplitudes that correspond to the residual {Y} is tne "unmodeled compo-
sensor readings. nent" of {SI and is stripped off by [U]

to leave the "modeled component", (-).
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6. Examine the diagonal of the [U] matrix sample of sensor data to determine an
to determine the amount of consistency average value of the ratio over a tran-
checking for each gage. If a diagonal sient. One would then investigate more
element Uji equals one, the other en- closely the individual sensor readings

and sensor residuals for time intervalstries in that row and column will be in which the ratio becomes much worse

zero and the best fit sensor valueSi is than the average, i. e., at times when
directly equal to the corresponding sen- the data becomes less consistent with
sor reading Si. in this case, there is the model.
no consistency checking between sensor i

and the other sensors. The matrix [U] is a square matrix having
as many rows and columns as there are *

However, when a diagonal term Uji is sensors being used. Also, the sum of
less than one, and an instrument error its diagonal terms Uji is equal to the
occurs on sensor i but not for any other number of modes being resolved. There-
sensors with non-zero coefficients in fore, the optimum condition for getting
row i of [U], then the fraction (1 - the maximum amount of consistency check-
Uii) of the instrument error will show ing for each sensor is to have the diag- -g
up in the residual Ti and the same frac- onal terms in the [U] matrix equal to
tion (I - Uii) of the squared in'trument the number of modes being resolved .
error will show up in the residual divided by the number of sensors being
squares, i. e., in used. Also, it appears desirable to

= i-2 have as many off-diagonal terms in the
T} zi(Si - E[U] matrix be non-zero as possible since

this spreads the consistency checking
(Although the contribution of a given over the largest number of sensors.
error AS acting on sensor i to the
squared residual for sensor i is only Finally, it should be apparent that if
(1-Uii) 2 AS2 , the error will also pro- Uii is very low (e. g., less than 35 •*
duce apparent residuals UijAS for other percent of the maximum Ujj), sensor i is
sensors j o i. It can be shown that the being used inefficiently. A sensor with
total contribution to the sum of squared such low Uii uses most of its own data
residuals, simply to check itself for errors; its

reading can be predicted with good con-
AS2((1-Uii)2 + z U2, fidence from the readings of other sen-

j*i sors and is not very useful in helping
resolve modal amplitudes or in checking

is equal to AS2 (l-Uii), which is larger the consistency of other gages. Low Ui
than aS2 (1-Uii)2.) values typically arise when sensor i

duplicates or nearly duplicates the
Having Uii values less than one provides reading of another sensor (or set of
consistency checking among the sensors sensors) at a lower scale, e. g., a
in row i of [U] that have non-zero coef- Poisson effect strain gage where the
ficients; i. e., as long as Uji is less model includes no independent loading in
than one, a single sensor malfunction the direction of the Poisson gage. Un-
involving sensor i is guaranteed to show less there is a desire to test the spe-
up in the residual for sensor i and in cific feature of the system model that
the total squared residuals summed over leads to such a low scaled and redundant
all sensors, to the extent shown by (1 - sensor prediction, the offending sensor
Uii). should be reoriented or moved to get

more reasonable Uii and better values
The consistency of a set of sensor read- for the other U-. Even if checking a
ings can be checked by calculating the JJi
ratio of (sum of residuals squared) to model feature is considered desirable,

alternate layouts will frequently show a
(sum of raw data squared) where the sums al
are taken over all sensors. The smaller better distribu'ed sensitivity to model
this ratio, the better the data fits the inaccuracies (see step 9) and provide a
model. A perfect fit would have zero better check than that provided by the
residuals and a ratio of zero. In prac- residual of a sensor with very low Uii.
tice, for dynamic time history data one
could calculate thi.; ratio f(,r each timu
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7. Calculate the variance for each of the be re olved as false indications of the
resolved modes (o2(Ci)) as a function of desired modes, and compare the aliasing

level apparent for each undesired mode
the variance in the sensor readings to the expectrd level for the desired
(02 (Sk)). Here variance in the sensor mode.
readings is taken to mean the square of
the sensor RMS "noise floor" or "grass The extent of aliasing acceptable will

depend upon the application. It the
level". aliasing is unacceptable, change the
From the second equatiorn in Step 5, it sensor layout (either add a sensor or
From the seend etuatithemoda i tpl ,itus move/reorient some existing sensor(s))
can be seen that the modal amplitudes and reevaluate from step 3. If aliasing
are linear combinations of the sensor is still unacceptable (a. g., greaterreadings. If the noise contributions to ta 0o 5pret fe eea
the sensor readings are uncorreleted be- than 10 or 15 percent) after several
tween sensors, thea s varine u oremoted e- iterations of the sensor layout, it is
tween sensors, the variance for mode (i) generally best to include the offending,
is equal to neglected mode into the [R] matrix.

02(c) This will drive up the variances of the
= desired modes previously suffering
n faliasing, but it is often easier toThen, if all sensors are assumed to have resolve the variance deficiencies thanthe same variance a2(S) this reduces to an aiasing deficiency.

02 (Ci) r 0 2 (S) Z Pik' In cases wthere the ,modes to be resolved
k are vibration modes with known associ-

ated frequencies, it may be acceptableThus, when all sensors are assumed to to allow substantially more aliasing if

have the same variance, the row sums of te desired ant ia g mode s ar
squares of the pseudo inverse matrix [P] the desired and interfering modes are
provide indexes or measures of the vari- widely enough separated in frequency to
providenindexes orrmeuresp n mofdes vpermit use of bandpass or band-reject
ances for the corresponding modes, filters to reduce aliasing. This ap-

The variances of the modes are an indi- proach must be used with caution, how-
cation of the sensor noise that will be ever. Filter effects on timing and

phasing of the filtered modal amplitude
Ssuperimposed on the modal amplitude sig- must be consid-red before using the fil-
nal. The smaller the variances the tered modal time history with any dif-
Sbetter. ferently filtered or unfiltered modal

While the variances are based strictly time histories.

on sensor noise, a sensor layout with 9. If there is uncertainty about the ac-
variances that are high (compared to curacy of the sensor mode shapes, the
other layouts) will be more sensitive to effect of modeling inaccuracy can be
small errors in model accuracy, in sen- determined by perturbing the model with
sor placement, and in sensor linearity, changes of a size appropriate to the un-

Comparison of modal variarnces is certainty in the model parameters.
generally sufficient to evaluate the Generate a perturbed model sensor

response matrix [R'] and then examineI relative merits of one sensor layout [P][R'] for differences from the identi-
compared to another. However, modal t
variances are somewhat dbstract and hard ty matrix. Such differences indicate

to rlat to asiy copreende sytemthe interpretation errors that wouldto relate to easily comprehended system result from using the assumed original

point parameter values. The second part model to reduce data from a system ac-

of Appendix A shows how to express lay- tually reflecting the perturbed model

out performance in system terms vice
modal terms, using realistic (not neces- EVALUATION OF SENSOR LAYOUTS
sarily all equal) sensor noise floor
levels. In the following three sections, examples

8. If there are any predicted modes of sys- are given to show how different types of

temn response which are not included in sensor layouts can be evaluated using the
themodesptonse wihres otlincludeter ine thmethod described above. For maximum effec-
the modes to be resolved, determine the tiveness, the procedure should be automated
sensor responses associated with the as much as possible so that attention can be
peak level expected for the neglected focused on selecting and comparing sensormodes. Apply the EP) matrix to thesefoueonslcigadomrngesr
senores.Apponste vec matori tod r these layouts rather than the mathematical calcu-
sensor response vectors to determine the lations. Three short (-40 lines) APL
extent to which the neglected modes will (AProgramming Language) functions were used
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for the calculations ia the following sec- sure surges. However, since pressure surges
tions. APL was a particularoy convenient were not included in the specified set of
progrannving language for this application loadings, it is concluded that a better
because of its ability to handle arrays cF strain gage layout can be found.
different sizes automatically.

The second strain gage layout to be evalu-
Evaluation of Strain Gage Layouts ated was selected to show how significant

improvements can be obtained by minor
In this section, different strain gage lay- changes in a sensor layout. For this lay-
outs are evaluated based on their ability to out, the strain gage rosettes in the first
measure the forces and moments in a chin- layout were rotated 450 so that the center
walled cylinder. The coordinate system, gage is aligned with the axis of the cylin-
force definitions, and response formulas der, i. e., "crow-foot" rosettes. This lay-
used in the evaluatienrs are shown in Fig- out along with the results of the quantita-
ure 1. In developing the strain gage tive evaluation is shown in Figure 3. In-
response modeshapes snown in Figure 1, the spection of the [U] matrix shows significant
units for all sensors were take, as micro- improvements in the amount of consistency
strain or 10-6, and the following values of checking for all gages. Significant reduc-
force or moment were adopted as correspond- tions in the modal (load) variance indexes
ing to a unit rwodal amplitude; the result of were also obtained.
these conventions is that +1 is the maximum
element possible ;n any sensor modeshape: The third strain gage layout to be evaluated

was selected to show why it is important to
Load for Unit consider the variances for the modal ampli-

Mode Modal Amplitude tudes. This layout consists of nine strain
gages arranged in three crow-foot rosettes

X-Shear (Ri, 1 ) AG/IO 6  just like the second case. However, in this
Y)AG/6  case the rosettes are located at T-= 00,

Y-Shear (Ri, 2) AG/450, and 900 and hence are closer together,

Z-Tension (Ri, 3) AE/10 6  covering only one quarter of the circumfer-I/) ence. This layout is shown in Figure 4 with
X-Bending (Ri, 4 ) IE/(I06 Ro) the corresponding evaluation results. It is
Y-Bending (Ri,5) IE/(10 6 Ro) interesting to note that the [U] matrix ob-

tained for this layout is identical to the
Z-Torsion (R;, 6 ) 2JG/(10 6 Ro) one obtained for the second layout. Thus,

A= Area of cross-section the two layouts provide the same amount of
where: A teria o f elas-ieity consistency checking between gage readings.

E = Shear modulus of elasticity But, as one might expect intuitively, the
third layout is less desirable for resolving

E/2(1+v) forces and moments. This is evidenced by
V = Poisson's ratio = 0.3 the overall large increases in the variance
R = Outside radius indexes and hence uncertainties in the loads
I = Moment of inertia of cross- being measured. In general, it has been

section found that the variances for the forces and
J = Polar moment of inertia of moments are minimized by equally spacing the

cross-section rosettes. (The second part of Appendix A

notes that the Figure 4 layout does give
The first strain gage layout to be evaluated performance marginally superior to the Fig-consists of nine strain gages arranged in u e 3 l y u o n e r n h e p n e o

ture 3 layout for inferring the response of
rosettes 0 points in and near the heavily instrumented
each rosette, one gage is circumferential quadrant. However, it does so only by im-
(A1 = 00), one gage is axial (A. = 900), and posing gross penalties on the accuracy of
the third gage is centered between the other responses for points even a short distance
two gages at A. = 450. This layout along rsossfrpit vnasotdsactwo age atA. 40* hislayot aongoutside the quadrant, to the extent that its
with the resulls of the quantitative evalua- u s e wo l noIrm ally be unac epta e .)

tion is shown in Figure 2. The low diagonal use would normally be unacceptable.)

values (0.083) in the [U] matrix for the The fourth strain gage layout considered
first, fourth, and seventh gages indicates shows how an arrangement of eight gages can
that these circumferential gages are not be optimized for measuring the three forces
being utilized effectively. Their best es- and three moments at a plane along the axits

timate value is seen to be little more than of a thin-walled cylinder. This layout has 1'

"minus Poisson's ratio times the axial gage o a atleach Tf the has

readings." If pressure surges were included two gages at each of the transverse

in the load set, the circumferential gages c n At es. Iecatio 0, 900 180h
woul bemor efectve ecase ircmfeen-and 2700. At each location, one of thewould be more effective because circumferen- gages is oriented halfway between the cir-

tial strain is the major response to pres- cumferentiol and the axial directions (Ai =
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45') and the otner gage i, orinted in the angular acceleration, the centr?-
axial direction (Ai = 9O°). Ficure 5 shows fugal modes will have a low fre-
the layout a.,d the corre~ponoing evaluation quency dominated spectrum - 0 Hz,
results. This layout is considered to be an iA fact, for steady state spin -
optimum layout bjcause all of the diagonal and resolution will be difficult
terms in the LU] matrix are equal. In this unless accelerometor frequency re-
case each diagonal term equc.s U.75 because sponse exteads to DC. This woulC
six modes are being resolved with eight dictate use of strain gages and
strain gages and 6/8 - 0.75. When all di- piezere~i-tive r.Ather than plezo-
agonal terms in the [U] matrix are equal, an electric accelerometers. Third,
equal amount of consistency checking is pro- because centrifugal modes respond
vided for each gage reading, The lodd vari- to t0e square of the angular velo-
ance indexes shoen in Figure 5 are generally city rather than the first power,
less and better balanced than those shown in (a) accuracy will be poor at low
Figure 3. Thus by optimizing the layout, aimgular velocities, e. g., 1 per-
fewer gages can ae used to measure the same cent response for 10 percent ofresponse characteristics Hith better accura- full scale anvu.ar velocity, and

cy. The Figure 5 strain gage layout also (b) the sign or sense of the velo-
has an additional advantage in that all city will be ambiguous. The net
fortas and moments could be resolved even effect of thiese considerations is
though both of the gages at one measuring that CG centrifugal modes should
station were lost. This would not be pos- be accounted for only where vehi-
sible with the Figure 3 strain gage layout. clo or system centrifugal effects

about "he CG ae directly of in-
Evaluation of Accelerometer Layouts Used to terest.
Measure the Shock Responseo-Riid Bodies

For illustrative purposes, a cylindrictl
In this section two different accelerometer rigid body is assdmed which has a radius of
layouts are evaluated to show different 25 ler.gth units and a height of 100 length
approaches that can be used to determine the units. Two different approaches are shown
CG accelerations of" rigid bodies. The coot- in Figures 7 and 8 for measurinc tle CG ac-
dinate system, CG acceleration definitions, celerations for this component. In Figure
and response formulas used in the evalua- 7, six accelerometers are shown for measur-
tions are shown in Fiqure 6. The sensor ing the six CG accelerations. :n this case
signals are assumed to be in "gs's". The there is no redundancy and hence no consis-
unit modal amplitudes then correspond to tency checking among the accelerometer read-
"gins" for translational modes and "g's per ing3. This is evidenced by the 1.0 values
len•gth unit" for rotational modes. In on the diagonal of the [U] matrix. The
writing the response formulas it has been variances calculated for the CG transla-
assumed that centrifugal (rw2) accelerations tional accelerations are seen to be of the
are negligible when compared to tangential same order of magnitude as the variances for
(rc) and translational accelerations. This the accelerometer readings. The variance
assumption has been found to be valid in for the CG acceleration in the y-direction
evaluating the shock response of components is noted to be better (lower) than the vari-
in a large number of cases. When made, this ances for the CG accelerations in the x and
assumption reduces the responses of acceler- z-directions. Thus this type of layout
onieters cn a rigid body to linear combine- might be used wheri all of the CG accelera-
tions of the CG accelerations. tions were to be measured and the one in the

y-direction was considered to be the most
NOTE: It is possible to account for cen- significant.

tri-fugal accelerdtions due to high
rigid body angular velocities far For many co..ponents the shoc!% response is
cases such as systems in flignt or such that the CG angular acceleration about
freefall which have Lnough spin or the z-axis is negligible. For these cases,
tumbling to impcse nonnegligible an accelerometer layout similar to the one
centrifugal sensor response. How- shown in Figure 8 is more appropriatc. In
ever, an additional response mode this layout, six accelerometers are used to
is required for each orthogonal measure five of the CG accelerations, i.e.,
axis through the CG about which tee angular acceleration about the z-axis is
centrifugal crfects ar: ýo be rý- n't evaluated. The accelerometers have been
solved. This cuts down on the deliberately arrangeo to have no 3en~itivity
amount of consistency checking to rotation about tle z-axis by locating
available from a given number of their sensitive axis always in a radial-
sensors. Also, since oscillations vertical plane. This makes the z-rotation
in angular velocity are generally senscr mode shape all zeros, as 3hown by the
slower than oscillations in last column of the "FULL RESPONSE MATRIX"
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in rigure 8, and prpvents aliasing. In this in a sensor modeshape derived on this basis, I
case some consistency checking is provided neither the absence of 1.0 nor the presence
for the accelerometers that sense of values bigger than 1.0 (for sensors
acceleration in the vertical direction, oriented between system degrees of freedom)
Attention is alto called to the fact that by indicates an error. When rotational effects
inclining two of the accelerometers with at a node are neglected, the maximum value
respect to the coordinate axes, that can appear in [R] for a sensor oriented
approximately equal variances werf obtained between two 0.999... response system degreesfor the translational CG accelerations. of freedom is 1.414... and between three

Etegrees of freedom is 1.732...Evaluation of Accelerometer Layouts Used to (2j1 and 3I/ respectively).

Measure Mode Shape Multipliers for FlexibTe
_Odies For illustrative purposes a simply supported

neoeam that is 12 units long was selected as
In this section different accelerometer lay- the flexible body. The shape for the n-th
outs are evaluated based on their ability to mode is thus equal to sin(nix/12), assuming
measure the n3rmal modes of vibration in a shear and rotational effects are neglected
flexible body. If the deformation of a and assuming the accelerometer masses have
flexfble body can be described by a linear, negligible influence on the beam mode
elastic model, then its shock response can shapes. Figure 9 shows the results obtained
be described in terms of its normal modes of from an evaluation of a layout where five
vibration. Furthermore, the response of an equally spaced accelerometers are used to
accelerometer located at some point on the measure multipliers for the first three
body can be represented as a linear combina- modes. The consistency checking among the
tion of mode shape multipliers, i.e., gage readings is fairly good as are thevariance indexes for the mode shape

(S) = ER](C). multipliers.

In the above equation entries in the (S) In general, the level of excitation will be
cclumn vector are accelerometer readings, low in the even modes if both end supports
columans in the [R] matrix are the mode shape see similar inputs; therefore it may be
values at the accelerometer locations, and desirable to concentrate on measuring the
entries in the 1C0 column vector are modal response for odd modes. Figure 10 shows the
amplitudes, i.e. the levels of excitation in results obtained when using five equally
each mode. spaced accelerometers to measure the multi-

pliers for modes 1, 3 and 5. In this case
Care must be used to maintain consistent there is no consistency checking for the
interpretation for the level of excitation center accelerometer, but the variance
corresponding to unit modal amplitude. One indexes are the same as those obtained in
convention used for shock analyses nor- the Figure 9 case.
malizes the system mode shapes to have a
value of 1.0 at the maximum responding sys- The available degrees of freedom in the Fig-
tem degree of freedom. In this case, the ure 10 accelerometer layout cannot be used
normalized system mode shapes are consistent to measure multipliers for additional odd
with modal amplitudes whose units are "g's modes. If this is attempted, the response
at the peak responding system degree of matrix becomes singular. The reason for
freedom." We normally extract flexible-body this lies in the symmetric sensor placement
sensor mode shapes from such unit-normalized about the center; in any odd mode, the
analysis results by just using the mode sensor at position x shows the same response
shape value for the degree of freedom cor- as a sensor at position L-x. For purposes
responding to the sensor location and orien- of resolving odd modes, the arrangement
tation; therefore, we use sensor units of shown on Figure 10 might as well be an ar-
"g's" and have modal amplitudes inter- rangement where the sensors on the right
pretable as "g's at the peak responding half of the beam have been relocated on top
system degree of freedom." Two things are of the corresponding sensors at the left
important to note here: first, sensor mode half, so data is effectively sampled at only
shapes are not normalized to a 1ar-gest com- three points (two of which have replicated
ponent of 1.0, and 1.0 might not appear in a sensors). Note that the Figure 10 layout
given column of [R] unless we happen to would be perfectly capable of resolving ad-
assign a sensor to the peak responding sys- ditional even modes, such as 2 and 4, since
tem degree of freedom; and second, the sen- the even mode response is not identical for
sor mode shape may contain values larger symmetric sensors (magnitudes are the same
than 1.0 if we orient an accelerometer part- but signs change). This was not pursued
way between two sysLem degrees of freedom because of lack of interest in the even
both of which have large responses. Thus, modes.
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Ta avoid effectively replicating sensors for tends to remain constant and accelera-
odd modes by syimretry, a layout was next at- tion levels, therefore, tend to increase
tempted with the five accelerometers equally linearly with frequency (provided modal
spaced over the left side of the beam as mass is smal, ernough to avoid causiIcg a
shown in Figure 11. By locating all spectral dip). The basic periodicity of
accelerometers on one side of the beam the the table is caused by the unitom L/10
multipliers for odd modes 1 through 9 can be spacing of the accelernmeters.
measured. In this case there is no consis-
tency checking between gages since five e. Note that modes 10, 20, ... 10n cause no
modes are being resolved with five acceler- al;asing because they have nodes (zero
ometers. The variance indexes for the modal response points) at all the sensor
amplitudes are only slightly higher than locations.
those obtained when measurinn theee mode
shape multipliers with the Figure 10 ldyO'iJ. In order to resolve both the h,9h level of

even-mode aliasing (although even-mode am-
Although satisfactory from a variance stand- plitude is expectcd to be small, minimizing
point, the Figure 11 layout proved very poor the concern) and the mode 9/mode 11 problem,
with respect to aliasing, as shown by the two changes were made in the layout shown on
results in Table 1. Each row of this table Figure 11. First, all sensors were located
is computed by generating sin(nvx/12) at the at nodes of mode 11 (i. e., at multiples of
sensor locations as the sensor mode shape 1/il) so that the closest unresolved odd
for the n-th mode shown in the row labels, mode which could alias into mode 9 would be
and applying the pseudo-inverse matrix [P] mode 13. Second, to take advantage of the
from Figure 11 to obtain the apparent modal change in sign of even modes compared to
amplitude for the desired modes shown in the adjacent odd modes over the length of the
column headings. Zero responses are shown beam, sensors were placed at locations 2, 4,
as blanks for greater clarity. The follow- 6, 8, and 10 times L/11 to sample both
ing items shown in Table i are of interest, halves of the even mcde cycles. As shown in

Figure 12, variances are essentially un-
a. Desired modes 1, 3, 5, 7, and 9 show up changed from Figure 11. The aliasing

properly, with unit amplitude in the characteristics are greatly improved, how-
true mode and no aliasing into other ever, as shown by the results in Table 2.
desired modes. Note the following:

b. The even modes alias badly into the a. Even modes alias solely ;nto a single
desired modes, and do so in a way that desired mode vice into several. While
makes filtering on a frequency basis the aliasing amplitude is higher, the
difficult, i. e., the worst aliasing difficult frequency separatioas are far
from even modes is seen in the immedi- better except for modes 5 and 6. Even
ately adjacent odd modes. Mode I suf- for mode 5, the Figure 13 aliasing offers most from mode 2, mode 3 suffers 100% mode 6 is probably better than the
from both modes 2 and 4, mode 5 has sub- probable combined effect of 62% mode 4
stantial aliasing from 4 and 6, etc. plus 62% mode 6 (root sum of squares =

87% combined) because it occurs at only
c. Worse yet mode 9 looks exactly like a single frequency rather than in

mode 11 with the sign reversed; similar- balanced sidebands.
ly, mode 7 looks like an inverted
mode 13, etc., down to mode 1 which b. The block periodic structure now repeats
equals inverted mode 19 or uninverted at multiples of 11 modes vice 20. How-
mode 21. A filter sharp enough to ever, even though modes 1 and 3 now have
significantly diminish a response at large aliasing from modes 10 and 8 vice
mode 11 frequency may severely distort 19 and 17 previously, the frequency
the mode 9 time history. The situation separation is great enough to permit
gets better for lower modes which are filtering out effects smoothly. Note
more widely separated in frequency froa that modes 11, 22, 33... produce no
their aliases. aliasing, as intended.

d. The table is carried very high (mode 50) Finally, to investigate sensitivity of
to illustrate that it repeats in blocks aliasing to errors in sensor placement, the
(bW of 20 modes, i. e., row i is identi- aliasing checks of Tables 3 through 5 were
cal with row (20b+i) and identical with run with the basic fraction of t. for each
a sign-reversed row (20b-i). However, sensor position rounded to the nearest
the high mode number examined is not un- .0011, .01L, and .05L, respectively. Notice
realistic with respect to raw, unfil- that for .01L precision (Table 4), the
tered shock accelerometer data. For im- change in aliasinq does not exceed 10 per-
pulsive shock, the velocity spectrum cent until mode 11 or higher. Notice also
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that changes in aliasing become more promi- have convinced us that most random layouts
nent with increasing mode order, so that the are terrible compared to layouts selected by
pristine regularity of Table 2 sinks gradu- "engineering judgment". However, experience
ally into more and more noise. Finally, ob- with plausible "engineering judgment" lay-
serve in Table 5 that by placing all sensors outs has also convinced us that many such
on exact multiples of L/20, we have imposed layouts contain hidden pitfalls and ineffi-
a zero aliasing for modes 20 and 40; how- ciencies that can be eliminated or drasti-
ever, the table does not repeat in blocks of cally improved by minor "fine tuning." Most
20. This is a consequence of the irregular layouts can be optimized with only a few
spacing of the sensors at 4, 7, 11, 15, and alternative evaluations; a few cases have
18 times L/20. By not using uniform sampl- required twenty or thirty alternatives to be
ing intervals, a larger periodicity results, evaluated before arriving at a decidedly
in this case folding about mode 40 (because superior layout. Ease of user input is
of the symmetric 3-4..4-3 L/20 spacing crucial in finding such good layouts when
between sensors), project constraint, make good layouts

relatively rare.
The aliasing checks in Tables 1 through 5
are less informative than usual because unit The method described herein was developed by
amplitudes of all modes were used, rather the authors in support of a specific test,
than realistic expected peak or RMS values, but is considered to be quite general in ap-
In usual practice, representative modal plicability and has been communicated to the
amplitudes would be assigned to both the Naval Research Laboratory for use in other
aliasing modes and the desired modes, and projects. Questions and observations about
the aliasing effect would be expressed as use of the method should be directed to
percent of expected true value for the Mr. R. L. Bort at NRL, Code 5837,
desired mode. This makes a larger or Washington, D. C. 20375.
smaller basic aliasing effect acceptable as
appropriate. APPENDIX A

The lesson intended by these aliasing tables I. Sensor Units, Modal Units, and
is that while good variance performance is Interpretation of Variance
necessary, it is not a complete description
of sensor layout performance. Failure to It was stated in the text that each entry of
thoroughly evaluate aliasing - not covering the response matrix [R] has associated with
high frequency modes, for example - can lead it a combination of sensor units and modal
to embarrassing surprises when test data are Lnits, and similarly for the [P] matrix (ex-
obtained. cept that the units of P - are the recipro-

cal of those for R- ). This statement is
CONCLUSIONS slightly stronger t8an necessary, and at the

same time somewhat incomplete and impre-
The overall lesson intended by this paper is cise. The discussion that follows attempts
that a systematic approach to sensor layout to clarify the significance of modal and
evaluation in advance of testing can yield sensor units.
great benefits in the quality of the data.
Very small changes in a sensor layout such Modal Amplitude Units
as rotating some rosettes, aligning accel-
erometers to avoid a rotational effect, or Each mode has associated with it (1) a
changing inter-accelerometer spacings un a constant system modeshape which defines the
beam by only 9 percent can make a great dif- relative magnitude of the modal response at
ference in the quality, consistency, and all system points and (2) a modal amplitude
utility of the data. which varies to describe the magnitude of

the mod-aTl-response. The elements in the
An important corollary found ir. developing system modeshape can be thought of as having
this method is that it is extremely impor- only the engineering units appropriate to
tant to minimize the user's effort needed to their system point parameter; in this case,
evaluate a sen;or layout or changes to a the modal amplitude is a dimensionless mul-
prvous layout. If the user has to calcu- tiplier that tells how much each lement of
ate teR matrix entries by hand, there the system modeshape must be scaled up or

will be few layouts evaluated and consider- down to give the size of the modal effect.
able chance for error; but if the user just However, by definition, all elements of the
has to edit some easily understandable in- system modeshape give the system point
formation on sensor type/location/orienta- parameter responses when the modal amplitude
tion and then can let the computer calculate has the numerical value 1.0; hence, it seems
the [R] matrix, there is much more likeli- clearer to assign "modal amplitude units" to
hood of finding a near-optimum gage layout, the modal amplitude parameter and think of
Experiments with randomly placed sensors the system modeshape components as having
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I.

uni:s of "engineering units of system corresponding quantities would be numerical-
response per unit of modal amplitude". ly equal regardless of the choice of unit

modal amplitude.0
Further, the modal amplitude unit can be m p

made more concrete and visualizable by find- At times it has been helpful to explicitly
ing a single meaningful system parameter to maintain a vector {u} of "system equivalent
associate it with; this system parameter may interpretations of ,nit modal amplitude",
or may not be observable at any single sys- typically thought of as a vector of labels
tem point. In the case of static beam load- for the columns of [R), the rows of [P], or
ing, for example, one might choose for the the elements of (C). There are no calcula-
axial loading mode "one modal amplitude unit tions involving this vector for sensor lay-
(axial mode) equals ore kilonewton (2,204.6 out analysis; however, the discipline of
pounds-force) axial tension". In this case, writing it down helps fix the interpretation
an axial modal amplitude of 5.36 [modal am- of the modal amplitudes in one's mind, and
plitide units] is equivalent to 5,360 it can be a handy reference for later system
Newtons (11,817 lbf) axial tension. Simi- calculations. The designation "mu (1)" is
larly, a urit modal ampiitude of shear, intended to be mnemonic with "modal ampli-
bending, or torsion could be attributed to tude unit system equivalent". Keeping track
an appropriate size force or moment load. of (P) becomes essential if one wishes to
For vibration modes, one frequently used compare layout analyses which use different
convention is to normalize each system mode- definitions of the system mode shapes or
shape so that its highest responding system unit modal amplitudes.
point parameter has the numerical value 1.
If th? highest responding point parameter is Sensor Units
at lo:ation number 39, and point parameter
39 is the acceleration of a particular mass Sensor units are the units needed to inter-
point in a particular direction, then use of pret the elements of {Si, the rows of [R],
a system mcdeshape normalized to a unit and the rows of [U]; inverse sensor units
response for point parameter 39 implies "one apply to the columns of [P] and [U). Simi-
modal amplitude unit = 9.8 m/sec 2 (32.2 lar to {0} above, it is often helpful to
ft./sec2 ) or one g contribution from this write a vector fy} ("gaimna" for "gage unit
mode to point parameter 39". Note that this level") such that "si = z" means "sensor i
definition must be used consistently regard- reads (zyi)", where both the numerical value
less of whether or not a sensor is assigned and the units associated with yi are
to measure point parameter 39. included.

As it turns out, the choice of level for a When all sensors are the same type (e. g.,
unit modal amplitude does not affect the all accelerometers or all strain gages) and
results of a sensor layout evaluation in particularly when there are no redundant
terms of system units as long as some choice sensors, {y) is not of muci use; the numeri-
is made and used consistently. ihe rows of cal values in {')1 can be different from
matrix [P] and the entries of the modal am- those in (y), but [R'], [P'), and [U') will

produce results which (in syste.n unity) areplitude vector (C) have associated with them exactly equivalent. In this case, one might
the corresponding modal amplitude units; the as well simply set all elements of (y) to
columns of [R] have associated with them in- the same appropriate value, e. g., I tstrain
verse modal amplitude uaits, or are values or 1 g, and not worry about (y} further.
"per modal amplitude unit"; and variance
results are given in modal amplitude units When sensors are of different types (e. g.,
squared. If a new layout analysis were per- strain gages mixed with accelerometers), or
formed using a unit modal amplitude for mode when there is some degree of sensor consis-

tency checking, then {y) becomes quite sig-
i corresponding to a system response twice nificant, as shown below.
as big as previously used, then (all other
things be~ng equal) the effects would be: A. Redundant Mixed Sensors: Consider the
(1) column i of ER') would be twice the mag- case of a lumped mass on a cantilever
nitude of column i of [R]; (2) row i of [P'] beam foundation where an accelerometer
would be half the size of row i of [P], is measuring mass motion transverse to

ft so {C!} would be half the size of (Ci) for a the beam and a strain gage is measuring
given set of sensor readings; and (3) the the beam bending corresponding to the

transverse motion. Assume that there
apparent variance of mode i would be onefourh a lare i newmodl amlitde uitsonly one significant mode and that thisfourth as large in new modal amplitude units mode produces a peak bending strain of
squared as in old modal amplitude units 350 pstrain for a 1 g peak transverse
squared. When converted to system units, acceleration of the mass.
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If {y}T is taken as (1 g, 1 pstrain} and ER') = [.0035]
the RMS sensor noise levels are assumed 01 -

to be 0.05 g and 5 pstrain, then the [P'] = [1 3.5E-4]
layout evaluation would be: (1)2 + (3.5E-4) 2

Wu} = U1 g transverse acceleration of = [0.999999877 3.5E-4])[1 0.00035]mass)

Eul) = [0.00035 1.225E-74

In terms of the new sensor units, the
[R] -[3501 strain gage RMS sensor noise level is

(5E-6) strain. The variance and RMS[P]= (R][R]'I[T]noise level for the modal amplitude are

E1 then
= 1 E1 350)

(1)2 + (350)2 ( 2 = (1)2(.05)2 + (3.5E-4)2(5E-6)2

[8.163E-6 2.857E-3) = 2.5E-3 + 3.0625E-18

) 8.163E-6 2.857E-3 = 2.5E-3 (modal amplitude units) 2

[U] 2.857E-3 0.99999181 o' = 0.05 modal amplitude units or

g's at the accelerometer
Variance: mass

0
2 

- (8.163E-6) 2 (.05) 2+(2.857E-3) 2 (5) 2  Note that now the strain gage best fit
is estimated almost completely from the

= 1.6659E-13 + 2.0406E-4 accelerometer, and the RMS noise level
of the mode is due solely to the

a 2.0406E-4 (modal amplitude units) 2  accelerometer. If we stopped here, we
would be throwing away the strain gage

RMS noise: results.

a = 0.0143 modal amplitude units or j's A reasonable happy medium is achieved
at the accelerometer mass when sens rs of equal credibility con-

tribute equally to each others' consis-
One can see from the relatively small tency checking. In this case, that
U• value that the least squares esti- would happen when U"I = U" = 0.5. If
maie for the accelerometer, S1, is 11 22
formed almost entirely from the strain we keep 1 g, we can set = 350
gage; the accelerometer is used almost ustrain and see that
entirely to estimate its own residual.
The modal amplitude time history will be [R") =

almost.exactly that of the strain gage
and, because the strain gage signal does EP") = 1
not show the high w2 scaling of an ac- [ 1"] [1)2
celerometer signal, the modal time his- (1)2 + (1)2
tory will show much less high frequency
content than would be the case if the = [.5 .5]
accelerometer made a large contribution.
To some extent, this is desirable; but Eu") = [:5 .51
if the evaluation stopped here, one 5" .5J
would be throwing away the accelerometer
results for purposes of estimating the
modal amplitude. Note that with this The strain gage RMS noise level now
{y), the variance or RMS noise level is becomes (5/350) in sensor units of 350

the strain gage. ustrain. The variance and RMS noise
just that of tlevel for the modal amplitude are then
Consider the oqposite extreme that re-
sults when {y) is replaced by {yT =
{U g, 1.0 strain). In this case, 350 (0")2 = (.5)2(.05)2 + (.5)2(5/350)2
microstrain will appear as 350E-6 in = 6.25E-4 + 5.102E-5
{S}. Then the analysis would change,
for the same Wi}, to:
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= 6,7602E-4 (modal amplitude size, affect the least squares fit and
units) 2  variance. To demonstrate this Point,

let us reanalyze [R"] using {yNI =
(a") = 0.026 modal amplitude units or (0.1 9, 35 lstrain} so that

g's at the accelerometer
mass IV

Note that while this choice of {yi) Y2 =Y2 30 strain/g:

achieved equal consistency checking for IV ,,

both sensors, it did not minimize 1 1
variance or standard error (RMS modal
noise due to sensor noise). This case ERIVI = [10] (for v = 1 g nass response)

is simple enough that one could analyti-
cally calculate the {y'"' that yields TpV 1 0

minimum a"'; in general, however, it 102 + 102

proves faster for most cases (and was

faster even for a simple case such as = [0.05 0.05]
this) to simply vary {y"'} and use an
automated routine to calculate a"' until [UIV] = [k1] [0.05 0.05)
one finds the minimum or at least its 1U

neighborhood. Such a procedure showed [0 5 0
that fhe minimum a"' was obtained with :5 0 EU]

}= 1 g, 100 ustrain) giving an
analysis of: In this case, the accelerometer RMS

" 3 1 =noise level becomes (0.05/0.1) in sensor
LR"'] = 13.51 urlts of 0.1 g's. Similarly, the strain

gage RMS noise level becomes (5/35) in
1 sensor units of 35 istrain. The

Ep,] E[1 3.5) variances and RMS noise level for the
(1)2 1. (3.5)2 modal amplitude are then

= [0.07547 0.26415) (.IV) 2 = (0.05)2(0.05/0.1)2

[ 0.07547 0.26415,[U" ] = 0.26415 0.92453J + (0.05)2(5/35)2

(01,)2 = (0.07547)2(0.05)2 + = 6.25E-4 + 5.102E-5
(0.26415)2k5/100)2 = 6.7602E-4 (modal amplitude

0.000188679 (modal amplitude 
units)

2

units)2  
aIV = 0.026 modal amplitude units or g's

at the accelerometer massa"' =0.0137?5 modal amplitude unitsatheaeermeras

or g's at the =
accelerometer mass

Thus, for a constant ratio of yI/y 2 , a
Nsthlower change in the scale of {x} affects only

'than p (which essentially used the [R] and [P] but not [U], (2, or a.strain gage aloie)l but is 47 percent

lower than a" where the strain gage and B. Nonredundant Mixed Sensors: When there
acceleremeter chcKed each other equal-
ly. Note also that minimium variance was are as many modes to be resolved as
achieved when the apparent RMS noise there are sensors, i. e., when the [R]
level of each sensor, scaled by y"', matrix is square, then the choice of {y}
gave values of 0.05 for each sensor, has no influence on modal variance
This result holds in general; minimum {02). The only effect is to cause con-
variance for a mode is achieved when the sistent changes in [R3 and [PI ([U]
sensor scaling is such that all sensors always equals [E] for this case . To
yield the same apparent noise level. illustrate this, we continue wit, the

Finally, one more example is presented previous cantilever foundation but add a

to show that only the ratios of the ysecond mode of response to be resolved.
to one another, and not their absolute The second mode is assumed to be such

that with = = 1 g translational
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response at the mass upporting the 2 2.704E-5 (modal amplitude
accelerometer and {y)" = (1 g, 1 units) 2

ustrain), our two-mode [R] matrix is: RMS noise, mode 2:

] =30 38501 02 0.0052 modal amplitude units or g's
For convenience, let us redefine y as at the accelerometer mass.

being equal to (350 ttstrain/x). This Note that although y, was effectively

will let us rewrite [R] as made variable,

[R] = [•1 1 y2= 350 Itrain/x,
x lix

Then: the modal variances and noise levels are

E [R 1  11x -1 independent of x and y . Unlike the
[P] = _=lx I-x 1. examples in topic A. above, the same

variances are obtained for mode 1 and
We check that mode 2 regardless of the ratio yI/y 2.

1 lix -1[ 1 This is always tne case where there arc
EP]ER] = EI] =7 -xi lx 1'[x lix] no redundant sensors.

= 1 [1Ix-x lIx-l1x C. Weighting: When redundant sensors - of
"l7x -x+x -x+llx ] mixed types or of uniform type - are

available, it has been shown in topic A.
above that changing the values of the
yi/-Y -atios changes the nature of the

= (1 0]. least squares fit by changing [R], [P3,
0 1 [U] and 02, a. One might ask whether

there would be occasions to use nonuni-
Now since [R] is square, [P3 is beth a form Yi with sensors all of the same

left inverse and a right inverse for type, e. g., all accelerometers, The

ER). Thus, EU) = [RE[P] = EM], consis- answer is "probably yes". For example,
tent with the fact that there is no sen- if one accelerometer measured transverse

sor consistency checking (since there motion on an end closure plate or tube-

are no redundant sensors). The strain sheet that was very stiff in the direc-

gage RMS noise level becomes (5x/350) in tion of motion, while another accelerom-
eter measured radial motion of a section

s0of a shell which was lumped into a rigid

variances and the RMS noise levels for mass thereby ignoring possible shell

the twi modal ariplitudes are then (out-of-round) modes, then it could be

calculated by the usual method as argued that the residual of the shell

follows: mounted sensor should not "count" as
heavily as the residual of the tubesheet

2 = x2( 0 0.05)2 -1 2 5x 2 mounted sensoC' in minimizing residual
a,= •-1x (0.05) + ( TUX-) (*) squares. Similarly, if one sensor must

be set for 1000 g full scale and has a

1= 0.003025 x + 0.000002041 noise floor of 1.8 g (because the re-
x1 x 2  

cording channel has a signal-to-noise

2 ratio of 55dB), while another has a full
01 = 0.003027041 (modal amplitude scale range of only 100 g and a noise

units) 2  floor of 0.18 g, then a (somewhat
weaker) argument could be made that a

RMS noise, mode 1: 2 g residual for the quieter sensor

should "count" more than a 2 g resid al
a I 0.055 modal amplitude units or g's barely above the noise floor of theat the accelerometer massno s e s n ornoisier sensor.

2 lox )2 (0.05) 1 2 5x 2 Finally, a reasonable case can be made
02 (005) + t ) t that the residual of a sensor with lit-

2 2
2 x tle consistency checking (say Uii
a 2.5E-5 -_+ 2.041E-6-

02 0.95) is less reliable, because it isX2 X2
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less subject to confirmation, than the {CW}I = [P R][w] iSI.
same size residual from a sensor with
considerably more consistency checking We designate the weighted fit modal
(say Ujj = 0.70), and that, therefore, amplitudes by (CWI because in gene-
greater weight should be placed on mini- ral they do not equal the unweighted
mizing residuals for the better-checked fit modal amplitudes {CI if the
sensors, *residuals (fS} - (NJ) are not all

There Is a drawback in adjusting the yi zero. The modal amplitudes {CWI and
to achieve this effect: namely, the sen- (C) will be identical if all
sor data (SI and the response matrix ER] residuals are zero; otherwise they

must be scaled whenever (y) is changed, will differ such that rSi - aRIs{CW

in addition to recalculating EP), EIU, = (S)- has smaller residuals

and (01. for higher weighted sensors than the
unweighted fit residuals (S} - Wi.

It has been found convenient to achieve
weighted le&st squares fits not by ad- 4. However, we can define a weighted
justing {y), but rather by using an ex- 2seudoinverse CP!]iequal to
plicit diagonal matrix [W] of weighting p)"]EW) ; then [WJ , operating on,
factors Wii. In effect, least residual p
squares are obtained not for the data unweighted data {S}, produces the

(SI relative to model [R), but rather same h CO} as [pW'] operating on
for weighted data [WI{S) relative to the weighted data EW){SI. We can write
weighted model [W)ER]. This can be done the full definition
leaving the original model ER) and data
{SI unaltered, by calculating a modified rPRj= ([R]TEw =]RI)- 1RTI[W2
pseudoinverse matrix EPW) and least [
squares filtering matrix [UW) that
operate directly on the unscaled data from which it follows that
{SI, as follows:

1. Call the equally weighted pseudo- [PJ][R] = EI] as required.

inverse we have used up to now Rwhere the superscript indica]s 5. Note that associated with the [P1Jthe sensor response matrix and the matrix there is the least squarest h e e n s r r e p o n e m t r i x a n d t h ei ~ i t e r i n g m a t r i x
subscript indicates the diagonali [•uWR] = ( [i][W][R]"pWR) hc tas

weighting matrix. (An I subscript which trans-

subsrip inicatsmte dagonl{S}te ingm tr ix s.egte sidenotes the identity matrix and thus forms EWBSI into its weighted esti-

equal weighting of all sensors or an mate EW]wW . This unweighted EU)
uwge t)T would matrix, like those we have been"Hunwel ghted fit".) Then PI w udd ai g wt so f r is ym e ic

be the pseudoinverse matrix appro- dealing with so far, is synmetric.
priate for fitting weighted data However, it operates consistently

[W]{S} to weighted nmodel EW][R]. only with weighted inputs and
outputs.

2.[pR] = ([R]T(w]T[w][R])-•[R]T[w]T.

Since [W] is diagonal, [W)T = [W] 6. The [PWJ matrix takes unweighted

and ([W][W])ii = W 2 Then data (SI to modal amplitudes {Cw1 ;
the matrix ER) takes {CW) back to

= ([R]T[W [R])" [R] [W]. S(w). Thus, we can define the
E I weighted least squares filtering

3. [pR] operates on weighted data matrix [UW] as

EW]{SI to obtain the best fit modalWj = [ [R])[PR].
amplitudes (CWI as shown in
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By expanding both[U'] and [U"Rj , (directly or through a chain of
it can be shown that other sensors) in [U W1. Note

that sometimes sensors interact

[Ulj = [W]-l[UWR][W] only within distinct groups,
R e. g., there is an axial gage

This means that [UW] performs ex- group and a shear gage group,
actly the same type of least squares each with four of the eight sen-
fitting operation that [U R]" does, sors, in the unweighted [U]
but it operates to and from the un- matrix for the Figure 5 layout.
weighted original form of the data. When this happens, one sensor of

each successive group can be
7. Because of the premultiplication by assigned Wi = I to get the

[W]"' and postmultiplication by [W], ratios for that group. Since
only the diagonal elements of sensors and residuals do not in-
[U ] and [UI ] are equal. Other teract between groups, there is
elements of the two matrices are no significance to ratios out-
unequal; in fact, since [U•Rj is side the group. Sensor grouping
symmetric, one can show may differ for analyses with

Wij = uWRlij and different weighting.

8. A reasonable question to ask is in

VulR Wi R] what way the weighted and unweighted
=i [U iJ, so least squares fits differ; the

-3 answer lies in the residual vectors
R W.2 R(M and {'W}I where M(} = {S}- - JR i R

[U WIi =- [U].ij and IW}I = {S} - fW 1. The follow-
3 ing graphic example and analytical

which if Wi2 * W 2 makes [UR] discussion may help develop a feel

nonsymmetric. This is useful for the significance of weighting

because functions, and point out some of the
advantages and disadvantages of

a. A nonsymmetric [U] matrix is their use.

clear evidence that a weighted

fit is being performed, and a. Consider the case originally
labeled [R"] in Section I.A.

b. The ratios of W. to W. can be above, where (dropping the

recovered from [UW] without double primes) we had

much difficulty, if there is any
douht. To do so, set WI = 1, [R] = [1 ], fy] = [1 g, 350 ttrain),

i = 1, and calculate W1 =
R] R])1/2 for all [W] = [ •] (unweighted fit),

(Uwjij * 0. Some zero entries
can be defined using other [P] = [.5 .5], and

values for i and the now-defined
values of Wi; this procedure re- EU] = [: .5].
covers all the Wi ratios within

a related group of sensors,
i. e., those which interacted

37



Then assuming data point MS}T = O(nm,na)
(4,2), which represents actual
sensor readings of {4y., 2y2 } or Then defining
{4 g, 700 pstrainl, we calculate

aCl = EP]{S} = 3.0
and

and [p* = [?]

[S 1 EuliSi 13.01 it follows that

This "best-fit" solution is EP+I[R+] = [-T][RIA]

shown graphically in Figure A.1. a

b. Also shown on Figure A.1 is a = [ PA T

dashed line labeled "Amplitude, IaA raa

mode 1" and a dotted line at

right angles labeled "Amplitude, E13(nn) n ](nmn,)
residual mode". These lines are [ OA'm

labeled in multiples of the (Im(nA,nA)

column vectors of ER+], which is [i](ns,ns)
the [R] matrix extended by add- s

ing on a unit "residual mode"
column to make It square. If Thus [P+] = [R+]" .
there are ns sensors and nm Therefore, we can write
modes, there will be nA = ns-nm

columns added, or only one added ER+[EP+] = i](nspns)
column in this case. For con-
sistency, the (C) vector must = ER]EP]+[A'-[A]T

also be extended to {C+) to in-
clude amplitudes for the residu- which gives

al modes. The columns to be [I] - [U] = [A][A]T.

added to the [R] matrix can be
designated A , A2 , ... A and The columns of [A] can now be

thought of as the columns of a
unitary ns by n .matrix [A] (1) Set [Q] = [13-[U3. Set j

satisfying the conditions to 0 and [A] to an empty ns

EA]TER] [0] (nA, nm) 
by j matrix;

[A]T[R = [0]( m (2) Find the magnitude of the

EA]TEA] = El] (n., nA) columns in the [Q] matrix,
i.e., the column norms

c. An effective way of finding the iQii = qi, I = 1...n s .
columns of [A] can be derived
from the above equations. From (3) If all qi are less than
the first equation, it follows some small tolerance, quit
that [R]TEA] = EO](nm, n). with the finished EA].
Also, m

(4) Otherwise, find an I for
EP][A] = ([R]T[R])IER ]TEA] which qi has maximum value,

= (ER ]T[R]).1[O](nn set 1j. to j+1, and set [A]l
=nmna) to EQi".

38

reký le -p= Mr % T



(5) Set [Q] to [Q]-[Alj[A3T from the unweighted fit. Also,

and return to step (2). the total length l., I is
greater than MY fprom Figure
A.1. The reason for this is

d. Now consider the minimum that the least squares fit is
variance case labeled [R"'] in actually effected using the

I.A. above, where {y,}T = U1 g, weighted model and weighted

100 ustrain} and ER"') sensor data; this is shown on
= . We can obtain this Figure A.3. Figure A.2 looks3.5 " odd because the values actually L..

case in a weilhted analysis used on the fit have been scaled

using ER) = [I , with (y)T down by EW']1", I. e., the S2

{1 g, 350 ustrain} - both the axis values have been shrunk to

same as before - but with [W'i (1/3.5) of the values at which
=[1 30. . Then the fit was made.

f. For completeness, we can write,

[P•i]r ( r[ 0 1 -l'1[1 ir' 0 1 for consistency with previous
WJE1 = 12.25 L) 12.250 definitions,

R WR
- F [1 12.25] and %

pRLI. 1 [1 12.251 [RW] = [RIWI

= 1i•5 12:[2 = R

(which is asymmetric, as [R w] [
expected). R]I n

The weighted fit of data point
T (4,2} is then [uR]= El]_[W]-[t•R]4R]TEW].

I [UR. ]{S} However, the [V•] are of less

1 [1 12.251[41 utility in the weighted fit case
=192- 12.:25 2than [A] f- the unweighted

[2 .150941. case. The ief features of

2:15the I[R ] may be thet2.15094J"interest for the 1!R]my e h

e. A graphical representation is weighted residual aliasing

shown on Figure A.2. Note that effects, evident as

the orientation of the residual R [p] I R
vector

which show the extent to which
1,W 0 = ISI - 9W, I certain combinations of modal

amplitudes that would be re-
[AW,] IC+12 solved in an unweighted least

squares fit wil disappear
(i.e., be attributed completely

has changed such that it is no to residual unmodeled effects)

longer perpendicular to the in a wghted least squaresanalysis.
dashed line denoting mode I am-
plitudes. The effect has been Note that 14R1 is no longer
to diminish thE {TW'}2 component unitary, since the [W]"l pre-

of the residual at the expenseof increasing the {IW,}l compo- multiplication means the columns
nent compared to 12 and I may have euclidean norms greater
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or less than one. Also, the Wi W= i (I"-[UR. ' )112, etc.,
columns will generally not be ti
orthogonal. It is possible, of where the diagonal elements
course, if %~ L 2, to find an become uniform quite rapidly.
orthonormal set of nA vectors
{6} such that Since only the ratios of the ith

R and jth elements on the [W]
[UW1[6] = [0] and matrix diagonal are significant,

it helps put the matrix in per-
6 ]T[ 6 ] [I](nA., na)' spective to apply some normali-

zation by scaling all the Wii by

but, because [U•] is asymmetric the same factor, such that
either the average or the har-

[UJ] * [I] - [ 6][ 6]T monic mean Wii will be 1.0,
rather than letting all theR g(n) become smaller and smaller

an P-W 11l
n [ ERi61-w because as would otherwise occur with[ nthe formulas above.

PR nIt is important that the
-W[ I6=[[ )[R] l~n Mtna) variances and aliasingA associated with the weighted

[PR (n)] matrix be considered

r []T[R] [O(n0,nM)] careftlly before deciding to use
it solely to obtain improved
consistency checking, and even9. Equalization of Consistency then pains should be taken to

Cekn rohWextenteof conits- esr ihhg egtn a
Checking Through Weighted Fits: avoid use of a weighting matrix
One application of weighting with elements larger than about
which may be useful is to 2 or smaller than about 1/2.equalize the extent of consis- Sensors with high weighting had

tency checking among sensors, too much consistency checking
i R., to make the diagonal of originally (relatively low Uii
[;W] relatively uniform near values). Sensors with low
nm/ns. To accomplish this, one weighting had too little consis-
takes a sensor response matrix tency checking originally (Uii
[R] for which [U] shows at least values near 1.0). It appears
some consistency checking for preferable to alter the location
all sensors, (i. e., no Uii = 1) or orientation of sensors with
and forms a trial [W] matrix low Uii values, or to replicatewhos elment Wi (1-ii)/2.
whose elements Wii = (14uiP"2.sensors with Uii values near

1.0, instead of relying on a
The resulting weighted least weighted fit to make major
squares filtering matrix [U•] changes in the extent of con-
will have much less diverse sistency checking for different
diagonal elements. If desired, sensors.
the process can be continued

with W•i = WIi(I-[Uji )1/2
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II. ESTIMATING EFFECTS AND VARIANCES AT accompanied by a corresponding
UNINSTRUMENTED AREAS change PkmiASi in the value of

Ck,. The relationship between Ck
Effects at uninstrumented areas of and Ck, cannot be expressed solely
interest can be calculated quite simply by a

2 (Ck) and o2(Ck,), as for
as follows: independent uncorrelated variates;

rather, the covariance qk,(C) must
A. Form a sensor response matrix [Rd] also be known. The general esti-

as though there were sensors to be mator for the covariance of a zero-
installed measuring the specific mean, time varying vector {X) is
system point parameters of interest, n
{Sd}. The modal amplitude unit [ozXi]].j t1 Z Xi(t)XM(t)
equivalents {W} for [Rd] must be nt i
consistent with those for the actual or, if Xi(t) is regarded as a matrix
sensor matrix [R]; however, the element Xit,
"sensor" unit vector {yd) can have
any units convenient and consistent [ 2[X]] Z 1 EX]X]T

with the desired {Sd} as long as n

{Yd) is used consistently in fornTi-
lating [Rd]. It can be seen that if [Y] = [A][X),

then
B. Form the matrix [Ud] which trans-

lates {S} directly into the desired [o2[Y]] Z1 [A][X][X]T[A]T or
system parameter estimates dn,

[Ud] = [Rd][P], [o2 [A][X] = (A) [o2LX] ][A]T. Thus

1Y = [Ud]{SI = [Ud11f'1 [oRRd]CC] I[R d] J10I[Rd]T

where EP] is the usual pseudoinverse
associated with the actual sensor = ][p] [o2[S] l[p]T RT

matrix ER). [Rd [Rd

C. The variance a2 ({Sdli) of the ith = [Ud][102CSI[Ud]
T

desired system characteristic is Since sensor noise is assumed to be
given by uncorrelated, [atS]] is a diagonal

oZSd}i) = 0[U]
2  matrix [diag(o 2(S i ) 1) and the last

d - Ek1Udlk o SIk) expression above reduces, for diago-
nal elements [0 2[Rd ][C)]ii' to

and its units are the square of

those implied by {yd . The RMS [ 0
2 [S]

noise level 0({Sd i) is just the k [Ud ]ik Skk [Ud Jik
corresponding square root, with
units implied by { y)k[Udik 

2 (Sk) = 0
2(lSd i)"

D. Note carefully that it is generally For sensor noise effects, only the
not correct to assume that equality G2 US variances are generally of
holds in d~i)

interest. The covariances
02({Sdli) Z Zk[Rd]•ko 2 (Ck) [02(Sd)]ij' while generally not

zero, are of little interest unless
using the known modal vais further transformations of thevaine

o(k.The reason for this is that

Ck and Co are nct, in Seneral, I are undertaken, in which case they
dependent uncorrelated quantities. should be accounted for.
A change ASi in the data from sensor
i which produces a change PkiASi in
the value of Ck is always
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It might be expected intuitively that a. There is a minor gain in optimum
clustered (rather than widely dispersed) performance for the more clus-
sensor arrays tend tc produce better tered layout (best RMS noise

{Sd) variances if the {Sd 1 are limited ratios. 0. 776 axial and

to the local areas where sensors are

clusterori. Figure A.4 shows the RMS b. There is a ma.or loss in the
noise level ratios expected for axial worst performing regions for the
and shear strain (A = 9Q0 and 450, more clustered layout (worst RMS
respectively) as a function of circum- noise ratios 6.769 vs. 1.552
ferential location angle T, for several axial and 5.843 vs. 1.340
gage layouts, including those mentioned shear).

previously in the paper. A uniform 5. The eight-gage, four station layout
individual RMS strain gage noise level provides equal RMS noise ratios
of 10 ustrain was assumed for all (0.866) for both axial and shear
individual gages, and the RMS noise strain. Thf s perfotxance is bhtter

levels of the {Sd 1 were divided by this than the nine-gage, equally spaced
uniform 10 ustrain assumed level. Noise hoop-shear-axial rosette noise
level ratios less then 1.0 are, there- ratios for both axial strain (0.958)
fore, better than could be obtained by and shear strain (1.000). The eight
measuring {Sd} directly with a single gage layout does slightly better
measuringe. Te rthan the nine-gage, equally spaced
gage. The relevant strain gage layouts shear-axial-shear rosette noise
are sketched in along the T-axis. The ratio for axial strain (0.896), but
data for Figure A.4 and the numerical does not quite match the latter's
noise ratios cited below are based on noise ratio for shear st-rir
computing {Sd1 for axial and shear gages (0.774).
at 10 degree intervals around the cir-
cumference; the exact values of the If both gages at one of the
noise ratios at in-between locations may tions in the eight gage I

vary slightly from those presented. performance of the remaii n
is almost as good as the n

Several features shown by Figure A.4 are 90-180 layout with hoop roseL
of interest: not much worse than the 0-90-180 layout

with shear rosettes. This comparison
. For all layouts that show varying and others are tabulated in Table A.1

performance around the cylinder using the RMS noise ratio,
circumference, the best performance O(Sd(T,A))/aaae and assuming identical
(i. e., ;owest RMS noise ratio) noise levels'in all gages. They illus-
occurs not at ;he gage stations trate the advantages of (1) equally
themselves bu', rather at points in- trate tadvons o() e qually
between the most closely spaced gage spaced stations, (2) shear-axial-shear
stations. "crowfoot" rosettes vice hoop-shear-

axial rosettes when there are no hoop
2. The noise ratio for layouts using loads in the model, and (3) use of

complete rosettes is better with redundant stations with less than full
shear-axial-shear rosettes than with rosettes, to allow for failure of all
hoop-shear-axial rosettes in all gages at a station. Note that only the
cases. eight-gage array can stand failure of a

3. Uniform performance all around the station. Failure of a station in any of
circumference is provided wnere the the nine-gage arrays listed would also
gage stations are uniformly space(' leave six gages, but only two stations;
(three full rosettes at 120 degree the [R] matrix resulting from two
intervals or four two-gage stations stations is always singular because
at 90 degree intervals), there will be modes not sensed at either

station or there will be nonzero N'
4. Comparing the one-quadrant rosette combinations of modes whose effects add

layout (7 = 0, 45, 90) with thme morecobntnsfmdewheefcsad
typical two-quadrant layout (T t , O to zero at all six remaining gages
90, 180): (i. e., linearly dependent six-gage9 10mod&hapes). Failure of all gages at a

station is conceivable considering
dropped tool damage to station wiring,
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failure of the glue bond for a rosette

substrate, or failure of rosette

moisture proofing.

Comparisons using model inaccuracies,
gage factor inaccuracies, and gage
placement and orientation errors show
similar effects but are too extensive to
include here. In general, clustering
sensors to concentrate on local high
interest areas produces minor improve-
ments for heavily instrumented areas
only at the expense of major, probably
unacceptable errors and noise in areas
away from the gage clustering. The
rapidity with which this occurs can be
appreciated by thinking of the diametral
0-90-180 three station layouts as
slightly clustered versions of the equi-
spaced 0-120-240 three station layouts.
The 1:2 best-to-worst noise ratio is
caused by only a 300 shift in two 1200
station spacings.
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C3.

C6 TENSION

zTORSION

C4: BENDING -- 'T CS: y SENDING

iSHEARGAGE I -. C2'. y SHEARCI*y SHEAR

4. • +y

RiI = - SIN Ti SIN 2A; R 1,4 : R, 3 SIN Ti

Ri,2 COS Ti SIN 2Ai R.,s=-Ri, 3 COSTi

R;,3 :L"-)- -•-)COS 2Aj R6,6  SIN 2AI

Figure 1. Coordinate System, Force Definition and Response Formulms
Used in Evaluating Strain Gage Layouts

1 2 3 4 5 6 S0Q00 SMLOI

TAO STRAIN CAU0 LOCATIONS AN) LOADING RM1ONSIS AM[s
00-1I, T-dtg A-d!! X-SH[lt 0-SHOAl Z-TINSION x-1N31Ml *tSHOIAC Z-TOISION

0I 0 0 0.000 0.000 *o,300 0.oo0 0.300 0.000
12 0 45 0.ooo 1.000 0.350 0.000 00,350 1.000
13 0 50 0.000 0.000 1.000 0.000 "1.00 0.000
14 50 0 0.000 0.000 "0.300 .0. 300 0.000 0.000

15 90 45 "1.000 0.000 0.350 0.350 0.000 1.00016 "0 90 0.000 0. 000 1.000 1 .000 0.000 0.000

17 lIO 0 0.000 0.000 "0.300 0.000 "0. 300 0.000
t6 10 45 0.000 1.o000 0.350 0.000 0.350 1.000
1, to0 90 0.000 0.000 1.000 0.000 1.000 0.000

ALL SIX LODIIKtS All I ¢ONISItt (N S1".

"T41 L1ST SQUA0t3 ?ILTUING MATRIX 1U0 * 1000 IS' SEE DETAIL 6
8 0 23 0 0 0 0 0 0

0 1000 0 0 0 0 0 0 0 (TYPICAL)
"275 0 17 0 0 0 0 0 0

0 0 0 63 0 "2?S 0 0 0O1
0 0 0 01030 0 0 0 0

0 0 0 "275 0 917? 0 0 0 (up)
0 0 0 0 0 0 63 0 -275
0 0 0 0 0 0 0 1000 0
0 0 0 0 0 0 "273 0 91?

131I PIU000 INVOI MAT3IX (1) Mit
.0462 .SO0 ". 1606 *.0963 '1.0000 .3211 .0432 .5000 .1406
.04.2 ,500 *.106 .0000 .0000 .0000 '.0402 5000 .1606

" ".t376 .0000 .4537 .0000 .0000 .0000 *.1376 .0000 .4517
.1316 .0000 ".4587 ".o272 .0D00 .9174 .1376 .OOO ".4537
,3"76 .0000 ".431? .0000 .0000 .0000 '. 1376 .0000 .4517
.04t3 .5000 *.1606 .0000 .0000 .0000 .0462 .5000 ".1606 11

NtK LOAD VIAMCS INI 201S (IOW S000 07 Of MAUS Of M11) All,
1.6683517962 19
0.516192|016 A
0.4567155963PA
1.3761467;, X-Y PLANE -
0. 4 507133 5 63
0.55619•6•06 DETAIL B

Figure 2. Sketch of and Quantitative Evaluation Results for
First Strain Gage Lcyout on a Thin-Walled Cylinder

47



1 2 34 5 6 0005 SGI.72

20 1 08 00 LOATO5 0.000020 1.0004 0.30 0.00815O:.0
220-t 0-e 90-0eg 0-54 0-0108 -ESO Y10I 0 -081 0020 0-TOSI0

21 0 4 5 0.000 1. 000 0.: 350 0.000 10.350 1.000

27 190 45 01. 000 0 .000 0.350 0.0SO 0.3000 OO
22 10 4 0 0.00 0.000 1. 110 1.0 1.000 0.000
22 90 13 I 01.000 1.000 0.350 0.300 0 .350 '1.000
24 ISO 45 0.000 01.000 0.350 0.000 0.0050 1.000

24 1080 90 0. 000 0.000 1. 000 0.000 1 .000 0.000
25 to0 135 0.000 1.000 0.350 0.000 0.350 '1.000

ALL s8x LOOOINAS All R11M CONSIIIZIO.

$58 241 402 0 0 0 0 0 0E ETI

202 003 2621 0 0 0 0 (TYPICAL)
'402 28,158 0 0 0 0 0 0T

000 0 0 0558 201 '02 0 020-

0 0 0 582 011021 003 281 0 0 0 X
0 0 0 '02 261 5'8 0 0 0 

N

0 0 0 0 0 0281821'03201
0 0 0 0 0 0402 301 544

THE1 PSEUDO MEEISEAI X III02 1721
.50 .0000 -.2500 .5000 .0000 .5000 .050 .0000 '.2500

.2500 .0000 '.2500 .0000 OM00 .0000 '.2500 .0000 .2500

.1406 .4016 .1405 .0000 .0000 .0000 .1406 .4016 .0406
.1406 1 .08 '.1406 .2818t .6032 .2810 .81406 ".4016 .A406

1.5.406 :.4'0l6 ::8406 .0000 .0000 .0000 .406 .4016 .1406

.2500 .0000 .2500 .0000 .0000 .0000 .2500 .0000 .2500
THLOAD 1000 XC 048100 181101 SU04 104$r SQOltIs or cr3 All:28 7

0.7332
0:4016064257 X-Y PLANE -?'
1.204819277 T -0
0.4016064257 DTI

Figure 3. Sketch of and Quantitative Evaluation Results for
Second Swrain Gage Layout on a Thin-Walled Cylinder

1 2 3 4 5 6 000$! SOLOS

THE STRAIN ME0 LOCATIONS AND LOAPINO RESPONSES 4801

31 0 45 0.000 1.000 0.350 0.000 "0.350 1.000
32 0 90 0.000 0.000 1.000 0.000 *1.000 0.000
34 45 45 *0.707 0.70? 0.350 0.24? 0. 247 1.000
35 45 90 0.000 0.000 l.000 0.707 '0.707 0.00W
36 45 135 0.70? '0.707 0.350 0.247 '0.247 '1.000
27 to 45 '1.000 0.000 0.350 0.350 0.000 o.000

34 g0 go 0.000 0.000 1.000 1.000 0.000 0 000

38 90 135 1.000 0.000 0.350 0.350 0.000 'I.000
ALL SIX 054514! All1118324 05NSI51311. y SEE DETAIL B

.12 m 28156 0 0 0 0 0 0
'428 60 281 9 0 0 0 0 0 0

0 0 05980 2851 02 0 0 0T
0 0 0 281 403 24! 0 0 0 x
0 0 0 '02 281 558 0 0 0 z(p
0 0 0 0 0 0 548 201 "02
0 0 0 0 0 0 261 403 2411
0 0 0 0 0 0 '02 241 598

701 PS1UD0 1001851 MATRIX01 IF):6
.56 .0000 1.8536 *1.2078 .0000 1.2071 .3536 .0000 '.35364

-:.351'6 .0000 .3536 1.2071 .0000 1.2071 .853E .0000 .3536

.4785t 1.3712 .A78 .678? .1.9391 '.6787 .4799 1.3712 .4755
"~.4M '1.?712 '.479t .174?17. I351 .6787 *.ISBO "..680 -.190
.1988 .500 .0568 'T37 'J.5371 '.6747 .4799 1.3712 .47994
.4536 .0000 :6526 ~1:2071 .0000 1.2071 .0536 .00-0 -.8539

72N1 L00D 008800020001 80DE0ES 0?o SUMS 81 OF SCA UO ?) Aol:
4. 621320344 \ 35J3
4.;628320344A
9.36213514
7.423907781 ! PLANE T-*
7. 423900781
5.9282427125 DETAIL e

Figure 4. Sketch of cnd Quantitative Evaluation Results for
Third Strain Gage Layout on a Thin-Walled Cylinder N
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uýxmui'wnnw UW wu Irv ww L'U u u uxa rw ulfl UU tXMU IJU WWM)0Mr4M1 M Wwrwfl IA Ur CVL , PLU1 M-h PIN

1 2 3 4 5 6 SGQSI SGLO4

THE STRAIN CAGC LOCATIONS AND LOAOIII EISFO0SIS Al1l
CAGP-ID T-deg A-dog X-SHAlR Y-SHAlA Z-TENSION X-INADING Y-IINDIINC Z-TOISI0I

41 0 45 0.000 1.000 0.350 0.000 0.350 1.000
42 0 90 0.000 GC.O0 1.000 0.000 "1.000 0.000
1.3 90 45 "1.000 0.000 0.350 0.350 0.000 1.000
44 90 90 0.000 0.000 1.000 1.000 0.000 0.000
45 100 45 0.000 "1.000 0.350 0.000 0.350 t.000
46 180 s0 O.000 0.000 1.000 0.000 1.000 0.000
47 270 45 1.000 0.000 0.350 "0.350 0.000 1.000 y49 270 90 0.000 0.000 1.000 100 0.0 .000 •

ALL SIX LOADINCS All 3111N C0NSIPIRED.

THE LEAST S.UAItS FIL-TERlING hTlX EU) x 1000 IS, SEE DETAIL 8
T5 A 0 250 0'250 0 TiX 0 (TYPICAL)
0 750 0 250 0 '250 0 250

750 0 250 0 250 0 "250 0

0 250 0 750 0 250 0 1250"250 0 250 0 750 0 250 0
0 "250 0 250 0 750 0 250

250 0 -250 0 250 0 750 0
0 250 ) 1250 0 250 0 750

15i PSEUDO INVIIIS1 17RTItX (?I ISA
.0000 .0000 ".5000 .1750 .0000 .0000 .5000 .1750
.5000 ".1750 .0000 .0000 ". 5000 .1750 .0000 .0000
.0000 .2500 .0000 .2500 .0000 .2500 .0000 .2500
.0000 .0000 .0000 .5000 .0000 .0000 .0000 ".5000 Z
.0000 ".5000 .0000 .0000 .0ODO .5000 .0000 .0000
.2500 ".0875 .2500 ".373S .2500 ".087S .2500 '.0875

HtA LOAD VARIANCI INIEXIS (IOD SUIIS 0F SQUARES O0 YI1) Al: 5
0.56125 46 A
0.50125 X-Y PLANE
0.25 T-.
0.5
0.5 DETAIL B
0.200625

Figure 5. Sketch of and Quantitative Evaluation Results for
Fourth Strain Gage Layout on a Thin-Walled Cylinder

C3: A, z
C6: a z ACCELEROMETER i

ORIGINu AT G-

RI2:CS•R, cC4:a cu a CO y)

49 4

- C S

+x C4 : A x +y-I.

Ri, I COS a Ri r~ (bCOS-y - cCOS 0)

RI, 2 = COS(3 R1,5  =(c COS a - aCOS y)

Ri, 3 =COS - Ri, 6  =(a COS(3 - b COS a)

Figure 6 Coordinate System, CG Acceleration Definition and Response
Formulas Used for Calculating Rigid Body CG Accelerations
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1 2 3 4 5 6 1I2ISI 11201T

Till ACCZLEROIMTER LOCATIONS Ali5 5IC7IO11 COSINES Alt1 z

II 25.00 0.0 50.00 0.000 1.000 0.000
12 0.00 25.00 5W.00 1.000 0.000 0.000
13 0.00 25.00 50,00 0.000 O.OOO i 013
14 215.00 0.00 150.00 0.000 1.000 0.000
15 0.00 25.00 -o0.00 1.000 0.000 0. 000
16 215.00 0.00 *50.00 0.000 1.000 0.000

THE1 FULL 0•1500•01 x1': is. II 12
0.000 1.000 0.000 -"0.00 0,00 25.00
1.000 0.000 0.000 0.00 50,00 "5.00 -
0.000 0.000 0.000 23.00 0,00 0.00 -

0:000 1.000 0.000 50.00 0,00 25.00 .

1.000.00 .00 0 00 500 25.00.000 000 000 50.00 0.00 o 2".0! /0.0

ALL SIX CC ACCZLIRATIONS All 0111C IlTOINMI.

T51 LEAST SX•VAI$ [ILTIZlIC MATRIX (U) x 1000 IS:
l20O 0 0 0 0 0

0 1000 0 0 00 0100 0 o 0 14 15

0 0 01000 0 00 
5

0 0 0 0100 0
0 0 0 0 01000

THE pSIvoI INVERSE 0072:2 112 Its
.0000 .5000 .0000 .sm .3000 1. WOO
.5000 .0000 .000 .0000 .000 .500

.2500 O .00 1.000 '.m5 .0000 .0000".0"00 .000 .0000 .0100 .0000 .0000
.0000 .0100 .0000 .0000 .0100 .0000
.0000 .0000 M00 .0200 .0000 -.0200

iVAIIO1Ct Of CC AOCILIATIO•S)/I(VAIA•C OF ACCEILEIOMETER 2IA01;52)01 5
1.125
21 *4
21"4
St'4

Figure 7. Sketch of and Quantitative Evaluation Results for
First Accelerometer Layout on a Rigid Body

1 2 3 4 0 MIll•S ;,O)Y2

THE 0CtULROMIT1t LOCATIONS AND DIRICTIOO• A0511 t 001:
000I-I . 0X Z COS-X COS-f COS-Z

... .................... 23
21 25.00 0.00 50.00 1.000 0.000 0.000
22 0.00 25.00 50.00 0.000 1.000 0.000
23 0.00 0.00 50.00 0.000 0,000 1.000
24 25.00 0.00 w.00 1:.000 0.000 0.000
2 5 0.00 25 00 "30.00 0.000 0.707 0.70? 2121

26 0.00 "2S.00 "50.00 0.000 "0.707 0.707 22
26 22.

TH21 F ISON101 It0[1 iS: MR iI 26

1..03 0.000 0.00 50.00 0.00> -

0 000 1.000 0.00 -0 1000 0.0 .0- -
0.00 0.000 1.000 O000 0.00 000 00 ' ...I " Y
1.000 0.00 0.000 0.00 50.00 0 00 ,

C.000 0.707 0.707 55.02 0.00 0.00- 'D2

0.000 "0.707 0.707 -33.03 0.00 0.00 0

CC ACC. 10111 IITAIOIS All: X.ACC 0-ICC Z-ACC ALPK00 014-2
24

01• 2252015 210121111 11071 IS: 1THE LEAST S00011S YILT2IIN MATR10IX 1Uj 1000 IS.
00 0 0 5 2000 0 0 0 0 o

0 0 10 0 01000 0 0 0 0
0 0 1 0 0500 54 354

0 0 so 0 0 0 low 0 00 0.?7 0.707 52.025 0 0 0 M54 0 750 "250

0 "0.707 0.707 "53.025 0 0 0 354 0 "25 7

701 M51oo Ih110S2 110'fix 1t) iS:
.5000 .0000 .0000 5000 .0000 .0000

.0000 .0000 .5001 .0000 .5333 .3536
.0000 , 0010 Ow00 .0000 .005? 1 0057•.0100 .000 .00 ".010 .000, .000

(•,IVIOIANCI OF CC AC00tr1LTl00S)/(,•lO2ACI Or 001¢L1201 IIAD11CS)
0.5

0.5200483342
0 5 0 07 5 5 1 10, 0 . 0 D 

0 0 
0 0 

0 0 
0 0

Z 2093331£ "4

Figure 8. Sketch of and Quantitative Evaluation Results for
Second Accelerometer Layout on a Rigid Body
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MSQSEA BR1AMQI

THE ACCILEROMETER LOCATIONS AND DIRECTION COSINES ARE:
CA c-lt X Y Z COS-X COS-Y COS-Z

1t 2.00 0.00 0.00 0.000 0.000 1.000
12 4.00 0.00 0.00 0.000 0.000 1.000
13 6.00 0.00 0.00 0.000 0.000 1.000
14 8.00 0.00 0.00 0.000 0.000 1.000
15 10.00 0.00 0.00 0.000 0.000 1.000

THE MODE SHAPS BEING CONSIDERED A.: 11 12 13 14 15
GAGE MODE MODE MODEI t t t t
1o 1 2 3

Ii 0.500 0.866 1.000 /7"7
12 0.866 0.866 0.000 _______12 -
13 1.000 0.000 -1.000
14 0.866 '0.666 0.000
15 0.500 -0.866 1.000

THE L' " SQUARES IILTERING MATRIX [O2 x 1000 IS:
667 39, ,7 "106 167
394 500 209 0 "106"167 289 667 289 "167"106 0 289 500 394
167 '106 '167 394 667

THE PSEUDO INVERSE MATRIX [P2 IS1
.166? .2887 .3333 .2887 .1667
.2887 .2887 .0000 -. 2887 -. 2887
.3333 .0000 .3333 .0000 .3333

THE MODAL AMPLITUDE VARIANCE INDEXES (ROW SUnS Of SQUARES OF [P3) ARE,
.3333
.3334
.3333

Figure 9. Equally Spaced Accelerometer Layout and Quantitative Results for
Measurement of Modes 1,2 and 3 of a Simply Supported Beam

MSQSEA REAMIQ2

THE ACCELEROMETER LOCATIONS AND DIRECTION COSINES All:
CACE-ID U Y z COS-X COS-Y CoS-Z

.... ..... ..... ..... 0 0---- ........

12 2.00 0.00 0.00 0.000 0.000 1.000
12 4.00 0.00 0.00 0.000 0.000 1.000
13 6.00 0.00 0.00 0.000 0.000 1.000
14 1.00 0.00 0.00 0.000 0.000 1.000
Is5 10.00 0.00 0.00 0.000 0.000 1.000 z

THE MODE SHAPES BEl•G CONSIDERED ARl: II 12 13 14 15
GAGS MODE MODE MODE
ID 1 3 5

It 0.900 1.000 0.500 7)
12 0.866 0.000 "0.866
13 1.000 "1.000 1.000 - A
14 0.866 0.000 -0.866
i5 0.500 1.000 0.500

THE LEAST SQUARES FILTERING MATRIX (O2 x 1000 IS:
900 0 0 0 500

0 500 0 500 0
0 1; 000 0 0
0 Soo 0 500 0

500 0 0 0 500

THE PSEUDO INVERSE MATRIX (P) IS:
.1667 .2887 .3333 .2887 .1667
.3333 .0000 ".3333 .0000 .3333
.t667 .2887 .3333 ".2887 .1667

THrE MODAL AMPLITUDE VARIANCE INDEXES (00 SUMS or SQUARES OF (PI) ARE:
.3333
.3333
.3333

Figure 10. Equally Spaced Accelerometer Layout and Quantitative Results for
Measurement of Modes 1.3 and 5 of a Simply Supported Beam
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MSQ$SKA KA0M03

THE ACCKLZROOITTZ LOCATIONS ANP 01IKCTION 0COSINES ARKt
lACK-IO 0 T 2 COS-X COS-T 0OS-Z 2

21 1.0 0.00 0.00 0.000 0.000 1.000
22 2.40 0.00 0.00 0.000 0.000 1.000
23 3.60 0.00 0.00 0.000 0.000 1.000
24 4.80 0.00 0.00 0.000 0.000 1.000
25 6.00 0.00 0.00 0.000 0.000 1.000

THE MODE SHAPES 315110 CONSIDERED A19:
;act M:1 e"Op m11 0 n mos t O 21 22232425
ID 3 5 7 .2 1tS.J.. .. . .. .... .... , ,t
21 0.3D9 0.801 1.000 0.009 0.309
22 0.588 0.951 0.000 10.951 0.0588
23 0.010 0.309 "1.000 0.309 0.109
24 0.951 "0.Se8 0.000 0.588 "0.931
25 1.000 "1.000 1.000 "1.000 1.000

THE LEAST SQAUKES rILTZRINC MATR15IX (U0 1000 3I 1
1000 0 0 0 0

01000 0 0 0
0 0 1000 0 0
0 0 0 1300 0
0 0 0 0 000

T74 PSKUDO IX8VKSK MATRIX 0?) ISI
.1236 .2352 .3236 .38104 .2000
.3236 .3804 .1236 ".2352 .2000
.4000 .0000 ".4000 .0000 .2000
.3236 -. 3804 .t236 .2352 .2000
.1236 -. 2352 .3236 ", 3804 .2000

THE MODAL AMPLITUE3 •RAIAANC INDEXES (110 SUMS O 800AI2 OF CDP3 )

.3600

.36000

.3600

.3600

.3000
Ii•

Figure 11. Left Side Accelerometer Layout and Quantitative Results for
Measurement of the First Five Odd Modes of a Simply
Supported Beam

5T0 ACC1t1t1rKTI8 LOCATIONS ND8 DIRECTION COSINES All,

31 2.18 0.00 0.0S 0.000 0.000 1.00 3
32 4.00 0.00 0.00 0.000 0.000 1.000
33 6.54 0.00 0.00 0.000 0.000 1.000
34 2 .73 0.00 0.00 0.000 0.000 1.0T 0
33 10.91 0.00 0.00 0.00 0.000 .2000

THE "OptSKA1 3 9tIsN5 C0MSI)•tll All, 31 32 3 3 3 4 35;Act M3 ~ l m _...tt tol tD mottO
.P.. .... ... . .... ..-.

31 0.541 0.990 0.282 -0.756 "0.110 -

32 0.510 "0.282 '0.541 0.99D "0.75633 0,990 "0.9,iO O.75, '0.3$41 0.212 ' =1 ~
ii: 0.1!1 C.U.4 "..;io ^0. 2a 0.790 iI
35 0.282 0.756 0.990 0.910 0.541

T1H LEAST SQOA$IS 75IL18IN5 0012X ! U? 8 1000 IS$
1000 0 0 0 0

0 1000 0 0 0
0 0 1000 0 0
0 0 0 1000 0
0 0 0 0 1000

THE PSEUDO WEVI!SK 0MTRIX (?) IS'
.1906 .3308 .3599 .2740 .1024
.3599 .1024 .3308 .1966 .2748
.1024 .1946 .2740 '3308 .3539

".2748 .3539 ".1966 -. 024 .3301
".3301 .2748 .1024 .3599 .1901

THE MODAL AMPLITUDE VA0I0NCK I5I805 10(I 8 SDOWS 0f S8JA8KS 0f K?)) Atli
.3636
.3638
.3630
.3636
.3•30

Figure 12. Layout With Accelerometers at Multiples of 2L/11 and
Quantitative Results for Measurument of the First Five Modes
of a Simply Supported Beam
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SHOCK ANALYSIS

A SUMMARY OF EXPERIMENTAL RESULTS ON SQUARE PLATES AND
STIFFENED PANELS SUBJECTED TO AIR-BLAST LOADING

t. Houlston and J.E. Slater
Defence Research Establishment

Suffield, Ralston, Alberta, Canada

In combat operations, warships could be subjected to air blast and
underwater shock loads capable of causing significant local damage. As
part of a vulnerability and survivability study to improve Canadian
warship design standards, square steel plates and stiffened panels were
instrumented with pressure gauges, strain gauges, accelerometers, and
displacement gauges, and then exposed to air-blast waves of various
magnitudes and durationq. This paper will summarize the experimental
results obtained for the square plates and for the first stiffened
panel tested.

1. INTRODUCTION 2. SQUARE PLATES

Metal plates or panels are fundamental 2.1 Introduction
elements in many military structures. Ships, in
particular, are composed primarily of stiffened The main objective of the square plate
metal panels t' At make up the hull, decks, tests was to provide fundamental information on
1,ulkheads and superstructure. In modern the structural response of a square plate with
warfare, naval ships could be subjected to built in boundary conditions to spatially
considerable air blast and underwater shock uniform air-blast loadings with various
loads. Two distinctive types of response are magnitudes and durations. Section 2.2 will
induced by these loads. One is a local response briefly review the experimental procedure,
of the panels and attached structure and equipment and instrumentation, and signal
equipment, while the other is a global response processing for the tests. Results are then
iavolving the whole ship in an overall flexural presented and discussed in Section 2.3.
or whipping form of vibration. For effective
warship design against air blast and underwater 2.2 Experimental rocedure, Instrumentation
shock threats, a furdamental ane detailed under- and Tests
standing of shock wave loading and the
associated structural response is required. Reference I gives details regarding the
Knowledge in this area is also required for experimental procedure, instrumentation and
assessments of vulnerability and survivability tests. This section will briefly review some of
of structures subjected to shock loading, the details and present additional information

as required.
In recognition of these requirements, the

Defence Research Establishcent Suffield (DRES)
is currently conducting research on shock wave- The plates tested had effective dimensions
structare Jnteraction to advance the state- of 508 mm x 508 mm and thicknesses of either
of-art in structural response to air blast and 3.4 mm or 1.5 mm. Each test consisted of
underwater shock loading. A previous paper [1] detorpting a charge suspended directly above the
outlined the testing facilities at DRES, and centre of the plate at a known standoff
presented sample experimental and finite element distance. The plates were positioned on the
resulto, for the structural response of a square plate mounting system illustrated in Figure 1.
plate and a stiffened panel exposed to air-blast This system was designed to give fully clamped
waves. The present paper will present a summary boundary conditions and to reduce the effects of
of the experimental results from these and other reflected shock. Four pressure transducers
tests. In particular, Section 2 and 3 will (PI-P4) were mounted around the periphery of
present experimental results for the square each plate with one or two under it. The tests
plate tests and the stiffened panel tests, were carried out at two experimental facilities
respectively, discussed in Reference 1. at DRES: the Blast Chamber and Height-of-Burst
Section 3 will also present some preliminary Site (HOB site). Tables I and 2 summarize
experimental results from a stiffened panel selected details from tests completed at each
subjected to a long duration blast wave from a facility, respectively. Whilst several plates
ground burst at the U.S. Defence Nuclear were tested, only one was fully instrumented
Agency's event MINOR SCALE. with strain gauges and accelerometers. The
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instrumentation layout is shown in Figure 2.
All the tests listed in Table I were done on S17

this plate a s was test 4 in Table 2.

PRESSURE TRANSDUCERS EXTENSION PANELS 1
.. •P /*

P, S22

TARGET PLATE

TOP

SUPPORT BOX S7
BEAMSSi

S2 Al"CLAMPS S13

$14_ _A V

BASE A3 A4

Figure 1. Exploded View of Plate Mounting System. BOTOM AS SEEN FROM THE TOP

Table 1 Figure 2. Strain Gauge (S) and Accelerometer (A)
Positions for Test Series i.

SUMMARY OF THQE BLAST CHAMBER In addition to the tests listed in Tables I

TESIBWITH HE SU~gE LATEand 2, an additional plate of thickness 12.7 m, •
(Pla bl T eh, 3.4 m) was instrumented with eight pressure transducers

(P5 to P12) as shown in Figure 3 and tested at

CHARGE CHARGE OVER both the blast chamber and HOB facilities. The
TEST* MASS s o EssM DURATON pressure transducers P1 to P4 shown in Figure I

(8) (em) (pa) (WS) were also included. The purpose of these tests

"1 113 305 55.0 2.0 was to verify that the pressure distribution

2 227 305 79.0 2.0 over the plate was spatially uniform. The first

3 227 305 82.7 2.0 test on this plate consisted of suspending a

4 397 244 172 2.0 227 g charge 3.05 m above the panel in the blast

5 908 3C5 207 2.0 chamber. The second test consisted of

6 908 305 207 2.0 suspending a 3600 g charge 1.92 m above the
7 908 200 689 1.5 plate at the HOB site.

*All tests done on the same plate. 60 i

Table 2

SUMMARY OF THE HOD TESTS P7P
WITH THE SQUARE PLATES

y

PLATE STAND PEAK CENTRAL P11 P
IEST- TH1CENESS OFF PRESSURE DEFLECTION-

(aim) (eM) (kPs) (mm)

1 3.4 305 3720 38P1

2 !.5 305 3450 86 P15

3 3.4 244 5520 52 "
P12

4 3.4** 244 6890 47 I.
5 1.5 244 6890 102

PLATE THICKNESS - 12 7mmM

All tests done with charge mass of 14.5 kg. Figure 3. Location of Pressure Transduec,,s P5 - P12
• Deformed plate from Blast Chamber tests. Used for Plate Loading Test.
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2.3 Discussion of Results ma

Reference 1 gives a general discussion of ISO.
the results and signal processing techniques 160
applied for the square plate tests. The 140

following sub-sections will summarize the V
experimental results obtained in the blast 100
chamber and HOB tests. Whilst only a so
representative sampling of the data will be so
presented due to space limitations, a complete 60 PI40 P

database of results has been created. 20 , ,

2.3.1 Blest Chamber Tests -

Since spatial uniformity of tbe pressure "0 0,o6 1" iS 22,' 3 35, 4 45• 5 6'-- 6'" ,'5 7 75 8

loading on the plate surface was required, the TIME (.0

result of the blast chamber test on the plate Figure 5(b). Plot of Pressure Against Time for Test 5
instrumented with pressure transducers was first from the Transducers PI. P2, P3 and P5.
examined. Figure 4 shows a plot of all the
pressure transducer signals (PI-P12). Although condition was considered to be satisfactory in
there is some variation in the arrival times of each case since the pressure transducers around
the pressure wave for each transducer, it was the plate periphery (Figure 1) gave similar
concluded that the pressure distribution for pressure traces. The pressure transducers
each time point was spatially uniform to omitted from the plots (P1 and P4 in Figure 5(a)
sufficient accuracy. and P4 in Figure 5(b)) failed to remain fully

operational during the tests. The positive
so duration is approximately 2 ms for both Test 1

Test 5. In each case the second shock can be
Os seen at approximetely 1.7 ms and 3 me,

respectively.

& 40 For the loading condition being
30 Investigated, the structural response of the

A 2o plate should be symmetrical about the x and y
axia shown in Figure 2. In order to check this,
the response of strain gauge S8 was compared

10 •,with that of SI1. Similarly, the response of S9
-10-was compared with S12. If the plate response is
-Os symmetrical then the strains should compare
-D4-- favourably. Figure 6 shows a plot of the-1 0 1 2 3 4 5 6

InMEIm) strains for Test 5. The result indicates a

Figure 4. Summary Plots of Pressure Transducer satisfactory comparison of S8, S11 and S9, S12.
Signals (PI to P12) from the Blast
Chamber Plate Loading Test. k6N,

order to compare a low and high level

loading case, suamary results will now be 0 0.
presented for Tests 1 and 5 in Table 1. -WO"
Figure 5(a) shows the pressure curves for Test I i low
and Figure 5(b) those for Test 5. The loading . . . ..

TIME Imal

s Figure 6(a). Plot of Strain for Test 5 from Strain
Gauges S8 and SII.

40

C 20 1000 --- S..
5 00•

I's-Soo
-10,

10o .. - . .... .o.

_0.oo 0a o 1 a i 2l 25 j 3j j 451 5 ES 6$ S -2 0 2 4 6 $ 1 12 14 16 1i 20

TIME (..I TIME Inms)

Figure 5(a). Plot of Pressure Against Time for Test I Figure 6(b). Plot of Strain for Test 5 from Strain
from the Transducers P2, 1P3 and PS. Gauges S9 and S12.
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Additional information on the structural
response of the plate was found by calculating
the Fourier transform of the signal from S18 and
also that from S19 for Test 1. The results are
shown in Figures 7(a) and 7(b). For comparison
purposes the mode shapes and frequencies
presented in Reference 1 are given as Figure 8.
These results were determined from tests with a
Modal Analyzer and by calculation with the SP ODE.
computer program VAST 12). The information in
Figure 8 shows that mode shapes associated with
the frequencies of )18 Hz and 407 Hz (435 hz
from VAST calculation) are those that are
expected to be excited by a spatially constant 2
pressure distribution. Figures 7(a) and 7(b)
show that significant response does occur around Nk%
Lhese frequencies. In particular, S18 has so
significant response in the region of 118 Hz3
with minor peaks around 407 Hz. S19 has
significant response in the region of 407 ilz
with a minor peak around 118 Hz.

4

Figure 8. Mode Shape Patterns for Square Plate
from (a) Modal Analyzer Tests and
(b) VAST Program Predictions.

0 100 200 300 400 00

FREQUENCY (Hz)

Figure 7(a). Frequency Spectrum for Strain GaugeSI8 in Test I.

The displacement time histories will next
be considered. Figures 9(a) and 9(b) show the
displacements obtained by double integration of
the accelerometer signals from accelerometers Al
to A6 shown in Figure 2. The peak displacements

.51 in Figure 9(a) are in reasonable agreement with
wthe results of finite element calculations

presented previously [1, Figure 23]. Comparing
Figures 9(a) and 9(b) shows that the times of
peak response decrease with amplitude. For
example, in Figure 9(a) the first negative peak
for A2 is reached at 2.5 qs, while in
Figure 9(b) this peak is at 2.1 ms. Comparisono 10 2 300 4 5W of the displacement distributions to those

FREQUENCY IMOt obtained from linear and nonlinear finite
element calculations 13] indicates that this

Figurc 7(b) Frequency Spectrum for Strain Gauge effect is caused by significant membrane forces
S19 in Test I. that develop when the displacements become large

with respect to the plate thickness. The
membrane forces cause the stiffness to increase
and thus the period to decrease as displacement
increases. Figure 10, which shows a summary
plot of accelerometer Al displacement for
Tests I to 6, also shows the nonlinear effect of
decrease of period with amplitude.
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* Some representative szrain time histories
Swill next be examined. Figure 11(a) shows

strain time histories for the surface paic of
strain gauges S22 and S15. In order to explain

3 Ithese results, the significant features of the

2 -plate response are summarized as follows.

-2
.5- A:,: \\0 x/

A Il
-3 1 Al t22 Top

-1 C 1 2 3 4 6 6 7 4 6 11 12 13 14 1 '6 17 It 19 20 1 '0

TIME 100"t

Figure 9(a). Displacement lime History Plots for "

Test I lA2cclerometers A I 4A6. 5

06 1 IS 2 25 (Top 3urface)

-1 01 2I IS 2 25 3 306 41 45 145 t 17t6 t4266007, 71

TIME t.-1"

1 0

e Ho Figure os(a). Strain Time Hiftory Plots for Test I
SStrain Gages S IS (Bottom Surface) and

S22 (Top Surface).

0~ ~ ASA

Al -A4o ., .

4 So V 5lo tI -

-1 0 1 234 6 678 89010 12 13 1413 t617 18 t 2070
71ME Ims 

T00

Figure 9(b). Displacement Time History Plots for Z4

Test S Accelerometers Al I A6.R 0

36 00 1 5 2 3 35 4 5 5 6 4/7 5,

/ " I•. /F\Iigure 1I(b) Stratn Tume History Plots:- Straitn Gauges
6 ' ]i IS'! " 'v., (loton, surface)and< s22 (T'opi _. /Y_ __• ,.• ;'1 -'-. '•, .•,Surface ).

-• '5• ',:.•A Time 0.3 ms to 0.5 ms
0 -4; I',, °//\\ /The surface strains increase to a

-6 •• \ # small local maximum at 0.4 ma due to a

'UW

- o E- bending wave that moves from the plate
-•- edges toward the plate centre-6 (Reference 1, Figure 23). As shown by

-1 01 34 67S9 1011i1213l14 166171618 520 a d~stinct peak in the plate centre
TiME (sn,. acceleration time history plot shown

in Figure 12(a), the bending waveFigure 10. Displacementt Time History lPlois for reaches the plate centre at about

Test I t n.AcceeroeterAl.0.6 ma and causes the plate centre to

be rapidly decelerated.
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Time 1.25 ms to 2.5 ms

138 Between approximately 1 ms and
4 1.6 ma, the acceleration of the plate
2 centre decreases from its maximum

2 A downward value to zero. Figure 11(a)
2 0;

r 'indicates that between these times
-2 there is a reduction in bending straJlaJ and a small increase in membrane

strain. At 1.6 ms the strain curves[ 6 also show an inflection similar toI that which occurred at 0.4 ms. This8 
inflection occurs when the maximum

-10 •,-plate displacement reaches the plate0 1 2centre (Reference 1, Figure 23(b) and
TIME (ms) 23(c)). It is of interest to note

that this is an effect that would not
Figure 12(a) Acceleration lime -iHstory Plot for occur for a circular plate.

I .st I: Accelerometer A2.

Between 1.6 ms and about 2.5 ms
the acceleration of the plate centre
increases from zero to its maximum5 upward value, and at 2.5 ms the centre

4 f plate displacement (Figure 9(a))
-3 achieves its maximum downward value.

0 Between these times there is also aE2 significant decrease in bending strain
and increase in membrane strain such

0' that the two are approximately equal
when the plate centre has reached its-
peak downward deflection at 2.5 ms

-3-2 (Figure 11(a)).

-4
S0 2 4 6 8 10 '12 '14 "16 "18Ti e 2 5 m to 4 5 s

TIME (ms) Time 2.5 ms to 4.5 ms
Figure 12(b) Velocity Time History Plot for Test 1: From 2.5 ms to 4.5 ms the plate

Accelerometer A2. centre rebounds from its maximum down-
ward displacement to the • ro
position. Figure 11(a) shows that at
3.2 ms the bending strain has again
become a maximum and the membranestrain flas been significantly reduced.

Time 0.5 ms to 1.25 ms Also near this time the accelerationcurve shows a localised negative peak.
After the abrupt deceleration at This observation makes it clear that

0.6 ms the plate centre continues to the centro initially atLains such a
S.-• be increasingly accelerated downwards high velocity on rebound that itsbe• in r a i g y a c le a e o n a d motion is suddenly arrested at 3.2 ms .*• -• with a maximum value of acceleration

occurring at approximately 1 ma. A small inz'iction in the displacementSince the plate surface becomes carve at 3.z ms for the plate centreconcave sha ple d uring thst me, (accelerometer A2) is also evident in
I •c o n c a v e s h a p e d d u r i n g t h i s t i m e , t h eF i u e 9 a a n f o t h s r i n c v stop surface strain (S22 in Figure 9(a) and for the strain curves

Figure 11(a)) becomes increasingly in Figure 11(a). At 4.2 ma the
compressive and the bottom surface surface strains become zero, whichstrain (S15) becomes increasingly indicates that the area of plate
tensile. At approximately 1.25 ma, a around strain gauges S22 and Si5 haslocal minimum and maximum occurs in reached the zero position. 'nislocalthe top and bottom surface strains, indication is also given by herespectively. Figure 11(a) shows that displacements associated with
pure bending action has been dominant accelerometers At , A3 and AS inin the plate response to this point. Figure 9(a). At a slightly later timeEssentially no membrane strain has (4.5 ms approximately) the plate
developed, centre reaches the zero pos.tiot.
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Time 4.5 ns to 8.75 ms 3. Membrane strain is more pronounced and

leads to more distinct inflection

Between 4.5 ms and 8.75 ms the points at approximately 3 ms and ?t.
plate centre achieves its maximum 6.25 ms in the displacement time

upward deflection and then returns to history for the plate centre (see

the zero position. From 4.2 ms to Figure 9(b)).

5 ms the bending strain goes from zero
to a local maximum with essentially no 2.3.2 HOB Tests
membrane strain being developed.

Between 5 ms and approximately 6 ms The purpose of the HOB tests was to

the membrane strain builds up to a examine the structural response of square plates

peak value and becomes equal to the under high load [1]. This section will present

bending strain, and the deflection of a summary of the results obtained.

the plate centre achieves a maximum
value which is about 29% higher than As was done for the blast chamber tests,

the magnitude of the minimum displace- the panel shown in Figure 3 was used to check on

ment that occurred at 2.5 ms. This uniformity of pressure loading over the plate
increase in displacement is due to the surface for the HOB site test configuration. A

negative phase in the pressure signal charge of 3.6 kg was detonated at 1.92 m above

shown in Figure 5(a). The pressure the plate centre and the pressure transducer

curves show. in fact. that between 2 signals recorded. Figure 13 shows the result.
and about 3.5 ms the negative phase Although there is some variation in the arrival
achieves a magnitude of approximately times of the signals, the results were
27% the positive phase magnitude. considered to be satisfactory.
This increased pressure increases the 4M0l-

upward acceleration of the plate (see I
Figure 12(a)) and thus a greater
magnitude of displacement is achieved
(5.4 mmn centre displacement at 6 mas-
compared with 4.2 mm at 2.5 ms). From
6 ms to about 6.8 ms the plate centre anM

is rrpidly accelerated down, ards with
an associated reduction in membrane
strain and an increase in bending Iwo
strain. As anticipated because of the
negative phase loading, the velocity .
of the plate centre is greater at 0 t --
6.8 ms (2 m/s in Figure 12(b)) than at -

the equivalent point of 3.2 ms aa 1 as 1 IS 2 25 3 35 4

(1.75 m/s) on the downward deflection. TIME I..,

The deceleration after membrane Figure 13. Summary Plots of Pressure Transducer
recovery is thus greater and gives a Signals from the HOB Platc Loading
more pronounced inflection on the Test.
displacement time graph as shown by Test 4 listed in Table 2 was done on the
the curve for A2 at approximately 7 ms plate shown in Figure 2. Because of the
in Figure 9(a). The centre of the predicted high accelerations, however, the
plate returns to the zero position at accelerometers were removed from the plate
about 8.75 ms. Figure 9(a) makes it before the test. Although several strain gauges
clear that the deceleration at 6.8 ms failed during Test 4, reasonably satisfactory
has sufficiently reduced the centre strain traces over a limited range were obtained
velocity to make the centre the last for several gauges. 'eleated results from
point to go through the zero Test 4 will now be given.

position. Figure 14 shows the pressure time history
signals. Pressure gauges P1 to P4 were mounted
on the extension panels as shown in Figure 1,
and pressure gauges P5 and P6 were mounted

Figure 11(b) for Test 5 indicates underneath the target plate. The results show

approximately the same pattern as Figure 11(a) that the top surface pressures are reasonably

for Test 1. The notable differences in consistent both in amplitude and duration, and

Figure 11(b) due to an almost fourfold increase that the magnitude of the pressure under the

in overpressure are as follows: plate is negligibly small in comparison with
that on top. The average Peak overpressure is

1. In genera] the strain peaks are between 6890 kPa, which is an order of magnitude higher
2.5 and 3.5 times greater. than the largest overpressure recorded in the

blast chamber tests. The positive durations,

2. The corresponding peaks occur several however, are somewhat less well defined but are

milliseconds earlier due to stiffening nominally less than half the positive durations
of the plate by membrane action. encountered in the blast chamber tests.
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KEY 24000. so.

P1. KEY ,

IL 8 P2 2 IL-- ]..••P4 P61o

WL -owl .

M 1 ___ __ __P3_C 4- 0 05 10 is 20 25

U) 2 - TIME tins
t

wo 0 .t.......
-2 -r Ftgure 15. Plot of Strain for HOB Test 4:

0L -21 '0.2 0.4 0:6 0"8 1 :0 12 1.4 1.'6 1.`8 2.0 2'2 i4 Strain Gauges S8 and SI1.

TIME (ms)

6. s

C_ / 4- squ As shown in Reference 4 and Reference 5

"2. (Figures )I and 15) the collapse mechanism for a

4 . square plate consists of essentially rigid tria
CCt0- angular zones that rotate about hinges which
r,.-2 form along the plate boundaries and from the

plate corners. The response of the strain

8. gauges thata did not fail were consistent with

6- this deformation pattern. To illustrate the

- 4.results, Figures 16(a) and 16(b) show the strain
M P3 gauge time histories, respectively, from surface
n 2- strain gauges S19 and S12, which are oriented
C4 along a hinge, and strain gauges S18 and 51,Cb 0 --.
CO which are oriented perpendicular to the hinge.
CL -24 . In each case a high frequency response initially

occured due to localized vibration of the
- individual strain gauges. After about 0.2 ms,

0 64 however, this response had essentially been

damped out and the strain response of the plate

1 4  can be observed. The resulting strain histories
D are consistent with finite element calculations

FC gure 14. Plot of Pressure Against Time for 40B Ial

Test 4: Transducers PI - P6. oo9
5000- .

-51000- Slt12 "

-15000-

; -200m0 %
0 02 04 08 08 10 12 14 16 18 20 22 24

0 Jb)

In the case of pressure transducer P1, a SIB
spike occurs about 0.1 ms after the main -so MEMBRANE /

pressure peak. It was felt that this anomaly
was an effect caused by an inperfectt•n in the -10000"

charge that was detonated. Since only P1
detected this pressure spike, however, it was 150o ..,,

0 02 04 06 08 10 12 14 16 15 20 22 24

considered to be a localized effect that would T 0m2s4

not appreciably change the structural reaponse TIME m)

of the target plate.

In order to check the symmetry of
response, the strain time histories trom strain I.FurC 16. Sterain limtne Ihýtory I'lotr for I 0 ItI e't4 Str~nn (,duge% SItISI2, S IS.

gauges S8 ond S11 are compared in Figure 15. .,ud SI n S

The comparitosn is reasonably satisfaccory,
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for the displacement patterns pres.nted in
Reference 5. The plate was shown to collapse to ...... .."LL6 find! ,def•iuad shape in Pbout 1.2 ms and "*, .... •" ••.•...•
then to recover elastically? a small amount in t13 $1 34 8 ; I"

about 0.5 ms. It then coatinued to vibrate .theIelastically with small amplitude about the

deformed shape. Figure 16(b) shows that the P4 is" •'4 tO •4 7 : [e
measured strains are consistent with this •
predicted dynamic response. - -- - - - - - - - - -

Strain gauges S19 and S12 in Figure 16(a) .. .. .. ___ .. .. .. _

give further verification of the computed
displacement time histories in Reference 5. At
0.5 ms a localized depression (caused by the .
plate corners) has moved to the position of: :: : :: ; :.

strain gauges S19 and S12 and accounts for the s: s,,
surface strains observed at this time. At about
1.2 ms, when the plate has collapsed to its .-
final shape, a tensile membrane strain has ,,. ,, OA:2 s:
developed as anticipated. At about 2 ms this
membrane strain has reduced due to elastic
recovery after the initial collapse as predicted " ,: ... :
by finite element calculations. A: ? ::' ,,

BOTTOM AS MIN IROM IHI TOP

3. STIFFENED PANELS
Figure 17. Transducer Locations on Panel

3.1 Introduction (P1 Pressure. S = Strm, , A = Acccieration)

The purpose of the air-blast loading tests
on stiffened panels was to obtain diaplacement
and strain data for comparison with computer
code predictions. Since stiffened panels are
used to construct the hull and superstructure of
a modern warship, the experimental ddta in con- centre of the panel at a known standoff
junction with numerical modelling results will distance. Table 3 summarizes the tests. Since
be valuable in improving current Canadian the pulse durations were typically less than
design standards, half the fundamental period of the panel

(25 ms), the loading was in the impulsive
This paper will present results for two regime.

stiffened panels. The first panel was subjected
to seven tests at the ROB site. The second 3.2.2 Discussion of Results
stiffened panel was tested at the Defense
Nuclear Agency's event MINOR SCALE at which a Some preliminary results were presented
4000-ton ANFO charge was detonated as a ground in Reference I. In particular, the deformed S
burst on White Sands Missile Range in June shape of the panel after Test 4 was shown.
1985. Severe deformation of the panel segments and

beams were observed. The present paper will
3.2 Stiffened Panel Tested at present a reasonably comprehensive set of

the DRES HOB Site results for Test 3, which is a moderately high I.-
level loading case.

3.2.1 Experimental Procedure,
Instrumentation and Tests Pressure Loading

Reference 1 gives details regarding the As shown in Figure 17, four pressure
experimental procedure, instrumentation and transducers (PI-P4) were mounted around the
tests for the panel tested at the HOB site on panel. In addition, two pressure transducers
the DRES experimental range. The following (P5 and P6) were mounted underneath. Figure 18
discussion will briefly review the details. shows a plot of the pressure signals for Test 3.

These curves indicate a satisfactory spatially Y
The panel was 6.35 im thick and had constant load. The difference in arrival times

effective dimensions of 4.57 m x 2.44 m with can be explained by considering the curvature of
76 mm x 152 mm T beams at 0.914 m spacing. The the shock front. The pressure under the panel
panel was mounted flush with the ground in such is essentially zero compared to that on top over
a way as to achieve fully fixed boundary the region of interest. The positive duration
conditions and was instrumented with pressure of the pressure wave at the panel surface was
gauges, accelerometers and strain gauges as approximately 8 ms, The magnitude of the nega-
shown in Figure 17. Each test consisted of tive phase (not shown in Figure 18) was
detonating a charge suspended directly above the essentially zero.
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Table 3

SUMMARY OF THE HOB TESTS WITH THE STIFFENED PANEL
CHARGE STAND PEAK

TEST MASS OFF PRESSURE DURATION ACCELERATION* STRAIN-* REMARKS

(kg) (M) (kPa) (is) (g) (pE)

1 29.1 15.2 83 9.5 370 1300 Elastic
2 94.1 12.8 225 8.5 880 3000 Just Below Yield

3 94.1 10.1 476 8.0 1590 4000 Just Above Yield
4 188.1 7.3 6650 4.0 + 6400 Severe Plastic

Deformation

* Average peak value for accelerometers located at panel centres. V

** Average peak value for strain gauges located at panel edges.
+ Accelerometers not mounted.

SKEY A7

S2, A8 A9 A10 A12 A13

E 20 A8
100 1 102 - i- 0.

- 6. 0 0 - 2 0 - A l l "

-60.- -60 \ ,

-1 0 1 2 3 4 5 6 7 i 9 10_ _ _ _

QiME~mst 0 2 4 6 8 10 12 14 16 18 20 2 22 4

Figure 18 Plot of Pressure Against Time for Stiffened TIME (ins)
Panel Test 3: Transducers Pl - P6.

Motion Time History 2 (b- .

As shown in Figure 17, accelerometers -20 A

were mounted at the centre of each of the panel -40. A9
segments (A8-AIO, A12, A13), on the "fixed" -
boundary (A7), and at the centre of one of the
beams (All). Figure 19 shows the displacement -(c)
time histories fou,,d by double integration of E A10
the accelerations with drift correction. -- - ".--
Although considerable drift in the displacement z 1 All'

signals were observed after integration prior to Uj -40
drift correction, it is believed that the dis- -o

placement signals presented are reasonably d
correct. The drift correction technique that 201(d) ,AlO
was applied is discussed in Reference 1. j-

-204 A 7The following observations can be made on I
the basis of the results shown in Figure 19.

1. The displacement response of A9 and (e)
All are similar as required by 0.
symmetry. A8 and A13 are also -10/similar except for a discrepancy in -20- •A7 / All
the peak displacements (due possibly

to unknown factors such as residual -30.
stress). -401

2. Figures 19(d) and 19(e) show that the i'igure 19. Displacentn u Time History Plots for
boundary of the panel was effectively Stiffened Panel Test 3. Accelerontet1rs
fixed in comparison to the panel and
beam displacements.
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3. The average horizontal line through
the peak displacements associated KEY

with the accelerometers at the panel S40 IT$

segment centres is consistent with 3iS1

the approximate permanent deflections
of 20 mm.

4. The period of response with respect
to the average baseline is about " |al MEMBRANE $2c1!
25 ms, which is the same as the value 242 .,'\
found from linear elastic analysi-.: 100/

0 0.

5. The centre displacements of the panel 1
segments vary between 40 mm and M 21

80 tom. 0 2 4 6 1 10 12 14 16 18 2n 22 24

TIME (W.)

Observations 4 and 5 show that yield of EMBb) MEMBRANE

the material has effectively cancelled out the . __-
membrane stiffness effects. This follows since ,"'-

0the displacements would be smaller by at least 0 ..
an order of magnitude should yield of the _2W
material not have occurred. -. _' .S2.

Scme representative strain time histories 0-/0

are shown in Figure 20. Figures 20(a) and 20(b) -------

indicate that significant membrane strain
occurred during the downward motion of the panel
(0-9 ms). There is also some similarity between Figure 20. Strain Time History Plots for Stiffened
Figures 20(a) and 20(b) for approncimately the Panel Test 3: Strain Gauges (S42,S21),
first seven milliseconds, but then some ($43,$25) and ($39,$40).

discrepancies occur. It is believed that this
nonsymmetry is due mainly to construction
details such as welds which affect the free
vibration response of the panel after the
initial loading phase. Figure 20(c) shows that ....................... ...
significant strain has occurred parallel to the 'S26
beam as well as perpendicular to it. The peak
strains in Figure 20(c) occur at about 6.5 ms,
which is also the time of peak displacement 2

shown in Figure 19(c). The fact that: the peak : 2 S2 ,,,

membrane strains in Figure 20(a) and 23(b) occur
at about 3 ms suggests that higher modes other
than the fundamental are significant (the mode
shapes and frequencies are presented in .. . - ..

Reference 5, Figure 19).
TOP

3.3 b•iffened k -sl Tested at MINOR SCALE m PLATING

3.3.1 Experimental Procedure, 76mrm x 152mm T BEAMS AT 0914 m SPACING

Instrumentation and Tests

The stiffened panel tested was mounted N.. ss2l :l

flush with the ground surface at a radial A.
location from the explosion for a peak side-on
overpressure of 345 kPa. As for the IIOB tests, Ass $.24

.B14 A bjS6A A A4: y
the panel was embedded in a reinforced concrete :-s 0:22.D.A Sze:

foundation to simulate a clamped (ouilt in)
boundary condition. A9

.. . 20 : :: S

The panel was instrumented with pressure . ........ -; ......... ? .......

gauges (Kulite Piezo-resistive stre.in type, " 0 * .. ..
model XT190), accelerometers (Endevco strain BOTTOM

type, model 2264), electrical resistance strain (AS SEEN THROUGH TOPI

gauges and displacement gauges (Schaevitz LVDT) Figure 21. Transducer L.ocations on Stiffened Panel 0%,
as shown in Figure 21. The transducer analog for Minor Scale Trial. (1' l'rcue.

signals were cabled to the DRES instrumentation A nAc•tcraton. 1) I)uptate¢inel -S Strant)
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bunker and recorded automatically on magnetic 200 wt, the beam (D13) reached its recovery
tape for later digitization and data processing. position with a permanent displacement of about
Following the blast, the panel was examined asid 15 mm. It did not appreciably respond in the
surveyed to determine the shape of the perma- negative phase. The oanel centre, however, did
nently deformed surface and the extent of the respond to the negative phase and also to the
damagen second shock that occurred at 750 ms

(Figure 22). The centre of the panel then

3.3.2 Discussion of Results recovered to its final deformed displacement of
about 25 mm after approximately 1500 ms.

Pressure Loading It was also of interest to compare the

" gure 22 shows the side-on pressire-time measured displacements obtained with D12 and D13
histor) for the transducer P2 located on the with the doubly integrated accelerations with
panel surface. The insert illustrates the drift correction from accelerometers A2 and A3,
perturbations in the initial wave form. These respectively. The results are shown in
perturbations may be attributed to ground Figure 24 for the first 50 ms. The displace-
surface boundary layer effects, local .ýrimalies ments found by integration agree reasonably
in the shock front, ground/panel surface closely with the measured displacements.
discontinuity or sLrain gauge cable obstruction
near the pressure transducer. The peak over- 10
pressure of 350 kPa agreed closely with the E 0.
predicted value. The positive duration was -10
approximately 200 ms, which is about thirty /A"

times greater than the positive durations 30...

encountered at the DRES HOB site. -40o

5 I•(m}P 50 '; ' |i~

iS -60 1-00

400 -704 Y126 4A2 3 44 4i

TIME 2 m00 TIM -2ms, )TIME In-).

toE"s -SEfrm ino SalsTcss(asAccoroete•"su

"NkN
-sos' 0 20 40 0080 1000 720 8140 1900 1Z0 01013

TIME Imol U 201 V ______

F~igure 22. Plot of Pressure from Transducer P2 3J' A
Against Time from the Miror Scale Test A3, ,,.

TIME (ins)n

0 3Figure 24. Comparison of Displacement Tile Histories
r Se D3 Mfrom Minor Scale Teit (a) Accepcrometer

D m TA 2 and Displacement Gauge D 12,
-20 (b) Accelerometcr A 3 and Displacement
30 Gauge D 13.

TIMLAEMNT fis VIA -q O

Figure 25 shows the deformed shape of the
Figure 23. Displacement Timte History Plots from panel at the end of thc Minor Scale test.

Minor Scale Testr : Moderate permanent distortion of the panel had
Displacement Transducers e12 and D13. occurred.

Motion Time History 
PERMANENT DEFLECTIONS

DISPLACEMENTS 10 IANE

Figures 23 and 24 shows the displacement PNLAND BEAM

time history recorded from displacement gauges - MIDPOINTS

012 and D13 in Figure 21. The panel Centre and ./ I
beam were plastically deformed to their maximum'4
displacement in only a few milliseconds. In 1
particular, the Centre of the panel essentially
reached its first maxcimum displacement after

4ma and the centre of the beam after about NOT AROSIDCT4

7 ma. The panel then oscillated elastically STYEE ~II~
about a mean displaced shape chat recovered
under a reducing load that varied slowly with
respect to the natural period of the structure. I iglrc 2S rinal l)isplaccd Shape of Plancl after
When the external pressure became zero at Minor Scale tc1i
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4. CONCLUSIONS 6. REFERENCES

The experimental results for the squa'e I. R. Houlston and J.E. Slater, "Structural

plate tests enabled a reasonably good under- Response of Panels Subjected to Shock

standing of the plate response to be attained. Loading", 55th Shock and Vibration
Bulletin, Part 2, 149-163, June, 1985.

Even when plastic yielding of the material is
not significant, it is clear that nonlinear 2. V i b r a t i o n A n d S T r e n g t h
effects such as membrane stiffening of the Analysis Program (VAST): User's Manual, V

plates are important and must be included in Version #02", MARTEC LTD., November,
analyses for accurate correlation with experi- 1982.
ment.

3. R. Houlaton and C.G. DesRochers, "Nonlinear
Structural Response of Ship Panels
Subjected to Air Blast Loading", to be
published in Computers & Structures and
presented at 6'th ADINA Conference, MIT,
June 10-12, 1987.

The results for the HOB stiffened panel 4. W. Johnson, Impact Strength of
demonstrated that significant deflections of the Materials, Edward Arnold (Publishers)
beams occurred at overpressures sufficient to Ltd., 1972.
cause measurable permanent distortions. The
loading in this case was in the impulsive 5. R. Houlston, J.E. Slater, N. Pegg and
regime. Since no cracking or. weld failure was C.G. DesRochers, "On Analysis of Structural
observed, however, the panei could still be Response of Ship Panels Subjected to Air
classed as operational as far as structural Blast Loading", Computers & Structures,
integrity was concerned. Vol. 21, No. 1/2, pp. 273-289, 1985.

The Minor Scale test of the stiffened panel
enabled the response in the dynamic, rather than
the impulsive, loading regime to be determined.
The excellent pressure and displacement measure-
ments revealed the nature of the structural
respouse. Plastic collapse and damage occurred
in the first 6 ms of the 200 ms positive dura-
tion of the pressure load. Subsequent response
consisted of elastic vibration about a mean p
deformed shape that recovtred slowly during the
rest of the positive duration to a final
deformed shape. In fact, the only essential rA
difference in the results from the impulsive
loading case and the Minor Scale test was the
rate of recovery.
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IN-STRUCTURE SHOCK IN A PROTOTYPE BLAST SHELTER

S. C. Woodson and S. A. Kiger
U.S. Army Engineer Waterways Experiment Station

Vicksburg, Mississippi

A full-scale, 100-man capacity reinforced-concrete blast shelter was tested in
the high-explosive MINOR SCALE Event sponsored by the Defense Nuclear Agency
(DNA). Approximately 4,800 tons of an ammonium nitrate fuel-oil mixture was
detonated in June 1985 to simulate the airblast effects of an 8-kiloton nuclear
weapon surface burst. The prototype shelter was constructed and backfilled to a
depth of burial of 4 feet at the range corresponding to the predicted 0.50 MPa
(75-psi) peak overpressure level. The U.S. Army Engineer Waterways Experiment
Station (WES) and the U.S. Army Engineer Division, Huntsville (HND),
cooperatively designed and fielded the prototype civil defense blast shelter in
support of the Federal Emergency Management Agency (FEMA) Keyworker Blast
Shelter Program. The test verified the structural design developed from a 3-
year research program at WES. This paper compares the data from the prototype
test with data from previous High-Explosive Simulation Technique (HEST) tests on
1/4-scale models. Specifically, in-structure shock is evaluated using shock
spectra developed from acceleration data. Shock spectra developed from the
prototype test are compared to the scaled shock spectra developed from the model
tests. Also, a comparison is made with the in-structure shock environment
measured in a full-scale, 18-man capacity corrugated steel blast shelter.
Conclusions are drawn on the shock environment in civil defense blast shelters
and its effects on personnel and typical blast shelter equipment. The validity
of using small-scale model structures and HEST simulations in determining in-
structure shock g6nerated by nuclear weapons is discussed.

INTRODUCTION weapon dictated an earth-mounded or buried
structure. Among the structures field tested

WES has conducted several structural under dynamic loadings were a full-scale
research studies in support of the FEMA corrugated-metal expedient-type shelte- [1l,
Keyworker Blast Shelter Program. At the time six 1/4-scale reinforced concrete models of a
this research program was initiated, civil deliberate-type shelter [2], and a full-scale
defense planning called for the evacuation of reinforced concrete deliberate-type shelter
nonessential personnel to safe (low-risK) [3]. In-structure shock determined from
areas (when a nuclear crisis is probable) and acceleration data recorded in the 1/4-scale
the constr .ction of blast shelters to protect m,,del tests aad the corrugated-metal shelter
key workers remaining in the high-risk teQt are discussed by Slawson and others [4)
areas. FEMA tasked HND to develop keyworker and aoodson and others (53, respectively.
shelter designs, and WES supported the HND This paper discusses the prototype reinforced-
effort with design calculations and concrete shelter test and compares the In-
experiments using 1/4-scale models and structure shock environment with those
prototype structures. Both deliberate- and discussed in References 4 and 5.
expedient-type shelters were studied. A
deliberate shelter is a permanent structure TEST DESCRIPTION
with generally a capacity of 100 to 400
people. An expedient shelter consists of A full-scale, 100-man capacity reinforced-
prefabricated components which can be concrete blast shelter was tested in the high-
installed within a time period of about 2 explosive MINOR SCALE Event sponsored by
weeks and generally has a 20-man or less DNA. Approximately 4,320 t (4,800 tons) of an
capacity. ammonium nitrate fuel-oil mixture was

Structural design parameters required that detonated in June 1985 to simulate the
the shelters survive at a peak overpressure of airblast effects of a 33-TJ (8-kt) nuclear
0.34 MPa (50 psi) from a 4,200-TJ (1-Mt) weapon surface burst. The prototype shelter
nuclear weapon. The structural design was .nstructed and backfilled to a
criteria and the levels of initial and depth of burial of 1.2 m (4 ft) at the range
residual radiation associated with the threat corresponding to the predicted 0.50 MPa
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(75 psi) peak overpressure level. In consistent with cube root scaling, the actual
preparation for the prototype test, WES yield simulated in the 1/4-scale test has been
conducted a series of yield effects tests [6) multiplied by 16 for comparison to the full-
to determine the overpressure required in the scale tests. The peak ovnrprebsures simulated
33 TJ (8 kt) nuclear simulation to result in in the three tests were similar, but the
the same damage as the design threat weapon yields varied.
(4,200 TJ at 0.34 MPa). The yield effects
tests and analyses indicated that the IN-STRUCTURE SHOCK
prototype shelter should be placed near the

0.50 MPa (75 psi) peak overpressure level. In-structure shock is typically
Figures 1 and 2, respectively, show plan represented in terms of shock spectra. Shock V

and elevation views of the shelter. The spectra are plots of the maximum responses,
shelter contained mechanical air-moving usually of relative displacement,
equipment (fans azd ducts), a diesel pseudovelocity, and/or absolute acceleration
generator, bunks, and three Instrumented of linear oscillators, with a specified amount
anthropomorphic mannequins. The mannequins of damping to a given Input base acceleration-
were positioned in the standing, sitting, and time history. The maximum response is plotted
supine positions, and their movement was as a function of oscillator frequency.
documented using accelerometers and high-speed Vertical shock spectra were generated from
photography to investigate occupant acceleration data recovered in the dynamic
survivability. The diesel generator and test using a computer code developed at WES.
mechanical equipment were tested pre- and The experimentally determined shock spectra
posttest to investigate equipment were calculated using a damping of 5 percent
survivability. One hundred channels of of critical, and smoothed versions are shown
instrumentation were recorded. Figures 3 in Figures 8 through 13 for accelerometers
and 4 show the instrumentation gage locations. AV-1 through AV-6, respectively. As shown in

Figure 4, the accelerometers were located on
RESULTS the floor of the shelter.

Figure 14 compares shock spectra developed
Damage to the shelter during the MINOR from accelerometer AV-1 with vertical floor

SCALE Event was light with structural shock spectra determined from data recorded in
reflections essentially within the elastic the corrugated-metal shelter test and the 1/4-
range. Maximum measured midspan deflecticns scale model test (D-3B) discussed in
were approximately 2.0 cm (0.8 inch) with References 4 and 5, respectively. For
permanent roof deflections of 0.3 cm comparison with full-scale results,
(0.13 inch) or less. Minor concrete cracking displacements dnd accelerations from the 1/4-
was noted on the roof slab as shown in scale test were multiplied and divided by 4,
Figure 5. Hairline cracks were visible on the respectively. The spectra from the prototype
walls as shown in Figure 6 and on the floor as shelter compare well with that of the metal
shown in Figure 7. Figures 5 through 7 do not shelter at all frequencies. However, scaled-
show all of the cracks in the structure but up data from the 1/U-scale test indicate a
are representative of the types of cracks much more severe shock environment than data
found throughout the shelter. from either of the full-scale tests. Note

The mechanical equipment Incurred no from Table 2 that yield is much higher in the
damage during the test, and the final 1/4-scale test than in the 2 full-scale tests,
positions of the mannequins were similar to but yield was also higher in the metal shelter
the pretest settings. The feet of the than in the 100-man shelter test with no
standing mannequin moved forwerded corresponding increase in shock levels. No
approximately 1.3 cm (0.5 inch). Data good explanation of the discrepancy between
recovery was very good for the airblast- spectra generated from the 1/4-scale structure
pressure gages, soil-stress gages, tests and the 2 prototype tests is apparent at
accelerometers, interface-pressure gages, and this time. However, we note that the airýist
deflection gages. -he 100 channels of data generatt.d by the MINOR SCALE Event was

will be published in a WES technical report relatively smooth (no high-frequency
[3). oscillations) compared to the airblast

The weapon simulation was determined by generated in the simulators used for testing

choosing the best fit, in a least-squares the 1/4-scale and expedient shelters, and that
sense, of 100 msec of the airblast data to a the metal expedient shelter may have
33-TJ (8 kt) nuclear weapon pressure-time effectively filtered out the nigh-frequency
history as defined by Speicher and Brode in signals.
Reference 7. The procedure used to select the
best fit is described In some detail in OCCUPANT SURVIVABILITY
Reference 8. The weapon simulations for each
surface airblast data record are listed in Reference 8 discusses human shock
Table 1. tolerance. The effecte of shock on personnel

Table 2 compares the average weapon inside the structure depend on the magnitude,
simulation peak overpressure and yield values duration, frequency, and direction of
with those of the corrugated-metal shelter motion. Also, the position of the man at the
test and the 1/4-scale model test. Note that time of shock influences its effect.
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Reference 8 recommends using a maximum design WES, was the Program Manager. The field test
acceleration of 10 g's at frequencies at or was supervised by Me3srs. S. C. Woodson and
below man's resonant frequency in the standing T. R. Slawson, SL, WES. The structure was
position (10 Hz). Figures 8 through 13 show instrumented by Mr. Phil Parks,
that the flo,,r acceleration was less than Instrumentation Services Division, WES.
5 g's at a frequency of 10 Hz. Since human
shock tolerance is higher in the seated and REFERENCES
supine positions than in the standing
position, the probability of injury decreases. 1. S. C. Woodson, et al.. "Dynamic Test of a

Impact injuries occur at much lower Corrugated Steel Keyworker Blast Shelter,"
accelerations than compressive bone Technical Report SL-86-6, May 1986, U. S. Army
fractures. Generally, impact injuries may Engineer Waterways Experiment Station,
occur at accelerations of 0.5 to 1 g for an Vicksburg, Mississippi.
unrestrained man in the standing or seated 2. T. R. Slawson, et al., "Structural
position. These injuries are the result of Element Tests in Support of the Keyworker
failing and hitting the floor or other Blast Shelter Program," Technical Report SL-
objects. Impact injuries may be reduced by 85-8, October 1985, U. S. Army Engineer
padding or restraining to prevent movement. Waterways Experiment Station, Vicksburg,
The high-speed photography and posttest Mississippi.
observations indicate that impact injuries are Mississippi.
not probable. Maximum absolute values of 3. S. C. Woodson and T. R. Slawson,
velocity and displacement determined from "Demonstration Test of a Prototype Keyworker
evaluation of the high-speed movies are Blast Shelter: MINOR SCALE," (in
presented in Table 3. preparation), U. S. Army Engineer Waterways

Experiment Station, Vicksburg, Mississippi.
MECHANICAL EQUIPMENT SURVIVABILITY 4. T. R. Slawson, et al., "Shock Environment

The vertical shock spectra in Figures 8 in a Civil Defense Blast Shelter," The Shock

through 13 can be used to determine whether and Vibration Bulletin, Bulletin 55, Part 2,

shock isolation is needed for a given piece of June 1985, The Shock and Vibration Information
equipment, provided fragility curves for the Center, Naval Research Laboratory, Washington,
equipment are known. Alternatively, these D.C.

shock spectra can be used to write shock- 5. S. C. Woodson, et al., "Shelter Response
resistance specifications that the equipment in a Simulated 1-Mt Nuclear Event," The Shock
must be able to withstand. Figure 15 compares and Vibration Bulletin, Bulletin 56 (in
the experimentally determined shock spectra preparation), The Shock and Vibration
from accelerometer AV-1 with safe-response Information Center, Naval Research Laboratory,
spectra fragility curves for typical floor- Washington, D.C.
mounted equipment from Reference 9. Figure 9 6. T. R. Slawson, et al., "Yield Effects on
shows that motor generators and communication the Response of a Buried Blast Shelter," The
equipment should be shock isolated to ensure Shock and Vibration Bulletin, Bulletin 56(in

survivability. The diesel engine generator preparation), The Shock and Vibration

inside the tested shelter was supported on Information Center, NSval Research Laboratory,

mounting brackets on top of the fuel tank and Washington, D.C.

incurred no damage.
7. S. J. Speicher and H. L. Brode, "Airblast

CONCLUSIONS AND RECOMMENDATIONS Overpressure Analytical Expression for Burst
Height, Range, and Time Over and Ideal

Based on results of the prototype shelter Surface," PSR Note 385, November 1981 (with
test in the MINOR SCALE Event, in-structure updates through November 1982), Pacific-Sierra
shock in the 100-man Keyworker Blast Shelter Research Corporation, Santa Monica,
is within acceptable limits for occupants. It California.
is recommended that typical blast-shelter 8. P. . Mlakar and R. E. Walker,
equipment such as generators and communication "Statistical Estimation of Simulated Yield andequipment be sho ok isolat ,.d to ensure Ov r r s u e "The Shock and Vibration
survivability. The shock spectra presented Overpressure,"ThSocanVirtn

Bulletin, Bulletin 50, Part 2, September 1980,can be used to evaluate equipment The Shock and Vibration Information Center,
survivability; or alternatively, they can be Naval Research Laboratory, Washington, D.C.
used to develop specifications for shock

isolators. 9. R. E. Crawford, et al., "The Air Force
Design Manual for Design and Analysis of

ACKNOWLEDGEMENT Hardened Structures," 1974, Air Force Weapons
Laboratory, Kirtland Air Force Base,

This work was sponsored by the Federal New Mexico.
Emergency Management Agency (FEMA), 10. U.S. Army Technical Manual TM-5-855-1,
Washington, D.C. Messrs. Tom Provenzano and "Fundamentals of Protective Design for
Jim Jacobs, FEMA, were Program Monitors during Convental on Prtcie D.s. Army,
this test and the preparation of this paper.
Dr. S. A. Klger, Structures Laboratory (SL), Washington, D.C.
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Table 1. Nuclear Weapon Simulations

GaeWao OOverpressure (p21)

AB-2 8 88

AB-3 8 74

AB-4 8 52

AB-5 8 63

AB-6 8 48

AB-7 8 53

AB-8 8 46

AB-9 8 59

AB-10 8 53

Average 8 58

Table 2. Comparison of Weapon Simulations

Peak Overpressure Weapon Yield
Test (psi) (kt)

1/4-Scale Model Shelter 62 5,488

Expedient Metal She'ter 55 1,000
(Prototype)

100-Man Prototype Shelter 58 8

Table 3. Mannequin Response U.

Maximum Displacement Maximum Velocity
Mannequin (inch) (feet/sec)

supine 0.9 1.14

seated 3.2 2.9

standing 1.3 1.5
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Figure 6. Hairline cracks on wall.

Figure 7. Hairline crack on floor.
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Figure 8. Vertical shock spectra from accelerometer AV-I.
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Figure 9. Vertical shock spectra from accelerometer AV-2.
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"RESPONSE OF NONREINFORCED MASONRY WALLS
TO COI.VENTIONAL WEAPONS

James C. Ray, Robert E. Walker, and William L. Huff
U.S. Army Engineer Waterways Experiment Station
P0 Box 631, Vicksburg, Mississippi 39180-'.631

An existing computer code h's t)-en modified to analyze the vulnerability of
nonreinforced masonry walls t( airblast from conventional weapons. Two new
subroutines were added to add'ess the nonuniform loading and localized response
associated with conventional weapons analysis. The predictions from the code
have been compared to a lim ted amount of existing experimental data on masonry
walls and have compared well in most cases.

INTRODUCTION begin to propagate outward from this area
along the wall's surface as well as undergoing

The dynamic response of structures to its normal time-dependent decay (see Figure
airblast has been studied extensively in the Ib). When the wave reaches the wall edges, a
past. However, most of the analysis efforts refraction wave will be formed and will
have been directed toward materials (such as propagate back inward toward the center of the
reinforced concrete) considered to be most wall causing the reflected pressures to be
suitable for construction vf blast-resistant relieved, leaving only the dynamic pressure on
structures and toward structures in a nuclear the wall surface. As the blast wave begins to ,
airblast environment. Little effort has been clear from the wall surface, the pressures
made in the study of the dynamic response of near the wall edges may possibly be greater
masonry walls, especially when subjected to than those nearest the point of detonation
conventional weapons. Since many existing producing a distribution as seen in Figure
structures are of masonry-type construction 1c. Intuitively, it nan be seen that as the
and terrorist bombings have become a prevalent weapon and/or range becomes larger with
threat, the need to understand and predict the respect to the wall, the blast loading will
vulnerability of these structures to become increasingly more uniform, and the
conventional weapons has escalated, above phenomena will become less prevalent.

The response of ste-tctures to conventional In an attempt, to predict the response of
weapons airblast is often very different from masonry walls to any size of conventional
their response to nuclear weapons airblast. weapon, an existing computer code has been
Nuclear airblast durations are generally in modified. The original code, named ARCHING,
the hundreds of milliseconds range, was developed by C. K. Wiehle and J. L.
Conventlonal weapons airblast is often much Buckholt [11 at the Stanford Research
shorter in duration and can vary over several Institute to predico the response of
orders of magnitude depending upon weapon size nonreinforced masonry walls to airblast from
and range. nuclear weapons.

The blast pressure distribution on walls COMPUTER CODE
from nuclear airblast can generally be closely
approximated by assuming a uniform In the code, wall response is calculated
distribution over the entire wall surface, through use of a single-degree-of-freedom
However, this is often not the case with (SDOF) analysis. The walls are assumed to
conventional weapons. Not only does the blast rotate about their supports as two rigid
pressure magnitude vary with time, but also bodies (see Figure 2). Resistance of the wall
its distribution over the structure's to lateral loads is assumed to be provided
surface. If a conventional weapon is entirely from in-plane compressive forces
detonated at close range to a relLtively large caused by an arching effect at the wall's
wall, the early-time loading will tend to be supports as demonstrated in Figure 3. Any
concentrated over a small area of the wall wall resistance due to tensile sr.•ength of the
(see Figure la), and a local breaching (snear) mortar or bricks is assumed to be negligible
of this area will be the likely failure compared to the resistance due to arching and
mode. If the wall is not breached and if the is thus r-glected. A typical resistance
blast wave is of long duration, the wave will function as used in the code is shown in
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Figure 4. The maximum resistance is taken to where
be the point at which the mortar between the
masonry units (mortar assumed to be weaker in P(t,r) - pressure on wall at a
compression than the masonry units) begins to distance r from weapon
crush. P0 (t) - pressure on wall nearest weapon

The failure criteria used in the code is

wall instability. Instability Is assumed to D - perpendicular distance from
occur when the wall deflection becomes large weapon to wall
enough to cause the moment arm between the
wall and its supports to go to zero resulting r - slant distance from weapon
in zero resisting moment and thus collapse.
For a linearized elastic-plastic stress-strain With this type of loading distribution, the
assumption, instability will first occur at a loading on a given wall will approach uniform
deflection equal to the thickness of the wall. loading as the weapon range gets larger and/or

the weapon size gets larger relative to the
The code is applicable to solid brick and wall dimensions. Thus, the cubic equation

hollow or filled concrete masonry unit (CMU) automatically takes care of both localized and
oalls and can be used for response nonlocalized loading cases. The cubic
calculations of both one- and two-way action distribution is assumed to occur immediately
walls. It can be used to predict the response upon arrival of the blast wave and to remain
of a given wall to the alrblast from a in this form throughout the blast wave
specified weapon yield, to solve for the duration. Its magnitude is solely dependent
incipient collapse pressure of a wall upon the exponentially decaying pressure at
associated with a specified weapon yield, the center of the wall. Future work in this
and/or to vary particular wall properties and area should be directed toward better defining
compute the probabilistic incipient collapse and modeling the time-dependent variation of
overpressure for a given size wall [1]. pressure distribution on walls.

COMPUTER-CODE MODIFICATIONS The total force produced by this assumed
pressure distribution is determined by

Numerous minor modifications to . integrating the volume under the portion of
existing code were necessary in order to adopt the distribution that covers the wall. The
it to conventional weapons analysis. However, totel force is defined by the following
only the three major changes associated with integral (see Figure 6):
the previously mentioned conventional weapons
phenomena wlll be discussed herein. H

F(t) - 2H. P(r)dr
The integration time step sizes used in 0

the SDOF analysis routine of the original code where
were the same regardless of weapon size and
duration. This was not adequate for H - total height of the wall
conventional weapons applications. Therefore,
the time step sizes used for each particular P(r) - pressure defined by the previous
analysis were made to be functions of the equation
given weapon size, positive phase duration of
the blast wave, and the current time with r< - 0.5 • wall width
respect to the positive phase duration. Much
smaller time steps are taken at early times in The total force is then divided by the
the computation when the pressure is wall area in order so obtain a uniformi
decreasing very rapidly, and the time steps pressure distribution. A uniform distribution
are increased in size as the computation is necessary for the code's existing SDOF
continues and the pressure changes become less analysis routine which uses load-mass factors
abrupt, developed for uniformly luaued beams. A

subroutine is presently being added that will
Since an assumption of a uniform wall provide load-mass factors based on the cubic

loading (as in the original code) would be load distribution and the assumed deflected
overly conservative in many cases with small shape.
conventional weapons, a subroutine TFORCE was
added to the code to address the previously In order to check for the occurrence of a
discussed nonuniform loading problem. In this localized breaching of the wall, a subroutine
routine, a cubic pressure distribution ý2, 3) SHEAR was added to the ARCHING code. Since
is assumed and is lefined by the following very little information or data ;3 available
equation (see Figure 5): on the possible localized response mode of $

masonry walls, a very basic, conservative
approach was necessary for a "first cut" at
this type of analysis. Fur'ther refinement and

(n3• Improvement will be made to the analysis as
P(t,r) P (t) more is learned In this area.
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In this analysis, local breaching or shear from the revised code have been compared to a
failure is assumed to be initiated if the limited amount of experimental data on masonry
total applied force acting over a specific wall response to conventional weapons. Table
area at the time of arrival of the blast wave 1 shows a comparison between the actual and
(oubioly distributed also) is greater than the predicted response for four tests conducted by
total shear resistance of the mortar around the Swedish National Defense Research
the perimeter of that area (see Figure 7). Institute [43, kwo tests by researchers in the
This type of failure is assumed to occur very United Kingdom, and four tests by WEE.+
early in the response of the wall and to be These results indicate that the code works
caused by excessive material strains during well for predicting the response of walls
the first propagation of the stress wave which respond in a purely flexural mode, but
through the wall. If these initial stresses that the predictions for shear failure were
are greater than the allowable shear stress of far too conservative.
the mortar (mortar assumed to be the "weak
link"), shear failure is assumed to initiate. Calculations 1-3ing the code indicated that

shear would just begin to initiate in the 30-
At present, there is no available data on cm-thick (12-in.) 3olid brick wall (WES test)

which to base any assumptions for the actual with 6.2 kg (13.7 lbs) of TNT at a range of 56
area over whion shear failure for a given set cm (22 in.). However, no cracking in the -

of loading and wall parameters can be expected shear area could be found. The
expected. Until further information is charge weight wab then doubled to 12.4 kg
obtained, a shear diameter equal to 1.3 times (27.4 lb) and still no indication of shearing
the charge distance from wali has been could be found. In fact, little crackin'
assumed. This factor comes from TM 5-855-1 other than minor vertical cracks at tne wall
[2] where the figure is recommended for edges were evident after either teL.. The
determining the area over which to apply load actual and predicted flexural responses,
for close-in detonations. The total force neglecting shear, compare very closely for
acting over the specified area is determined these walls.
by integration of that portion of the load
distribution which is applied over that area CONCLUSIONS AND RECOMMENDATIONS
(Figure 7). The integral for the total force
is defined a follows: The revised ARCHING code appears to give

R good results for predicting the response of
Ft - 2%rJ r.P(t).dr masonry walls when only a flexural mode is

considered. However, as expected, much
where improvement is needed in the si-ar response

analysis. At present, the shear analysis
R - specified radius of shear area provides results that are far too

conservative.
The total resisting shear force is defined as:

Basically, more research and
R - 2 uRto experimentation is needed in all aspects of

aynamio masonry wall response. Some primary

where areas of interest are the arching effect on
masonry walls, the nonuniform time-dependent

t - wall thickness loading produced by small conventional weapons
a - ultimate shear stress and the effects of this on the structural

response, material strength and masonry bond
The actual movement of the sheared-out section pattern effects, and fragmentation effect on
is not calculated, only the "InitJition" of the structural response and failure mode.
shearing. However, as more information is Also, the present code is not applicable to
obtained, this would be a useful addition to cavity-type masonry or reinforced masonry
the code. walls. Since these are very commoi. types of

construction, work should be perforned to
As stated previously, many possible adapt the code to these types of walls.

variables affecting the localized ,-esponse of Pending these improvements, the present code
masonry walls are still unknown or had to be should provide a means of obtaining a iairly
neglected in the present analysis due to lack reliaole and conservative estimate of
of information on their effects. A major structural vulnerability to conventional
factor affecting this type of response is felt weapons.
to be the increased shear resistance of the
wall materials provided by in-plane arching
forces developed within the wall panel and by
increased material strengths due to the Personal Communication, Mike Hedges, Property
dynamic effects. Services Agency, United Kingdom, 1986.

RESULTS +Unpublished Data, David Coltharp, U.S. Army
Engineer Waterways ExperiTient Stat2.on, •,

Maximum response calculations obtained Vicksburg, iississippi, June 1986.
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Table 1. Actual Versus Predicted Results

Equivalent
TNT Maximum Deflection

Weight Range mm (in.)
Wall Description kg (lb) m (ft) Predicted Measured-

25.4 cm (10 in.) thick Swedish, 8.4 (18.5)' 5.0 (16.4) 13 (0.5) 13 (0,5) .

solid yellow brick; 2.1 m x
1.2 m; one-way arching

Same as above 48.1 (106) 6.6 (21.7) 30 (1.2) 48 (1.9)

25.4 cm (10 in.) thick Swedish, 8.4 (18.5) 5.0 (16.4) 13 (0.5) 10 - .4)1
solid red brick; 2.1 m x 1.2 m;
one-way arching

Same as above 48.1 (106) 6.6 (21.7) 36 (1.4) 53 (2.1)

23 cm (9 in.) thick U.K., solid 27.2 (60) 6.0 (19.7) 41 (1.6) 38-Perm. (1.5)
brick; 2.6 m x 2.7 m; Gap IM-0.

at top of wall

Same as above 27.2 (60) 9.0 (29.5) 15 (0.6) 3-rebound (.1)

10 cm (4 in.) thick U.K., solid 27.2 (60) 10.0 (32.8) Collapse Collapse
brick; 2.6 m x 2.7 m; two-
way arching

30.5 cm (12 in.) thick WES, 3.1 (6.9) 0.9 (2.9) Shear fail. No shear
solid brick; 3 m x 3.7 m; 9 (0.4)-flex. 8 (0.3) in flex.
two-way arching

Same as above 6.2 (13.7) 0.9 (2.9) Shear fail. No shear
15 (0.6)-flex. 17 (0.65) in flex

Same as above 12.4 (27.4) 0.9 (2.9) Shear fail. No shear
21 (0.85)-flex. 51 (2.0)-flex.

20.3 cm (8 in.) thick WES, 68.0 (150) 12.9 (42.4) 23 (0.9) 53 (2.1)
solid .ick; 2.7 m x 4.9 m;
two-way arching

Same .a above 6.2 (13.7) 0.9 (2.9) P6 (1.0) 57 (2.3)
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Retarded Potential Technique Applied for Shock Wave Loading of
Doubly Symmetric Submerged Structures

W. W. Webbon M. Tamm..

Martin Marietta Baltimore Aerospace Naval Research Laboratory
Baltimore, Maryland Washington, D. C.

A three-dimensional application of the Kirchhoff retarded poten-
tial integral equation referred tc. as the Retarded Potential Technique
is combined with the finite element structural analysis program AD-
INA. The combined method is used to predict the transient response
of an elastic spherical shell immersed in fluid to an incident plane step
pressure pulse. Predictions compare well with known series solutions
for the response although divergence of the predicted responses occurs
at later times. The method may be applied directly for non-spherical
doubly symmetric structures with a continuous fluid-structure inter-
face modeled with ADINA shell finite elements.

NOMENCLATURE etructure inner directed normal acceleration
j index of the observation point (zone) at

a midsurface spherical shell radiusq which the pressure is calculated
F vector from coordinate origin to k index of the field point (zone) for the

observation point numerical integration for pr
t observation time r,, geometric coefficient defined by equation (4)
to t - •, retarded time fliki geometric coefficient defined by equation (5)

FO F(x, X. z, to), vector from coordinate t' -,time retardation corresponding

origin to integration point to R1k

R = - fol, magnitude of ve.tor from Rjp distance from zone j to subzone ki
integration point to obse.vation point nik, largest integer in J"..

c velocity of sound R," - niq, fractional part of
pF, t) t. tal pressure time retardation
P -- a, time derivative of pressure C, numerical differentiation coefficient q

prescribed incident pressure pulse Ak influence coefficient relating the acceleration
p"" radiated pressure due to non-rigid body at zone k at time (m - i)r to the pressure
p"C scattered pressure of rigid body at zone j at time mr
Po magnitude of step pressure B•. influence coefficient relating the pressure
S surface of the body at zone k at time (m - i)r to the pressure
io unit normal on S into the body at zone j at time mr
R.a maximum distance between two (z,yz) cartesian coordinates with origin at center

points on S of sphere
t. = , maximum retarded time 0 polar angle measured from z-axis
K number of zones into which S is divided 6,(0, t) z-directed deflection of sphere surface
Sh k" zone of S •,(0, t) z-directed velocity of sphere surface
?k center of Sk 6 Newmark time integration parn.meter
Fj observation poi1 t (the set of FV's is the a second Newmark parameter given by

same as the set of 'k's) 0.25(6 + 0.50)2
r time step size
m time step index
p fluid density
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INTRODUCTION For a plane acoustic wave with discontinuous front, for
example, a solution will "characteristically start out with

The Kirchhoff's retarded potential integral equation is reasonable values but degenerate rapidly into larger and
appealing as a method for analysis of transient scatter- larger oscillations" 161. This convergence problem is re-
ing and radiation from a submerged body because it pro- duced in the case of a plane step wave by utilizing con-
vides a solution without inherent approximation. The tinuous approximations of the step function.
equaticn reduces the volume integration over the entire
fluid to an integration over the surface enclosing the body
reducing the numerical computations required. The com- FORMULATION
putation can be performed in the time domaiq permit- A discussion of the contiruous and discrete retarded po-
ting interface with direct integration structural analysis tential equations may be found in Refs. 13,41. The equa-
codes. Researchers have used exact solutions such as
the retarded potential formulation for rigorous deriva- tioin for calculation of surface total pressures 141, p(F, t),

tion of fluid-structure approximations such as the Dou- for a continuous closed surface in an infinite fluid subject

bly Asymptotic Approximation (DAA) [1,21. The direct to continuous wave loading is as follows:

use of the Retarded Potential Technique (RPT) is inves- pr t) "((itto)
tigated here to determine feasibility and accuracy. p(T,t) 2pI'c(",t) - A] R dS

The RPT method to be described was first imple- + 1ff
mented for scattering from a rigid sphere by K. M. Fir p('o~o + RaP t)I o R'•'"'• cSli^f 1

Mitzner [3] ;vho accurately cý.lculated the scattering from
the sphere due to a Gaussian incident pulse. This ap- The position vector, F, refeis to points on the surface

plication was further extended by H. Huang (4[ to in- as measured from the coordinate origin. The quantity, to

cude the radiated pressure component from an elastic , is an earlier or "retarded" time which is determined for a

sphere. The technique was applied to an axisymmetric specific integration point by subtraction from the current

NASTRAN spherical shell finite element model by apply- time, t , at the observation point of the transit time of

ing the series solution for the rigid sphere scattered pres- sound between the points. The incident pressure, p ,

sure and calculating the radiated pressure. Calculated is the surface pressure loading, p, is the fluid density,

pressures and velocities agreed with the series solutions. Z is the acceleration of the se!ected surface, iio is the

The present study extends this earlier work to solu- inner directed normal unit vector to the surface at an

tion of three-dimensional geometry performing rigid scat- integration point. The equation is valid for continuous

tered and ra iated pressure calculations concurrently. A pressure waves which are solutions to the linear wave
quarter spherical model with double symmetry consist- equation.

ing of 34 shell finite elements is analyzed with a three- 1 oap
dimensional surface integration for the pressures. Con- V~p -- (2)
current solution for the structural dynamic response is C sto
accomplished by applying these pressures to the finite Ebi
element model. of equation (2) subject to the boundary condition Vp.

The ADINA [51 program is used and axisymmetric sur- no = -Po 141.

faces defined by the three-dimensional shell element form Application of equation (1) to solve problems involving
the RPT fluid-structure interface. The method is im- structures in a (presumed) infinite fluid requires replace-
plemented in such a manner that non-spherical doubly ment, in effect, of the fluid within the selected surface by

symmetric surfaces may also be studied. The method, in a structure whose boundary behaves exactly as the fluid
principle, can be extended to fully three-dimensional ge- boundary. This application may be described as follows.
ometries. Wave loading is described by specifying an inci- It is first noted that the total pressure, p, is the sum of

dent waveform and its direction and location. The struc- the incident, scattered and radiated pressures.
tural model may contain material non-linearities but not P + p P (3)
geometric non-linearities. Another task has been im-
provement of stability in the numerical solution. It was For convenience, the sum of the scattered plus incident
pointed out by Neilson, Lu, and Wang [6] that the numer- pressures are denoted p"' and equation (1) could be split
ical technique of Mitzner is most applicable for a pulse into two equations for p11 and pIad 14], describing the
having a continuols envelope such as a Gaussian pulse. problem of scattering of an incident pressure wave from
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a rigid surface and the problem of radiation of pressure at the source point as illustrated in Fig. 2. An important
in a fluid due to imposed surface accelerations, respec- feature of the numerical integration technique is that the
tively. The replacement, in effect, of the flutd inside the retarded time is allowed to vary over a zone thereby ad-
selected surface by a structure can be achieved by requir.- mitting mi h !hrger zones than could be permitted if a
ing that the impos,, -urface accelerations are the same single ret, ed time were associated with each zone [3].
as those experienced by a structure in response to the For the surface area immediately surrounding the ob-
total pressure. The solution consists of the superposition servation point, a modified calculati %n must be used to
of these two linear fluid dynamics problems with inter- compute the source influence, because of the close prox-
med ate solution of the structural dynamics problem. In imity of the observation p_. t and the presence of a sin-
practice these two fluid problems may be solved concur- gularity at the observation point itself. The surface sur-
rently. Note that there are no restrictions on the surface rounding the observation point is approximated by an
deformation although, for this study, the deformation is osculating paraboloid with principal curvatures match-
assumed to be small. ing those of the original defined surface and an exact

integral, which takes into account the singularity, is eval-
uated over this surface. The curvatures are numerically

IM PLEMENTATION evaluated at the center of each finite element surface.
Further details of the surface integration technique are

For computation, the fluid dynamics problem defined by elaborated in Ref. 131. The major points of the deriva-
Equation (1) must be discretized and linked to the struc- tion are repeated here for continuity.
tural analysis code. The surface prep're field is approx- Each of the K zones are subdivided into L sub-
imated by subdividing the surface ... K zones of con- zones, $•, small enough that the pressure, pressure time
stant pressure coinciding with individual finite element derivative, and acceleration of equation (1) may be as-
surfaces. The surface normal acceleration field is aiso sumed constant. The remaining integrals,
approximated as constant on the surface of the finite ele-
ment for calculation of the pressure. Pressures and accel- f[ (4)
erations are discretized in time to coincide with the time r1  f Jfs - (4)
steps of the finite element program. Prior to conducting
the time history computation of pressures and structural Y, W
response, a matrix of influence coefficients must be calcu- flhz =-ff - 3 Ri-k"d (5)
lated that expresses the dependence relations of current At' RJkI a4

pressures on past pressures and past and present accel- are recognized as geometric coefficients, the latter be-
erations. ing negative of the solid angle subtended by Sim at Fi.

First the time derivative of pressure must be reduced The value of the retarded time, !u, will not in general
to a finite difference scheme. A three point backward be a multiple of mr and may be expressed as
difference formula is used In this implementation 13,41. ,
Each zone is subdivided into a mesh of subzones so that tk = (np + yu)r n integer, 0 < -< 1 (6)
the pressure and acceleration can be factored out of the
integral expressions. This subdivision also permits ac- where,pk, pt,k, @k may now be interpolated
curate numerical integration of the geometric influence
factors, as well as accurate determination of the time. pk(r*.- _t) ( m-p ) , (,-n-i)
delayed pressures aad accelerations from each preceding +
time step. Fig. 1 illudtrates the finite elements/zoues The remaining step is to determine the time derivative
(large numbered rectangles) and the subdivision into sub- of the pressure by the standard three point backward
zones. For the purpose of measuring the dietance be- difference formula,
tweer. source and observation points and thereby the
time-retardation, the observatkin point is located at the
center of the field zone and the source point is located P•. (o8
at the center of the source subzone element. The source
points will not fall at a whole number of time intervals where, Q = 2, CO = s, C1 = -2, C2 = -. The discrete
from the field point, so an interpolation from adjacent retarded potential formulation may now be expressed as
whole time intervn 1ý is needed to determine the pressure 14!
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M i
1. Apply (p'n)j at m = 0, time step 1

p XL 2. Calculate zone accelerations, C11
K L, (Note Coo = 0)

P - -n + 3. m = m+lI
k=1 ==b 4. Calculate pM

1 XL 5. Apply pi to finite element model

- k " 1=1 - - kq 6. Calculate zone accelerations, :1+1 by
averaging nodal accelerations from finite

+'j1Cqp'~ }()element solutionIq=+ 7. If maximum time step reached,

Rearranging terms, the total pressure may be ex- stop solution
pressed in terms of two sets of time independent coef- 8. Go to step 3
ficients and the retarded accelerations and pressures.

K STRUCTURAL RESPONSE
I 27 k=ii=o The finite element structural model which is utilized

SK (10) in the study consists of 34 finite elements as shown in
-i .Fig. 3. The spherical shell model has mid-surface ra-

where, =o dius, a = 254cm; Young's modulus, 2.0684 x 10Pa;
thickness, 5.08cm; Poisson's ratio, 0.3, mass density,

max(Rjis) 7784.3kg/mr. The fluid density and sound velocity are

CR + 1 (11) 999.6kg/rm and 1461.2m/a, respectively. A consistent
mass formulation is used in the finite element model.

= maCx(R) + 3 (12) The incident wave approximation utilized for loading the
l e• model is shown in Fig. 4. This is the Fourier integral

This rearrangement is carried out in machine compu- of the step function evaluated from 0 to 1500 hertz in
"tation. Since the pressures pk' on the R.H.S. are not yet steps of I hertz. Direction of the incident wave travel
known, the convergence criteria is (0,0,-1). Several other functions were tried includ-

ing a linear ramp and a step function smoothed by a
min{Rpz},,k >• CT (13) sin2 function. The Fourier integral gives the best results

is imposed implying that a disturbance from one zone over the entire time interval. The non-dimensional time
cannot affect any other zones in less than one time incre- increment used in this study is cr/a = 0.04.
ment and therefore, The displacements of the sphere surface perpendicular

to the direction of the incident wave and the velocities
Bok = 0 for all " # k (14) parallel to the direction of the incident wave are plotted

Hence equation (10) becomes, in Figs. 5 to 7. Dashed curves in these figures indicate
the predicted calculations and the solid curves the known

n =+(responses from Ref. [7]. The calculated results agree
- +4Xr(p'n•)•/(2Tr + B•) (15) very well with the known series solutions. The phase of

_p -E -,=0 ,-,A',- _ •=• B_4pj,'', the prediction is in good agreement but there appears
"v (2i r + D k=) to be amplitude decay of the numerical solutions. Thenumerical solution is seen to characteristically oscillate

Solution of equation (14) requires simultaneous knowl- at later times, particularly the velocities. This oscillat-
edge of •,- and p(-'). The finite element code, how- ing behavior is physically a high frequency ringing which
ever, calculates C+" from the total pressure calculated is superimposed upon the overall structural response. It
at step m, pj". Hence, the accelerations used in the pres- is sensitive to the degree of numerical damping imposed
sure calculations lag one time step behind. Presumably, by the numerical integration technique in the structural

r may be chosen small enough that this discrepancy is finite element model. The values of the Newmark param-
insignificant. The solution algorithm is based on the fol- eters, 6 and a, for the structural response shown in the

lowing steps. figures are 0.75 and 0.39, respectively, corresponding to
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a high degree of numerical damping. Good results were for verification of approximate methods. The technique
also obtained for Newmark parameters corresponding to may itself be modified for approximate solution perhaps
no structural damping (0.50,0.25) by introducing algo- leading to improved solution accuracy.
rithms to stabilize pressure oscillations. However, the
stabilization also tends to overdamp the response.

The oscillating behavior of the solution is also af- ACKNOWLEDGEMENT

fected by the smoothness of start of the incident pres-
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pears to accurately model the fluid-structure interaction 58029204.
in spite of the relatively coarse finite element model. The
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SHOCK TESTING

HIGH-VELOCITY REVERUE BALLIBTrC ROCKET SLED TESTING

AT SANDIA NATIONAL LABORATORIES

R. D. M. Tachau
Sandia National Laboratories

Albuquerque, New Mexico,

The design of an impact-fuzed weapon is dependent on accurate end
predictable information about its behavior in an impact environment.
Results from full-scale impact tests are essential in developing and
verifying computer codes which model the crush-up oL tiuse weapons.
This paper discusses the reverse ballistic impact test procedure and
the advantaSes it offers over morq convdntional test methods for
obtaining impact test results. Also described are recent develop-
ments by Sandia National Laboratories in the use of rocket sleds to
push reverse ballistic impact targets faster than ever before.

INTRODUCTION Impact tests are the third type of test
commonly conducted. These tests can be divided

The 3,050 meter (10,000 foot) long rocket into two distinctly different groups. The setup
sled track at Sandia National Laboratories in for the first group involves attaching a test
Albuquerque, New Mexico, is a unique test facLl- item to the front of a sled and propelling It
ity. The track, along with its assortment of into a fixed target at the end of the track.
specially designed rocket sleds and laser track- This is referred to as a direct impact test.
Lng system, is the scene of a wide variety of The setup for the second group of lmpact-type
tests. Over the course of many years, rocket tests involves fixing the test item at the end
sled testing at Sandia National Laboratories has of the track, putting a target on a sled and
ranged from nuclear waste transportation contain- then propelling that target into the stationary
er crash tests to rain and dust erosion tests test item. This is referred to as a reverse
for high-velocity reentry vehicles. However, ballistic impact test. This paper will discuss
the most typical sled runs involve parachute recent developments in the use of rocket sleds
deployment tests, component acceleration tests for reverse ballistic impact testing. The tests
and impact tests, involve the high-velocity impact of reentry

vehicles by 200 to 300 kilogram (440 to 660
Parachute deployment tests are essential in pound) sled-mounted targets.

the development of air-delivered weapons or
submunitions. For this type of test the unit is
positioned on a rocket sled that ejects the test WEAPON SYSTEM DEVELOPMENT
item vertically when the sled reaches a pre-
scribed forward velocity. An onboard timer It is necessary to have some background
deploys the parachute at or near the test unit's knowledge of weapon system development so that
apogee. From that point on, the trajectory reverse ballistic impact testing can be fully
replicates the free-fall trajectory from an appreciated. The design of an impact-fned
aircraft bomb rack or munitions dispenser, weapon is dependent on accurate and predictable
Onboard telemetry and a motion picture camera, information about its behavior in an impact
as well as ground-based photography and laser environment. Computer codes allow analysts to
tracking, provide detailed and accurate informa- create detailed simulations of a weapon's crush-
tion about the unit's performance. up and fuze timing during impact, but veriflca-

tion of these codes requires full-scale testing,
The rocket sled facility is also ideally Reverse ballistic testing offers significant

suited for testing the operation of components advantages over the more conventional methods of
under high accelerations. For these tests the field testing which require dropping or flying
component is attached to a recoverable sled and the test unit into a stationary ground target.,
run down the track on a predetermined accelera-
tion profile. Onboard systems or telemetry While the quantity and frequency of data
monitor the performance of the component being that can be collected from a conventional teot
evaluated. is limited by onboard telemetry systems, the
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reverse ballistic procedure makes it possible to track. The search for a rocket motor with about

record large quantities of high-resolution test 2,200,000 newton-seconds (500,000 pound-seconds)

data via hardwire instrumentation. Reverse of impulse led to negotiations with the Army for
ballistic testing also allows precise control of acquisition of mothballed Sprint missiles. The
target definition and impact geometry, informa- Sprint missile propulsion and control assemblies
tion that is essential for computer modeling. had been in storage since deactivation of the
The capability of identifying the precise impact Safeguard Anti-Ballistic Missile system. With
point, before the test, makes it possible to its impulse of 4,400,000 newton-seconds
include high-speed photography and flash x-rays (1,000,000 pound-seconds) and 1.65 second burn
as part of the reverse ballistic test diagnos- time, the Sprint first stage rocket motor
tics. In regard to the testing of reentry vehi- offered an extremely cost-effective solution to
cles, another important advantage of a reverse the problem of adequate rocket sled propulsion.
ballistic rocket sled test is its relatively low With the construction of the track extensior
cost compared to that of a missile flight test. underway and successful acquisition of the

Sprint rocket motors, attention focused on
Results from high-velocity impact tests are development of a new sled.

essential in developing and verifying computer
codes which model the crush-up of reentry vehi-
cles. Reverse ballistic rocket sled testing THE FIRST SPRINT-POWERED REVERSE BALLISTIC
provides one of the most practical means of IMPACT TEST
collecting high-velocity, full-scale, crush-up
data. In early 1984, reverse ballistic impact

test requirements for the Mk 21 reentry vehicle
established the following performance and sled

REVERSE BALLISTIC IMPACT TESTING AT design parameters:
SANDIA NATIONAL LABORATORIES

1. Minimum impact velocity:. 1,830 m/s
The Track and Cables Division at Sandia (6,000 ft/s)

National Laboratories has conducted reverse
ballistic rocket sled impact tests with target 2. Impact surface: elevated 20 degrees
payloads ranging in weight from a few hundred to from horizontal
nearly 18,000 kilograms (500 to 39,600 pounds)
at velocities from 100 to 1,844 m/s (330 to 3. Target material: concrete
6,050 ft/s). Naturally, for a given amount of
propulsion, the relationship between payload A new sled was to be built incorporating these
weight and achievable velocity are inversely design parameters and the newly acquired Sprint
proportional. Until a few years ago, the propulsion.
velocity and weight requirements for most test

scenarios could be met with available propulsion It was decided that the Sprint first stage
on the existing 1,525 meter (5,000 foot) long rocket motor would be used as an integral part
track facility. However, the trend for test of the sled structure. Also, for aerodynamic
requirements has been toward heavier targets and and safety considerations, it was determined
higher velocities. Tests with target payload that the motor, with its 4 degree cone angle,
weights of 200 to 300 kilograms (440 to 660 should be positioned so that the axis of the
pounds) at impact velocities of 3,050 m/s cone would be inclined downward 4 degrees from
(10,000 ft/s) have been suggested. the horizontal, thus making the lower surface of

In October 1984 the existing technology at the motor parallel to the track structure.

Sandia National Laboratories reached a practical The design of the forward payload section
upper limit when a 200 kilogram (440 pound) of the sled evolved into a modified horizontal
target was impacted into a reentry vehicle at cylinder with a 0.88 meter (34.6 inch) diameter
about 1,500 m/s (4,920 ft/s). This was achieved to match the forward end of the rocket motor.
with a two-stage sled propelled over the 1,525 The shape of the cylinder was modified to reduce
meters (5,000 feet) of available track by 15 aerodynamic drag by cutting the cylinder to form
Zuni and 4 Javelin rocket motors. To achieve a vertical wedge with a 30 degree half-angle.
the test parameters for current reentry vehicle The upper surface was cut to form the 20 degree
evaluation programs, Sandia National Laborato- impact surface. A drawing of the sled is shown
ries has undertaken a development program which in Figure 1.
consists of facility upgrading, the acquisition
of high-thrust, short-burn-time rocket motors The internal structure of the welded steel
and the development of new sled and testing payload section created a cavity to support and
technologies, contain a 235 kilogram (520 pound) cast-in-place

concrete target and provided support to minimize
Even before the October 1984 sled test, the aerodynamic-induced deflection of the steel

subjects of facility upgrading and the need for plates forming the vertical wedge surfaces. The
more potent propulsion had already been struts which attach the front of the sled to the
addressed. In the summer of 1984 ground was rails were also integrated into the payload
broken for the construction of a 1,525 meter structure.
(5,000 foot) long extension to the existing sled
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Finally, provisions were made to house the helium bag and sled testing were complete, HST-l
components of a 14-channel telemetry package. was set for February 1986.
The package contained 4 strain gages, 3 acceler-
ometers and 7 pressure transducers and was On the morning of February 15, 1986, the
included to provide diagnostic data on the Mk 21 test unit was in place at the south end of
sled's performance. Fabrication of the sled was the track. 3,040 meters (9,970 feet) to the
completed in March of 1985. While preliminary north the two-stage sled was being readied for
testing of the sled was being conducted, setup launch and the polyethylene bag was inflated
and instrumentation of the Mk 21 reentry vehicle with helium. Resembling a 1.5 kilometer (4,850
were nearing completion. foot) long Quonset hut, the bag was purged to

achieve a helium purity of 94 percent. With all
On April 13, 1985, the reverse ballistic systems "go" the two-stage. 6,050 kilogram

impact test was conducted. The Sprint-powered (13,360 pound) sled was launched.
sled covered 1,503 meters (4,930 feet) in 1.55
seconds and impacted the test unit at 1,844 m/s Ignition, staging and bag entry occurred as
(6,050 ft/s). The test yielded outstanding planned, but after traveling 425 meters (1,400
results and preparations began immediately for -eet) into the helium the rocket motor deto-
the next test which was desiginated HST-l. nated. The sled velocity at the time of the

explosion was determined to be 2,010 m/s (6,600
ft/s). Fortunately, the Mk 21 reentry vehicle

THE '.ýT-l REVERSE BALLISTIC IMPACT TEST at the impact end of the track was untouched by
the sled debris and was recovered for future

The test parameters for HST-l increased the testing.
impact velocity to 2,560 m/s (8,400 ft/s). The
impact angle remained at 20 degrees from the
horizontal so the external configuration of the CONCLUSION
payload structure was not changed. Internal
modifications were made to create a cavity for a A thorough investigation of the incident
slightly larger concrete target. did not lead to a conclusive explanation of what

caused the rocket motor to explode. However, a
Preliminary analysis for sled velocities long-recognized but little understood phenome-

over 1,700 m/s (5,580 ft/s) indicated that, in non, known as rail gouging, is thought to have
addition to severe vibrations, the sled would be been the major contributing factor. Rail
subjected to significant aerodynamic loading and gouging can be described as the localized
heating. In fact, the stagnation temperature on scarring of the rail resulting from intermittent
the leading edges of the sled would exceed the contact between the high-velocity sled shoe and
melting point of steel. Using a technique first the stationary rail. Experience has shown that
employed at the Holloman Air Force Base rocket the onset of gouging occurs as sleds accelerate
sled track, a system was to be developed which through velocities of about 1,525 m/s (5,000
would enclose a portion of the track's length in ft/s). Other contributing factors may have been
a helium environment. With the reduced atmo- structural loading of the sled and vibrational
spheric density created by the helium, the inputs from the sled/rail interface.
effective Mach number of the sled would be
greatly reduced, thereby reducing aerodynamic As a result of these findings research har
loads and heating. intensified and is currently underway to develop

and evaluate new sled shoe designs and mater-
To achieve the desired impact velocity the ials. The sled structure is being modified to

sled run would require 3,040 meters (9,970 feet) transfer loads away from critical motorcase
of track. The setup called for initially joints and a new vibration damping mechanism is
pushing the Sprint-powered reverse ballistic being substituted for the previous rigid sled-
target sled with an additional Sprint first to-shoe connection. High-velocity reverse bal-
stage rocket motor. A drawing of the two-stage listic rocket sled impact testing will resume
sled is shown in Figure 2. After pusher burnout this fall with two scheduled rocket sled tests.
the sled velocity would be 820 m/s (2,700 ft/s)
at which time the target sled rocket motor would Pushing the reverse ballistic rocket sled
ignite and accelerate the sled to impact. The technology forward to achieve higher velocity
final 1,480 meters (4,850 feet) of the track impacts with heavier targets is proving to be a
were to be enveloped in a helium environment, very challenging task. Despite the difficul-
"V'e sled would enter the helium at 1,620 m/s ties, reverse ballistic rocket sleds still offer
(5,320 ft/s), accelerate and impact the instru- one of the most practical means of conducting an
mented test unit at 2,560 m/s (8,400 ft/s). The impact test under precisely controlled condi-
profile of the sled run is shown in Figure 3. tions. The large quantities of high-resolution

data obtained from these tests are instrumental
The track extension was completed in August in the evaluation and development of fuze and

1985 while sled fabrication and development of reentry vehicle design.
the polyethylene sheet helium bag continued.
For crosswind stability, the final bag configu-
ration was semicircular in cross section with a
4.9 meter (16 foot) base. After preliminary
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Sandia National Laboratories

Albuquerque, New Mexico
L. C. Mixon and P. W. Shearer

6585 Test GrouWV/est Track
Hollaian Air Force Base, New Mexico

The response of structural systems subjected to dynamic impact

conditions has long been of concern to the system designers. More
designers are faced with the response problem as mechanical iqw-h
testing becomes a more prevalent method of simulating pyrotechniu
shock. This paper discusses the development that led to a sinple one-
dimensional iqpact code for up to five colliding bodies. The results
of the theoretical model were correlated with measured data taken on
three and six percent scale models of a rocket sled system for impac-.
duration, maximm acceleration during iqpat, and departing velocity.

1.0 IfCCU im p

The drawback to simulating pyrotechnic payload, body. Further constraints requiredshock by mechanical impact is in the adequate that the "impacting*, or hlmer, body (bodies)
definition of the parameters describing the only make contact once. Therefore, it is
impactl i.e., impacting velocity, projectile necessary to track all bodies during their
size, and/or buffering material(s) used to trajectories.
obtain the desired shock profile.
Traditionally, this has been resolved by a Section 2 briefly presents the theory used
sequence of trial and error impacts until the to develop the equations of motion of a one-
right combination has been achieved. This dimensional, general n-body system under inpact.
technique does not lend itself to changing The third section deals with the correlation of
system parameters in a time or cost effective theoretical and measured data for scaled model
manner, impacts. The final section describes the I

application of this technique to full scale
A development effort conducted by the testing.

Bollcman Air Force Base High Speed Test Track
was to simulate a pyrotechnic shock on a 2.0 I1 K=
hardened missile silo to determine the response
and structural stability of the missile 2.1 ri = OF MT=
suspension system. The pyrotechnic shock was
simulated by impacting a large mass and When considering a general n-body system
accelerating it to predetermined velocities (Figure 1), the equation of motion for massi of
within given time and displacement constraints.
Each proposed suspension system required
separate masses, impact velocities, and
displacements to approximate the appropr1ite X,
shock response. The number of varying system
parameters necessitated a numeric approach to F,
defining the trajectory of the "iqvpcted", or

HS C me C

Nolluasml /i-oce7s,-e exc
1 formexJy of 6585 Test Groap/Test Track THREE DEGREE OF FREEOOM

Hotlloma Air Fore Base, Now Mexico FIGURE 1
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that system of bodies can be given as: section will deal with one method of defining a
S,. ... . Xforce transient and its effect oi' the system.

MtheCi(i-Xi-- ) Wu [1] presented two methods of describing
the dynamic impact behavior of colliding

Ki+i(xi+l-xi)-Fi (1) collinear cylinders. The two methods were the
collision force method and the collision induced

It is assumed that the mass, damping, and velocity method. The collision velocity
stiffness terms describing the motion are known, procedure tries to conserve energy and momentum
and are time invariant. Furthermore, the throughout the collision.
diplacement X, its derivatives, and the forcing
function are considered time dependent The collision force method assumes the
relations. Based on these assumptions, equation force due to an impact over a small time
1 can be integrated in the time domain to interval is directly related to the displacement
generate the displacement history of each body. undergone by the contact area within that time
One of the most easily applied methods of interval. The problem is further simplified to
approximating time integration is the method of an equivalent static force by assuming that the
finite differences. A three-point central impacted surface can be described by an
finite difference would yield the following equivalent spring stiffness that relates a
acceleration and velocity relations: "local indentation rigidityu to the "local

2  indentation". Expressed mathematically, this
_it - (Xi,t+l - 2Xi't + Xi,t.1)/At is:

and (2) Pi = Kic (4)
a

Xiit - (Xi,t+l - Xi,t-1)/24t where 6. represents the relative indentation at
the ceRter of the impact area. The power a is

where the subscript t+l and t-1 indicate plus or added to relate geometry and material
minus one time step, At, respectively, properties. Wu stated that it had been shown

for normal elastic behavior, a is one, and it
Substituting these definitions for had been determined empirically that for

acceleration a:.d velocity into equation 1, and Hertzian contact, a is 1.5. The problem at hand
rearranging allows the displacement quantities is not Hertzian, therefore, a will be given the
at the next time step to be expressed in terms value of unity. Figure 2 shows the associated
of present and past displacements. This is qualitative behavior of a system operating under
given by: these assumptions.

At2 2t At

.J±1 i+l,t+l F Fi,t + (!!i - Ki - Ki+l)Xi,t +

2At At2

(Ci+CE -1 )LXi't.1 - C1X1 1t-l -< t t1  t=t 1  tct t= t' t

24t, at2

1ei++l,tl + KiXil,t + Ki+lt (3) .AsTIC

ELASTIC-
2At PLASTIC

Equation 3 can be used to establish the
equation of motion at each point of the body. t1  t, t ti t, D
These equations can be solved simultaneously to
give the nodal locations at the next instant of FIGURE 2
time. Iteration on this concept allows the
time-history response of the n-body system to be The equations as derived assume only
determined analytically, provided that all elastic behavior, hence there is no enerqy
initial conditions and the forcing function are dissipated throughout the c3ntact period, except
known. for the included damping ter;.... Noting this,

equation 3 lets an n-body system, where each
2.2 DEUVATU OP DIP FGKM body has been discretized into M. elastic

members, be analyzed for total body reiponse to
The general derivation of the equations of an impact. It also allows for determining the

motion just described assumed the forcing internal member reactions to the impact, or
function was well defined in its time transient, force input. This latter feature is
dependence. However, if highly transient extremely important for defining a transient
forces, such as impact forces, excite the forcing ftunction that can be used ir. a transient
system, it becomes quite difficult to dynamic response analysis to be performed on the
characterize these as a function of time. This system.
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2.3 DEMITICK OF INPACr 3.0 PBIaCL aRRIMnm'I

The derivation of the equations of motion It is apparent from the discussion in
have been based on impact having already Section 2 that the success of theoretically
started. This need not be the general predicting the time histories of the collision
situation. The development can be handled such are entirely dependent on the definition of the
that initial conditions can be defined so that localized indentation rigidity term, K The
collision has not yet occurred. This requires a plan for physically verifying the u r code
definition for impact. The impact event is was to perform several controlled impacts and
defined to start at that instant in time when empirically determine the impact stiffness.
two or more distinct bodies first come into Once this term had been evaluated, it would be
contact with each other. Similarly, the impact possible to predict future impacts occurring
ceases when these bodies are no longer touching. under the same contact conditions. The control
This means that prior to and after contact, the experiment planned consisted of impacting a
general equations of motion derived in Section hammer mass into an identical payload mass
2.1 apply. During the time of contact the (i.e., a two body system), and again through a
specialized equations of Section 2.2 apply; transfer mass into the payload mass (i.e., a
however, only for the bodies in contact, three body system). These are shown

schematically in Figures 4a and 4b,
Consider Figure 3 to allow for the respectively.

conditions of contact to be defined, where K
and C 4  represents the internal elashiA
structbi1 parameters and N is the node v0o V0
number associated with the A4ing of masses _.• I-76.2ca-

within the body. The first subscript i refers jj".'
to the sled, or body, of interest, and the '0-
second subscript j represents the location PAYLOAD

within the body where the elastic element Lj L--0 " LU_-
resides. The spring/damper assemblies shown
outside of the bodies represent the impact TWO BODY SYSTEM
stiffness characteristics for each body.

V)O V-O

It is aparent from the figure that contact
occurs the Instant D is equal to zero and is j'6'2a -7B.2C--- .2C-•j
maintained as long D fl is less than or equal -r
to zero. Similarly, otlee D becomes larger tRwe .than zero, the 1 tos."t is inhrent in E- LL_ I I F.J
the argument that contact will never occur
unless V is greater that Vl or D,, can never THREE BODY SYSTEM
be reduced. Therefore, Dij is dc•ined, in
general, as: FIGURE 4

Dij - J,1 - Xi,n (5)

NMI N N01  me. a N&a NH N"A NHaG. Najg N.g0 NLS NLg NL,

K 1 91* Kg K.1*1 K -K K

I~~* IIIL ,I 11 I

DEFINITION OF IMPACT

FIGURE 3
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The developmental program was designed in One of the more successful miniature sled
three phases as follows: systems run was the only test where excess

steel-on-steel contact was not exhibited in the
a) Miniature sled systems: Monorail sleds accelerometer data. This impact was shaped with

weighing 56.7 kG (125 pounds). a material having the trade name Fabreeka. This
is shown schematically in Figure 5.

b) Upscale sled systems: Inexpensive narrow
gage sleds weighing 158.8 kG (350 pounds). - 3.2a STEEL PLATEII/(SKIP WELD)

C) Full scale systems: Large expensive narrow ( WED

gage sleds weighing 2268 to 3085 kG (5000 to
6800 pounds). PAYLOAD SLED

3.1 MDUfrM SLF 5Y3n!

A series of experimental data runs were
accomplished at varying inpact velocities under FABREEKA CONFIGURATION
the control setup discussed. The preliminary FIGURE 5
data measurement method consisted of shock
accelerometers mounted near the front end of the
payload sled. The accelerometers were either Figure 6 shows the accelerometer trace for
directly mounted through a stud, epoxied, or the A-18 run, and was filtered at a 4 kilohertz
mechanically attached to an intermediate block- rate.
usually phenolic. Secondary data measurement
was performed by a velocity harp. A velocity The envelope marked pulse time in Figure 6
harp is a device consisting of break wires set is the actual time spent during the inpact, and
at predetermined distances apart, and as a knife is two milliseconds in duration. The first
cuts the wires, a time history is recorded, spike is thought to be the start of the Fabreeka
Finally high speed cameras recorded the collapse. The large spike near the end of the
collision at the contacting points. contact window is the total collapse of the pad
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and steel-on-steel contact resulting. Each of acting as the transfer block. The second method W.ý
the spikes in the pulse envelope are occurring was to use a two body simulation containing no
at a frequency of approximately 3300 hertz. padding, but the impact terms were to be those
After the conclusion of the impact, the of the cushioning material. The last method was
acceleration pulses are occurring at about 3700 to be a two body system with the Fabreeka
hertz, the longitudinal natural frequency of the modeled as an element in the proper bodies and
sled. Table I summarizes the payload sled the appropriate impact stiffness for the
frequency content. The maximum acceleration contacting materials to be used. Figure 7 shows
level measured was 3650 G's using a 4 kilohertz the three configurations.
filter, or 2400 G's using a 2 khz filter.

Since no criteria existed for defining the
TABLE I: A-SERIES LONGITUDINAL PAYIXAD FRP1ThNY impact stiffness parameter, a series of

simulations were performed to determine the
SCFIGURATIO FREQUENCY effect of varying the stiffness. The trend of

these results were for shorter pulse tines and
A-10 3 SLEDS STEEL 3,000 Hz.* larger acceleration peaks as the effective
A-17 2 SLEDS FABREEKA 3,750 Hz.+ stiffness of the system increased. Shown in
A-18 2 SLEDS FABREEKA 3,750 Hz.+ Figure 8 are the results of this series of
A-19 2 SLEDS FABREEKA 3,670 Hz.+ simulations where the effective impact stiffness
DISTRIBUTDr MODEL 3,774 Hz. is plotted as a function of pulse width and peak
FINITE ELEMENT MODEL (NISA) 3,687 Hz. G's. As can be seen, there is essentially no

difference in the two or three body caues until
* mounted on a Phenolic Block the effect ve stiffness approaches 5.25 x 10
+ Epoxied to Payload Block N/M (3 x 10 lbf/in). This effective stiffness

value is when t impact terms approach the body
3.1.1 ShIMaATIN DArA stiffness, which is included in the simulations.

It became apparent at the outset of the Using Figure 6, a simulation of the A-18 run
simulation sequence that modeling technique was attempted. Knowing the pulse time of 2
would play an important part in the results. It milliseconds, V.. effective otiffness was found
was decided that the two block system of A-18 to be 7.01 x 10 N/M (0.4 xO lbf/2in). Setting
could be modeled one of three ways, but which the inpac• term for stgel (model method 1) to be
was best was unknown. The first model method 1.23 x 10 N/M (7 x 10 lb,/in, or one-half of
was to be a three body system with the Fabreeka the actual body stiffness), the Fabreeka

ACTUAL FABREEKA

HAMMER - PAYLOAD
(38.5k] (57k

S 50.8cm--- .Scm 3.8c- -1• 76.2cm ..

MODEL #1K

NODES-6 NODES-6

NODES'-6

MODEL #2 K K

NODES-6 NODES-6

MODEL #3 KF KF

NODES-7 NODES-7

THREE MODELING METHODS
FIGUR•E 7
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stiffness was found to be 1.58 x 108 N/M (0.9 x I + (
10 lb/in). The first modeling technique was 3Mhsi•ulat'd using these values. Results for the _ _ _ (6)acceleration spike was 250 percent of that [L I + [ (I + M01M 2

measured, the departing payload block velocity 21%+
was 200 percent of actual, and the pulse time
was shorter-l.8 milliseconds versus 2. It is Using this relationship, a departingapparent that the actual system is dissipating velocity envelope was calculated assuming thatenergy the math model does not account for and the hartmer block velocity after impact rangedsecondly, the physical parameters of the body between zero and the payload block departingmust be related to the reference bodies if velocity. This examination revealed that
Figure 8 is to be used for relating pulse width sufficient kinetic energy still was not being
to impact stiffness, removed to represent the Fabreeka crushing.

3.1.2 • DISSIPRMIN Using information from the Fabreeka Products
Company [3], an energy loss relationship for the

Investigation of the literature revealed Fabreeka crushing was derived assuming an
that Roark [2] had developed an empirical initial crush-up value. Simulations were
relationship for kinetc denergye los em ria performed and the crush-up value was modified
relationship for kinetic energy loss during until acceptable acceleration and velocity
impact. For axial i, pact, with the payload mass levels were attained. The Fabreeka crush-up
fixed (Figure 9), the kinetic energy loss factor value was determined to be one-eighth of the
could be related by the mass ratio of the original thickness instead of one-half as
stationary bodies to that of the moving body, originally assumed. This resulted in the
Sand is expressed in equation 6. *Fabreeka energy loss being:

V>O0

HAIER 0 PAYLOAD where KE is the system kinetic energy at time of

( impact, and A. and t. are Fabreeka area and
.. . thickness, resj.ctivel§.

Using the modified crush-up relationship,
FIGURE 9 the simulations relating the three modeling
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techniques were redone. In all cases the pulse the figure indicates the simulation can be done
times were too short; however, the acceleration relatively well by the two body configuration,
peaks and payload departing velocity were good. when Fabreeka is used as an internal element and
It was found that the best modeling method was is denoted by KL=0.495 in the figure.
technique three where the Fabreeka was modeled
as an internal body member. Under this
situation, the additional energy loss of - I
equation 7 was not needed. Model method two was
almost as good; however, the energy loss had to
be adjusted by equation 7. '
3.1.3 IKFSPI'tESS * '

%. . .. ..................................

The impact stiffness used in the computer
simulation is linear; however, the actualcharacteristics of the Fabreeka are non-linear. =..
A ncm-linear study is in process at the present
time and will be reported at a later date. As
previously discussed, the purpose of the S O._
mini-scale and up-scale testing was to provide 11L ::0.16g-
scaling for the much larger full scale test. In
this context, the use of linear stiffness was
appropriate. Essentially, some effective linear
modulus of elasticity, E, was assumed for . _ _

matching down scaled data. Once this effective " .. ." .o. " .
linear modulus was established, the same value "'" (Sao.)
was used for scaling up to the 2268 kG to 30V5 F1."" 9.
kG (5000 to 6800 pound) sled systems. This FIGURE 10
approach was successful. The more aesthetical
non-linear approach should allow more reliance 3.2 UP[SCUAY ) S SYSr
on the static load data and theoretical
predictions without the need for down scale The upscale sled system was conprised of
testing in the future. three sleds, each weighing approximately 158.8

kG (350 pounds). Photographs of this sled
From the earlier discussions, Figure 8 can syitem are shown in Figures 12 and 12. The

not be used directly to relate pu'lse width to first photograph shows the hammer sled in front
impact stiffness because of the physical of the rocket sled pusher used to attain the
differences in geometry between the simulation required test velocity. The pusher sled is then
and reference cases. It was hypothesized that stopped short of the event (impact) track
the actual effective stiffness could be modified location.
by relating the actual system geometry to the
reference system geometry, and Figure 8 could A schematic of the 158.8 kG (350 pound)
then be used. Mathematically this relationship upscale sled system in shown in Figure 13.
would look like:

Although individual test parameters were
K E (8) varied from test to test, the nominal inside

ZE -.I +_L + .J diameter of the containment cylinder was 0.203M
KI KSR kj (8 inches), and the outside diameter of the

Fabreeka was 0.187M (7.38 inches), leaving a
where K& is a reference stiffness relating the nominal radial relief of 0.008M (0.31 inches).
stiffneh of the bodies of Figure 8, k. is the This radial relief will be discussed later. In
actual physical geometry stiffness bein• used, addition, an inner circular relief hole wasand KI i is the impact stiffness terms, provided. Table II summarizes seven of the

upscale tests. Other upscale tests were either
The physical geometry of the system is easy preliminary or used uncontained Fabreeka.

to calculate, it Is the sum of the reciprocals Uncontained Fabreeka was found to be less
of the individual stiffnesses comprising the repeatable and actually a different failure
system. For longitudinal stiffness, the mechanism is associated with the uncontained
individual terms are given by the relationship mitigating material.
of k=AF/L.

Two separate acceleration pulses were
After empirically determining KS , the required, i.e., Pulse 1A and Pulse lB. The

appropriate KI's can be found using Figur§ 8 ang first five test listed in Table II were designed
eq'ation 8. Foý the A-18 run, K = 7. 01 x 10 to establish data for the design of 2268 to 3085
N/M (0.4 x 10 lbh/4) and Asumpng that KI kG (5000 to 6800 pound) Pulse lB tests. The
for steel is 1.23 xA10 N/M (7 x 10 lb /in), last two tests, D-15 and D-16, were used to
then KI for Fabreeka can be found. Shiwn in design the less difficult acceleration pulses
Figure 10 is the best modeling technique, using for the same weight range for the Pulse 1A
the modified impact stiffness terms. Examining criteria.
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Essentially, two basic parameters were these two tests will be used as examples for
varied in these series. First, the internal cctparing theoretical and measured data.
Fabreeka relief hole diameter was varied from
0.00 to 0.102 M (0.00 to 4.00 inches), and 3.2.1 SIMMJKlE
secondly, the hammer sled entrance velocity
varied from 58.522 to 90.526 meters per seccnd 3.2.1.1 D-13 TESTS
(192 to 297 feet per second) for the Pulse lB
series. The change in the two Pulse IA tests The theoretical and measured data for the
were radial relief and the hammer entrance D-13 test is given in Figure 14. As shown, the
velocities. In the final analysis, D-13 was correlation is quite satisfactory both for
selected for upsizing to the large sled for amplitude and pulse duration. Note that in the
Pulse IB, and D-16 test results were used for original D-13 data, a 0.95 millisecond lesser
large sled Pulse IA designs. Consequently, magnitude pulse preceded the presented data.

dIS

FIGURE 11 FIGURE 12
27. 9cm

76.2cm 66.8cm

CONTAINED FABREEKA DATA ACQUISITION SYS

FABREEKA BUFFER PUGRACLRMTR
VELOCITY HARP

- VELOCITY LVDT

RAIL N 0 PHOTOGRAPHY
TOP i

HAMMER SLED TRANSFER SLED PAYLOAD SLED

SCHEMATIC 159 kg UPSCALE SLED SYSTEM
FIGURE 13
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TABLE II SLUM OF0 CM 1fAIM~ UPSCALE TErST

PARAMETER D-8 D-11 D-12 D-13 D-14 D>15 D-16

Fabreeka Thickness, cm 13.335 13.487 13.487 13.487 13.487 21.590 21.590
in 5.25 5.31 5.31 5.31 5.31 8.50 8.50

Fabreeka O.D., cm 15.240 18.745 18.745 18.745 18.745 12.700 12.700
in 6.00 7.38 7.38 7.38 7.38 5.00 5.00

Fabreeka I.D., cm 5.080 0.000 5.080 10.160 6.350 6.985 6.985
in 2.00 0.00 2.00 4.00 2.50 2.75 2.75

Fabreeka Radial Relief, ca 0.000 0.787 0.787 0.787 0.787 0.483 1.346
in 0.00 0.31 0.31 0.31 0.31 0.19 0j53

Fabreeka Area# 2 162.064 275.483 255.225 194.451 243.806 88.322 88.322i2 25.12 42.70 39.56 30.14 37.79 13.69 13.69

Velocity In, MPS 58.522 85.344 90.526 89.002 82.296 65.837 73.152
FPS 192.00 280.00 297.00 292.00 270.00 216.00 240.00

Velocity Out, MPS 20.726 29.566 31.090 35.357 32.614 24.689 30.785
FPS 68.00 97.00 102.00 116.00 107-00 81.00 101.00

Velocity Out/Velocity In 0.35 0.35 0.34 0.40 0.40 0.38 0.42

Kinetic Energ In, 1/N 11,765 25,025 26,935 26,035 22,260 18,215 23,720
Ft/lbs. 171,700 365,200 393,110 379,980 324,880 265,800 346,140

Kinetic Energy Out, /N 1,575 3,195 3,920 5,070 4,310 2,450 3,845
Ft/lbs 23,000 46,600 57,190 73,970 62,930 35,790 56,080

KE Out/XE In 0.13 0.13 0.15 0.19 0.19 0.13 0.16

Pulse Width, Milliseconds 2.85 1.60 2.30 0.95,3.00 0.95,3.00 2.00,5.20 1.90,4.10

G's Mean Peak 1,430 5,000 1,800 2,100 2,100 625 1,130

Peak Mean Pressure, kPascal 125,620 258,345 111,075 170,095 135,620 111,420 201,465
PSI 18,220 37,470 16,110 24,670 19,670 16,160 29,220

This pulse is associated with the one inch of the predicted data is vibrating at approximately
Fabreeka placed on the back of the transfer 8,000 hertz. The reason for the difference is
sled. This material acts as a buffer to stop the type of model being used in the computer
previously experienced surface-to-surface code. The structural model is lumped masses
deformations between the hammer sled and the connected by linear springsl consequently, the
transfer sled. This pulse also provides some first mode is the longitudinal frequency. The
velocity which accounts for the enhanced couputer code used to predict the acceleration
velocity out/velocity in ratio shown in Table is correct. A separate finite element code was
II. The computer code was not modified to used to predict the first longitudinal mode, and
include modeling of this aft Fabreeka pad. This had a computed result of 8,175 hertz. However,
relatively thin pad is extruded radially nearly the first actual mode is not longitudinal
immediately as the two flat surfaces meet. motion, but a bending mode in the yaw plane.
Velocity of the small Fabreeka particles fron This mode is shown in Figure 15. A simple free
this rear buffer pad have been measured at floating bean coaputation yields a frequency of
speeds greater than Mach 1. The down-track 2,330 hertz, which is close to the measured
velocity component introduced by this pad is 2,000 hertz. It is interesting to note this
accounted for by using a smaller energy large difference in frequency did not
dissipation factor, •. significantly affect correlation of data during

the acceleration pulse.
One peculiarity exists in the carparison of

the upecale sled system predicted and measured Shown in Figure 15 are the various
data. As shown in Figure 14, the ringing that locations used to measure accelerations on the
takes place after the acceleration pulse is at upscale tests. Initially, the doan-track
two different frequencies, i.e., the prediction accelerations were measured at the front of the
versus measured data. The measured data is sled. Then slots were milled in the two sides
oscillating at approximately 2,000 hertz, while and accelerationr measured at these locations.
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Both locations were arplifying positions as the applied to remove the necessary kinetic energy
sled vibrated in yaw bending. After the mode from the system. A more interestbig problem is
was discovered, the accelerometers were moved to in the method of extraction of this energy frommilled slots located approximately at the node the sled system simulations. Initially, the
points. The vibration levels were reduced loss was assumed to be linear during the pulse
significantly. Both the D-13 and D-16 data ttre duration (in the miniature sled simulations).
shown at these new locations. The velocity was reduced for each node in each

body over microsecond time intervals. This
3.2.1.2 D-16 TESIS approach required the simulation be computed

first without energy dissipation to establish
The comparison of theoretical and the pulse width, and then a repeat computation

experimental data is shown in Figure 16 for this was run where energy was dissipated to obtain
test. Again, the predicted and measured final acceleration amplitudes and velocity out.
acceleration pulses agree. Just as in the
previous test, the measured pulse shown was Later in the progran (the upscale series),
preceeded by a 1.90 millisecond pulse associated the energy loss was assumed to occur as a half
with the Fabreeka pad between the hammer and sine wave such that more energy was lost in the
transfer sleds. Note the time duration of this middle of the pulse where the stresses are
preliminary pulse is longer than D-13 because of highest. Again, a preliminary simulation was
the lower entrance velocity, conducted to establish the pulse width and then

the appropriate energy subtracted for each
3.2.2 RNY 199M microsecond during the simulation. The total

energy loss is the same as in the linear case,
As sbown .n Table II, a significant amount except the method does not introduce

of energy is lost in the impact process. For irregularities observed in the prior method.
the seven tests listed, the kinetic energy out Also, the pulse width is not as critical. This
divided by the kinetic energy in provides ratios is the approach used in the upscale test series
of 0.13 to 0.19. This energy loss results in and the full scale tests.
permanent deformation of the structures,
velocities inparted to other system elements- 3.3 FLU SCALE TESS
such as the decelerators, and Fabreeka flying
radially from the aft of the transfer sled, and, Results from these and other upscale tests
of course, heat. Fire balls were photograpbed were used to design two large scale systems.
on at least one test. This order of magnitude scaling was accoaplished

by holding the relief area (internal and radial)
The energy loss equation of Roark was ratios constant, holding pressure (g's mean

originally programmed into the computer peak), and use of appropriate hammer sled
simulation. Later, this equation was dropped entrance velocity. The 2268 kG (5000 pound)
and an energy loss factor, KL, was directly
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Theoretical
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sled systems (3 sleds each weighing 5000 pounds) j) Payload or carriage sled explosivehas been used to test three candidate suspension deactivating hold back mechanism
systems to two pulses each to date with goodsuccess. Details from these full scale tests k) Explosive bolts for hydraulic decelerator.
will be given at a later date when finalanalyses has been completed. These systems are shown schematically in

Figure 17. Also, photographs of actual hardware3.3.1 STMiajjIn SrSi are shown in Figures 18 through 21.
The basic structural elements of the full The test scenario is to first position thescale tests are: payload sled at a specified track station andengage the bridle from the two hydraulica) Pusher sled with momentum exchange water decelerators. The test cable is then used tobrake pull the payload forward until the hold back

mechanism can be engaged. This hold back isb) Hammer sled explosively released at the test event time.
Next, 169k" (.•',O00 pounds) of tension isc) Transfer sled with thin Fabreeka buffer on applied to the test cable using the hydraulicaft end preload cylinder which simulates the
proportional share of the missile weightd) Payload, or carriage, sled with pulse assigned to each suspension cable. The transfershaping Fabreeka sled is then aligned behind the payload sled
just in contact. Next, the arrestors aree) Too large hydraulic decelerators attached to the transfer sled. The last
structural preparation is substitution off) Two arrestors, either collapsible tubes or explosive bolts for safety bolts in thehoneycomb aluminum decelerator(s) load links.

g) Test suspension system Several thousand feet down track a pusher
sled is positioned behind the haumer sled at ah) Two large towers to support the test station which w~ll provide the required impactsuspension cable velocity of the hammer sled with the transfer
sled.

i) Hydraulic servo controlled preload for test
suspension cable

PULLEY TOWER

EXPLOSIVE BOLTSS
HAMMER SLED

ARRESTORS HYDRAULIC BRIDLE
r/-HYDRUALIC

DECELERATORS

PUSHER SLED TEST CABLE

TA A7ER SLED

HOLD BACK PAYLOAD SLED
EXPU)SIVE BOLTS HYDRAUALIC PRELOAD

STRUCTURAL SCHEMATIC CYLINDER
FIGURE 17
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After all safety and arming functions are 3.3.2 92U ITE T M

couplete and a "GO" instrumentation status is
received, the pusher sled rocket motors are The instrumentation system is conprised of
ignited and the pusher sled and hamer sled are the following elements:
accelerated to some velocity gre.ater than the
required impact velocity. The pusher sled then a) Accelerometers
separates from the hammer sled and is stopped
short of the test event station using water b) Velocity harp
momentum exchange braking. Just before the
hammer sled impacts the transfer sled, a c) Linear Variable Differential Transformer
trackside break wire is used to explode the two (LVDT)
hold back bolts and the two decelerator bolts
simultaneously. The required shape pulse is d) Load cells
provided by the mitigating material (Fabreeka)
and the required deceleration g's provided by e) Pressure transducers
the pre-progranmed decelerators. The payload I
sled must be stopped in a controlled manner in f) Load bolts
4.877M (16 feet). As soon as the acceleration
pulse is achieved, the two arrestors are engaged g) Spot velocity sensors
on the transfer sled and the transfer sled and
hammer sled brought to a stop in 1.828M (6 h) ahotograpby.
feet).

FIGURE 18 FIGURE 19

FIGURE 20 FIGURE 21
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A description of the instrumentation is as provide overall sequencing and documentation.
follows. The video camera provides quick-look

documentation. Three 16mm cameras are run at
a) Accelerometers are mounted on polysulfide 5000 frames per second and four 16mm cameras at
rubber which provides a flat frequency response 1000 frames per second for detail event study.
to 4500 hertz. Two downtrack accelerometers are Photography was used to provide velocities of
mounted on the carriage sled in milled slots and all three sleds. Also, the penetration of the
two downtrack accelerometers are mounted on the transfer slea plunger Jiato the payload Fabreeka
test fitting. Vertical and cross-track was established using photography as well as
accelerations were measured during the crushing times for the arrestors. In addition
developmental phase of the program and found to photographs provided outstanding documentation
be of significantly lesser magnitude than the of the tes.t cable "bird caging" and the dynamic
down-track acceleration pulse. The measured wave propagation of the acceleration pulse up
impact acceleration pulses were integrated, the cable.
copared to other velocity Oata, and found to
provide reasonably good velocity data. The use of these multi-data sources has

been invaluable in developing overall test V
b) Velocity harp is a locally manufactured concept and has allowed for successful tests
velocity measuring device made from a 4.267M (14 even when one source of data might have been
foot) long phenolic block. A slot is milled lost.
the length of the block and pins space-1 along
the block so wires can be stretched individually 3.3.3 REJILNS
between sets of pins. A knife blade is attached
to the carriage sled which breaks these wires as This test series is still in process and
the sled passes. The spacing of the wires only data from the first four tests are
starts at 1.27cm (0.5 Inches) and is stepped up available. Results have been good. As shown in
to 15.24cm (6 inches) at the end of the harp. Figure 22 the total requirements was for an
The displacement time data is then used to acceleration phase represented by the half-sine
provide velocity versus time. shown at the top of the figure. The matrix

shows minimal, maximum, and nominal g-levels,
c) Linear Velocity Differentia1 'ransiormer pulse durations, and the resulting velocity.
(LVDT) is another transducer which provides The bottom curves show the same data given as
distance versus time data. The stroke of the velocity versus time. As shown, the test
LVDT's used is 25.4cm (10 inches), which covers results are exactly in the middle of the
the acceleration pulse phase. The slope of this specified tolerance. More detailed data will be
curve (velocity) again agreed well with other presented later.
data.

4.0 ONWIN
d) Lod ells were designed and fabricated in-
house. The loads on both sides of the This paper developed a simple one-
decelerators and the loads on the arrestors are dimensional approach to modeling the phenomenon
measured for a total of six load measurements. of mechanical impact. The derivation assumes
These data were invaluable in develuping both the system maintains pure?, elastic behavior,
the decelerators and associated computer code, which it is realized is not always the
and in the design of the arrestors, situation. As the velocity of impact increases,

a point is reached where plasticity occurs
e) Pressure transducers are used to measure within the system, and many of the actual dataW
pressures at four locations in one of the runs exhibited plastic deformation of the sleds.
decelerators. These data were of significant Modeling of this plasticity would require a very
importance during the development of the sophisticated code that would examine the
decelerators and associated computer code. collision on a microscopic level, to study the

effect of the crystalline structure, and
f) Loadbolts are used in some tests to measure quantify the associated energy loss. The
the pin loads on the bolts restraining the cable simplistic approach taken in this paper was to
to its fitting. These devices were commercial require the entire response to be elastic in
transducers. nature, with the plasticity and energy loss

accounted for in a continuous manner throughout
g) Spot Velocity are magnetic sensors located the impact.
every 31.699M (104 feet) along the narrow gage
facility and are used to monitor the velocity of A series of modeling tips were developed
the approaching hammer sled. In addition, through the course of this paper. When these
special velocity sensors are spaced close to the tips were used and the simulations compared to
inpact area to precisely establish the hammer the actual runs, the largest error in
sled entrance velocity, acceleration and velocity fo: the down scaled

tests were about 6 percent, and about 9 percent
h) Photography is the last data source. for the pulse width. Based on this
Typically, 9 high speed cameras and one video investigation, it appears this simplified
camera were used for each test. Two 16mm approach to modeling the complex behavior of
cameras are run at 200 frames per second to mechanical impact is entirely adequate.
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However, there are limitations to th"- work. E
First, only Fabreeka was used as a cusnioning
material and specific guidelines for its use was 1. Wu, R. W., A&oroxlmate Numerical Predictions
developed. Additional work must be done to of Imact Tndgced Structural Response, The
determine if these guidelines are specific to Shock and Vibration Bulletin, Part 2, May,
Fabreeka, or can they be extended to other 1983.cushioning materials. Since the Fabreeka used
has a non-linear stiffress associated with it 2. Roark, R. J., Formulas for Stress and
the simulations need to be corrected to account Strmin, McGraw-Hill Book Company, New York,
for this non-linearity. Secondly, mcre studies NeW York, 1965.
must be done on the materials used for the
bloceks. Steel is a homogenous material and 3. Fabreeka-Sectlons 1 and 2, Fabreeka Products
consistent impact relations were developed. It Ccmpany.
remains to be seen if these relationships are
applicable as derived for other iratezials.

The results presented here only highlight
the actual work done. A final, and more
detailed, report is planned that will address
the issues introduced here. The final report
will a-so discuss the full scale test resoilts.
This final paper will be available as a
Technical Report through the Air Force's
Armament Division.

TEST PULSE 1A

A T (msec)

I . -. .4 A (g s) Vm (MPS)

S2AT __ 22.9 25.3 28.0
i 825 4.43 4.93 5.42

600 6.09 6.77 7.45

450 8.13 9.03 9.93

hiU ... MAXIMUM TOLERANCE I:
Sn36.... ....... .................. ................... ........... . ........

TEST RESULTS.............. . ........................ .............

.. ... . . .- SE12~1

0.. 0.02.... .....
S6j TOLERANCE ...

0.00 0.02 0.04 0.06 0.08 0.10 0.12 0.14 0.16

TIME - SECONDS

TEST REQUIREMENTS
FIGURE 22
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MEASUREMENT, DATA ANALYSIS, AND PREDICTION

OF PYROTECHNIC SHOCK FROM PIN-PULLERS AND SEPARATION JOINTS

Maria J. Evans, Vernon H. Neubert
The Pennsylvania State UniversityUniversity Park, PA 16802

Laurence J. Bement
NASA Langley Research Center

Hampton, VA 23665

To evaluate the potential for spacecraft damage caused by activation
of pyrotechnic mechanisms, pyrotechnic shock tests were conducted on
thWFee configurations: pin-pullers on an orthogonal double Hopkinson
Bar arrangement, pin-pullers on a mock-up of the HALOE structure, and
a section of separation joint on a single Hopkinson bar. Strains and
accelerations were measured. The strains were converted to output
stresses, forces and moments. Acceleration shock response spectra
are presented for both acceleration- and force-time signals. The
devices were attached to the Hopkinson bars with adaptors, which are
typical of attachments used in practice. In order to predict the
effect of the adaptors, finite element models of the adaptor-bar
combinations were analyzed and results are presented with regard to
grid size, time interval, and frequency range required to predict the
response to pulses of 10 and 100 microsecond duration. This paper
summarizes a more detailed report (1) and thesis [2]. The goals are
to better understand, measure, and predict transmission of
pyrotechnic shock in structures.

INTRODUCTION

The structural shock waves created on very fine meshes on analytical models of

activation of pyrotechnic devices have the structures.

potential to damage electronic or other Progress is being made in measuring the
low-mass equipment or to activate outputs from pyrotechnic devices. In 1971,

motion-sensitive equipment. For example, a careful measurements of force-time outputs of

pyrotechnic-induced failure led to the loss simulated separation joints and explosive

of two solid rocket booster cases for the bolts were made by Parker and Neubert using a

space shuttle in 1982. The parachute release Hopkinson bar arrangement [4,5,6]. Output

system for the booster parachute system was stresses with magnitudes as high as 34,700

prematurely activated from a non-separation psi and with durations of twelve microseconds

system, rather than on water impact. Olsen, were measured from a 1/ce inch diameter
et al, £3), mentioned in 1968 that there were explosive bolt attached directly to the end
several examples of equipment items that had of the Hopkinson bar. In 1973, similar tests

failed or malfunctioned during mechanical were carried out by Bement and Neubert [7,8)
shock from pyrotechnic devices, even though to evaluate the output forces and
shock frompyrotechnicad evicesl paccelerations of several standard explosive
the devices had successfully passed nuts compared to some special low-shock nuts.
conventional shock and vibration tests. Rentythsocsgeredbsvra
Many proof tests are done on the ground, but Recently, the shocks generated by several
there is a lack of information on pyrotechnic pin-pullers were compared with
pyrotechnic-produced loads which can be used the output of a mechanical pin-puller in the
by designers. This lack of information is NASA Langley Pyrotechnics Laboratory. These
caused by the complexity of the pulses pin-pullers were then mounted on the Halogengenerated and the difficulty experienced in Occultation Experiment (HALOE) structure and A
garenerate d ands t he difficultyexpei are strains and accelerations compared with those
measurement and analysis. The pulses ae measured on the Hopkinson bar. The results
extremely dynamic with high amplitudes and oese ts are presen for The rst
short durations, containing frequencies up to of these tests are presented for the first

50 or 100 kHz. These frequencies are near time in this paper. Strain-time

the limit of much instrumentation and require measurements, both on the bar and on the
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HALOE structure, were converted to force-time exact, but still approximate, thick bar
and moment-time outputs of the devices, theory of Love [12). The exact differential
These, along with measured accelerations, equations for a thick, cylindrical bar were
were used to calculate acceleration response presented by Pochhammer [13] and Chree [14)
shock spectra for both the acceleration and and have not been solved exactly. Neubert
force timewise records. A section of [11) used the Hopkinson bar as an impactor
spacecraft separation joint was also tested against beams having various end conditions,
on a single Hopkinson bar and the results are and measured the applied forces using strain
presented here for tht first time. gauges attached to the bar. He predicted the

Existing analytica: methods were response of the beams to this mechanical
expanded to predict the response of the excitation using Bernoulli-Euler and
apparatus to pyrotechnic pulses. Results of Timoshenko uniform beam theory as well as
some of this analysis using finite element lumped-parameter representation of the beams.

models of the adaptors on the Hopkinson bars Parker [6,15) predicted the response of
are also presented herein, from the more Timoshenko beams to pyrotechnic shock.
detailed thesis of Evans [2]. The ultimate Recently, Smith [16) summarized some ofgoals of this analysis are: (1) to predict the work being done with regard to

the effect of the adaptors on Lhe pulse measurement of pyrotechnic shock and included
shapes, (2) to attempt to deduce the true some references. He pointed out the
output of the pyrotechnic device at the importance of developing high frequency shock
attachment point, (3) to determine the spectra, to 100 kHz, and emphasized the

frequency content by ascertaining the number related difficulties in producing dependable
of m( es needed to represent the response, acceleration measurements.
and 04) to determine the fineness of the Results of a significant, careful,
finite element mesh needed to predict the effort were reported uy Powers [17), who
response to these inputs, performed a series of design optimization

tests on subseale and full-scale vehicle
RELATED WORK Interstage separation systems, finding shock

response spectra useful to 80 kHz or more.
The idea of using a long, thin, He measured strains at locations very close

cylindrical bar for measuring severe, to the high-energy separation joints. Many
transient pulses was presented by Hopkinson other investigators have measured response
[9] in 1914, and consisted of applying an and processed data only up to 10 or 20 kHz,
unknown pressure to the one end of a bar and although there is an increasing awareness
monitoring the response of the bar. The that such results are insufficient to
magnitude of the applied pressure was deduced accurately represent pyrotechnic shock
from measurement of momentum of detachable effects on components and structures.
end-pieces at the other end of the bar. In Shock spectra, as originally presented
1946, Davies [10] improved the method by by Biot [18] and used by White [19), were
measuring electrically the variation of useful because they could be readily measured
either the longitudinal displacement at the during an earthquake and then used in a modal
output end of the bar or the radial expansion analysis of a building to predict the
of the cylindrical surface of the bar. structural response to the earthquake. To
Davies also concluded that if the pressure date, the main use of shock spectra from
end of a 1/2 Inch diameter bar could be pyrotechnic events has bee.a to compare
submitted to a force which changed outputs and decide which device produces the
instantaneously from zero to a finite value, smallest output in a certain :requency range.
the observed rise time in the bar would be However, the analysis shows that it Is
about 2 ps, due to the time for the stress possible to predict the response of simple
wave to develop in the bar. Neubert [11] structures at the design stage using finite
found that the strain gauges must be located element solutions.
at least five bar diameters from the
excitation end, since that is the minimum ANALYTICAL APPROACH
distance required for a relatively long pulse
to settle down to a plane wave in the bar. Finite Element Analysis for Hopkinson Bar I

A desirable goal is to have the bar as
thin as possible, so the pulse will not To predict the response of a thick bar,
disperse, or change shape, as it travels down with A/d < 5, the Love equation has been
the bar. A bar is thin if A/d a 5, where A used, which accounts for the radial inertial
is the half-wave length of the shortest wave, effects, and is
which is associated with the highest
frequency component to have a small diameter 32 2
d, but large enough so the bar will not yield c

2 
-u 2 (vrg)

2  
&du

or buckle. For a thick bar, with A/d < 5, 3
2
x at

2  ax
2

8t
2

the stress wave will disperse as it travels
down the bar. Parker [5,6) predicted the
behavior of 10 and 100 Vis pulses using both
the elementary thin bar theory and the more
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Table 1

Pulse and wave lengths for 10 and 100 Rs pulses
Pulse Duration

10 us 100 Uis

Pulse length on bar, 1p, inches 2 20

Mesh spacing needed at Zp/20, inches 0.1

Highest modal freq. for strain 200 kHz 20 kllz
Mode half wave length, A 0.5 in 5 in
Mode half period 2.5 Us 25 us

Highest modal freq. for acceleration 500 kHz 50 kHz
Mode half wave length, A 0.2 in 2 in
Mode half period 1.0 Us 10 us

where I'

c - sonic velocity of the stress wave in the Ibar
U - Particle displacement

x - coordinate location of particle
t - time
v - Poisson's ratio Figure 1. Base-driven mess-spring-dashpot
rg- radius of .,ration of bar cross- filter.

sectional area

If the bar is assumed thin, the radius
rg is taken as zero and the equation reduces Kto the simpler one-dimensional wave equation. Jt.,
Parker found, for the short 10 us pulse, that
100 modes of vibration were needed to predictthe strain magnitude to within 5% and about Figure 2. Force-driven mass-spring-dashpot250 were needed to predict the accelerationfitr
to the same accuracy. The associated natural of the bar. Although only axial motion wasfrequencies of the bar for the 100th and excited in the experiments, the low frequency250th modes are 200 and 500 kHz. This was bending modes were calculated at first toused as a guide for the present study to help ascertain that a proper connection had beendetermine the fineness of the space and time made in the analytical model between the barmeshes needed in a finite element analysis, and the adaptor. The two-dimensional planeBecause the wave velocity c - 200,000 in/see stress plate element was used to representin a steel or aluminum bar, the length of the the tapered plate adaptor, which allows two10 Us pulse on the bar is 2 inches. Thus, if displacements at each of the four corners,one divided this into 20 space intervals, a but does not explicitly include rotations,space mesh of 0.1 inches would result, while the beam element is one-dimensional andTimewise, 1/20th of pulse length of 10 us is includes rotations explicitly. Timewise0.5 us. The half-period for the 500 kHz bar integration is done by the Wilson-8 Method,mode is I us. The timewise mesh size should which is unconditionally stable.
be about 1/20th of this half-period. These
results are summarized in Table 1. SHOCK SPECTRA CALCULATIONS

For a one inch diameter bar, the thin
bar theory is supposed to te adequate for A/d The shock spectrum in general is the
> 5, or for A > 5 inches. The above table maximum response versus natural frequency ofshows then that the thick bar theory should a mass-spring-dashpot filter to a specifiedbe used for the 10 us pulse. Parker did this input. Most often the input is a measuredusing the Love equation, and showed that it acceleration applied as a ground motion z(t)predicted the dispersion measured on the to the system as shown in Figure 1 and the
short pulses emanating from the explosive response is the absolute acceleration x(t) ofbolts, the mass of the filter. For the presentThe present finite element analysis was work, the spectra were also calculated forcarried out in SAP IV computer program [20] force inputs, applied as R(t) as shown in
for the Hopktnson bar with and without the Figure 2. The differential equation to beend adaptors. The beam element was used to solved for the base motion-driven system is,represent the stretching and bending motion after dividing through by the mass m
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xr + 2 c (On xr + 2Xr -I pin-puller tests on the Hopkinson bar
consisted of the monitoring system and six

for 0 5 t S To pin-pullers: Viking I (single initiator and
opposed dual initiators), Viking V (dual),

For the force-driven filter, the Polaris (dual), RCA BI.V (Hi Shear dual), ICI
corresponding equation is ATLAS pin retractor, and a mechanical

-+ 2 ~ + R(t) pin-puller. A steel sphere on a ballisticx Xr 2 x - pendulum was also used as an Impactor form initial calibration. A sketch of the single
0 S t S To Hopkinson bar and ballistic pendulum is shown

where in Figure 3.
x - absolute displacement of m Pyrotechnic pin-pullers are
Xr- x-z - relative displacement piston-cylinder devices with a high burn-rate
z - base motion propellant, which produces approximately
C - ratio of damping to critical damping 25,000 psi, to drive the piston to withdraw
k - spring stiffness the pin. Pyrotechnic shock is produced on
m - mass pressurization, release of load, and impact
wn2- kRm of the piston on completion of the stroke. A
To- the length of the input pulse, mechanical pin-puller has a spring-loaded

piston with a meltwire release mechanism.
It is assumed the input is zero for t a To. The main elements of the pin-puller
The maximum response calculated for 0 5 t S monitoring system [Figure 43 were two
Tc is plotted on the initial shock spectrum cold-rolled steel bars 10 feet long and 3/4
and that occurring for t a To Is plotted on inch in diameter. They were oriented at
the residual spectrum. Note that the mass m right angles to each other in order to
remains in the equation for the force-driven measure the axial and transverse output
system and it was taken as one for the forces from the pin-pullers, which were
present calculations. The digitizing mounted on a special machined adaptor
interval for the pin-puller data was At - connected to the input ends of the bars.
3.0625 x 10- 6s. This adaptor was about 2-3/14" x 3-11/32" x

1-1/4" overall as shown in Figure 4.
INSTRUMENTATION The output end of each bar was fitted

with a machined steel end cap 1-1/14" dia x
The present tests were done in the 1-1/2" long (Figure 3) which was centrally

Pyrotechnics Laboratory at NASA Langley. drilled and tapped to accommodate the
There were seven accelerometers used, one B&K accelerometers.
Type 8309 and six Endevco 2225M5. The B&K The strain gauges were oriented
accelerometer was installed where the longitudinally 17.82 Inches from the input
frequency content was expected to be highest ends of the bars. They were located
and had a capacity of 100,O00g peak successively 90 degrees apart around the
acceleration with an ideal mounted resonant circumference of the bar. With this
frequency of 180 kHz. The Endevco location, a pulse about 1000 psec long could
accelerometers are supposed to be linear to be observed before there was any interference
100,O00g and have a mounted resonance of 80 from reflections from the free end of the
kHz. Thus we expect the B&K and Endevco bar.
accelerometers to be flat within 5$ to 36 kHz The test procedure was as follows:
and 16 kHz, respectively. The accelerometers 1. The axial bar' was first tested by
were attached using a threaded stud In a hole itself, with end caps as described above on
made by drilling and tapping into the each end. The input end was then impacted
structure. with a steel sphere 1-1/4" diameter on a

The strain gauges were Model No. pendulum 60 inches long. The B&K
CEA-06-187-UW-350 and were 3/16 inch long, accelerometer was on the output end of the
had 350 ohms resistance, and gauge factor of bar.
2.08. Each strain gauge was monitored 2. The double Hopkinson bar arrangement
separately through a Vishay BAM-i Bridge shown in Figure 4 was assembled and impacted
Amplifier, which had capacity to 100 kHz. with the steel sphere. The B&K accelerometer

The data was recorded in analogue form was on the output end of the axial bar and an
on a Sangamo 3612 wide-band 1, frequency Endevco accelerometer on the output end of
modulated configuration tape recorder, flat the transverse bar.
from zero to 80 kHz. The data was then 3. The pin-pullers were attached to the
played back on a visicorder and was digitized adaptor, one by one, and activated.
semiautomatically in the Pennsylvania State
University computer laboratory. APPARATUS AND TEST PROCEDURE

FOR THE HALOE STRUCTURE
APPARATUS AND TEST PROCEDURE FOR
PIN-PULLER TESTS ON HOPKINSON BAR The apparatus was a full-scale model of

the HALOE structure as shown in Figure 5.
The experimental apparatus for the Five of the pin-pullers were tested, the
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Figure 5. Location of strain gauges and
accelerometers on HALOE
structure.

Polaris being omitted. ring of the outboard gimbal adaptor, close to

The monitoring system consisted of eight the pin-pulier. Two Endevco accelerometers
strain gauges and five aecelerometer3. Four were orthogonal and near the tip of the frame
of the strain gauges were located parallel to on the tapered end. The other two Endevco
the axis of a hollow aluminum cylindrical accelerometers used were orthogonal and
section between the main frame and the located on the other upper corner of the
outboard elevation gimbal. This cylinder was frame. No accelerations were measured
2.875" lc:ig and 3.2511 in diameter. The perpendicular to the plane of the main frame.
gauges were located successively 90 degrees The back-up instrumentation was exactly the
apart around the circumference, in the same samine as that used in the Hopkinson bar tests
pattern used on the Hopkinson bar. Two other of the pin-pullers, described above.
gauges were orthogonal and mounted on the The test procedure consisted of
heavy ring on the outboard gimbal at a point attaching and activating the pin-pullers, one
about 3/1" from the pin-puller attachment, by one.
The last two gauges were orthogonal and
located at a point on the hollow rectangular
cross-section between the two gimbals.

The B&K accelerometer was located on the
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EXPLOSW CoRO RESULTS FROM PIN-PULLER
-ug. TESTS ON HOPKINSON BAR

'u" "In Figure 8, the axial and transverseWZMA777W - _forces are shown for the Viking I pin-puller
for two initiators fired simultaneously. The

solid line is for the axial bar and the
dashed line for the transverse bar. Here a
positive force is tensile. Thus, the axial
force is compressive for the first 0.53

Figure 6. Cross-section of opacecraft milliseconds, with -500. pounds maximum
separation joint, force; this is followed by a tensile region

for 0.41 ms with 1075 pounds maximum force.
Here, the first end reflection was subtracted

APPARATUS AND TEST PROCEDURE FOR numerically to extend the useful range of the

SPACECRAFT SEPARATION JOINT TESTS record to about 0.00115 s. The maximum
transverse force was about one-third the

The source of excitation was a twelve maximum axial force.
inch long section of the spacecraft In Figure 9, the moments calculated from
separation joint and a monitoring system, the atrain signals in the axial and

which consisted of an aluminum tapered plate transverse bars are shown. The signals are

adaptor and a single Hopkinson Bar. This only significant for the first 0.001 seconds.

separation joint has a high explosive Besides reflections of the axial pulses, the
(approximately I x 106 psi) to expand a tube, moments induced in the orthogonal bars due to
which fractures a pre-notched surrounding their interconnection must be considered.

structure as shown in Figure 6. The The magnitude of the maximum moment was 70
dimensions of the tapered plate are shown in inch-pounds for this pin-puller.
Figure 7. The 1-1/411" diameter steel sphere The axial force-time outputs of the
impactor on the ballistic pendulum was also Viking I, Viking V and mechanical pin-pullers
used during initial calibrations, are compared in Figures 10(a) and 10(b). All

The Hopkinson bar was the axial bar used of the pyrotechnic pin-pullers produced first
in the Pin-puller tests, as described above, a compression and then a tension. However,
The four strain gauges were monitored and the the initial portion of the force-time output
B&K accelerometer was mounted at the output of the mechanical pin-puller was tensile, as
end of the bar. shown in the solid line in Figure 10(a),

The steps in the test procedure were as where the force-time output of the mechanical
follows, pin-puller is compared with chat of the
1. Use the steel sphere on the ballistic Viking I pin-puller. In Figure 10(b) it is
pendulum with and without the tapered plate seen that the initial compressive pulse from
adaptor, to determine the effect of the the Viking V pin-puller is higher in
adaptor on the transmitted pulse, magnitude and shorter in duration than that
2. Install various separation joint from the Viking I.
configurations and measure their outputs. An example of the acceleration response
Seven variations were tested. shock spectra of the force-time signal for

the Viking I pin-puller in the axial
direction is shown in Figure 11. The initial

j shock spectrum is solid and the residual is
Orr dotted. In most cases it was found that the

S-*. 3residual spectrum fell below the Initial

shock spectrum. Note that the residual
spectrum displays troughs which are always
present for a signal of finite length. The
troughs should go to zero if a fine enough
frequency interval is taken to show them in

"• EE• detail.

The initial shock spectra for the
transverse direction are compared in Figure
12 for the mechanical pin-puller, Hi-Shear,
Viking V, and Viking I pin-pullers with one
and two initiators fired. The spectrum of
the mechanical pin puller is slightly below
that of the others over most of the frequency

Figure 7. Sep3ration joint tapered plate range. The deep dip in the spectrum at 40
kHz appears to be due to the digitizing

adaptor with 1/2e finite element interval used.
mesh.
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Figure 13(a). Force from strain gauges 1&3 Figure 111, Acceleration vs. time, Viking Vand 2&4, Viking I pin-puller pin-puller on HALSe, B&K acc.
on HALOE structure.
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F'.guru '3(e). Fcrce fr-em strain gauges 1&3 Figure 15. Acceleration vs. time, Viking V
and 2&4I, Viking V pin-puller pin-puller on HAL0E, Ace. 3.
on HAL0E structure.

RESULTS FR0OM (ALOE STRUCTURE TESTS indicattng that the short cylinder is almost

acting like a bar with a plane dilationalstructure, the strain gauge data was the force-time pulse measured in theconverted to stress versus time. The Viking Hopkinson bar, in both shape and magnitude,V pin-puller seemed to generate the most in Figure 10 (a) and 10 (b).severe outputs overall, and caused stresses The acceleration versus time for theas high am 4450 psi in the cylinder which was Vikin~g V pin-poller, measured on the B&Kmonitored. accelerometer', beside the pin-pullerThe forces and moments were calculated attachment, Is shown in Figure 131. There isfrom opposite pairs of strain gauges on this significant high frequency content and peakssame cylinder, even though it does not rise to 1200g. This should be compared withqualify as a long, thin beam because the the record from accelerometer 3 in Figure 15,length to depth ratio was only about 0.88. where 'the very high frequency content is
The measured forces for the Viking I and missing and the peaks were about 4340g. The

IC

Viking V pin-pullers calculated from two associated shock spectra from these twoseparate pairs or gauges 90 degrees apart on acceleration-time signals are shown inthe circumference of the cylinder are 5hown Figures 16 anc' 17. The spectral levelsin Figure 13 (a) and 13 (b). The initial beside the pin-puller are higher than on theshape of the signals are amazingly the same, frame, as expected, except in the f-equency
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Table 2 Separation Joint Tests with Maximum Forces and Accelerations

No. Plate Charge ILocation Max. Force I Max. Moment Force Sh Sp Acu. Sh Sp

Thkn4 (gr/ft)l I Tens Comp. I (in ib) at 100 Hz at 100 Hz

11 Var. 8.7 Off-ct," 2500 -3500 +225 -175 8.8 ---

12 Var. 8.7 Center 4000 -1500 +200 -110 10.2 20

13 Var. 8.7 Off-ctr 1750 -1750 +275 -275 6.5 52
14 Chat.1 8.7 1Center :;000 -1000I +300 -275 10.2 30

15 Cnst.I 8.7 1 Center 2150 -1500 +115 -100 1 5.5 9

16 Cnst.I 11.0 Center 3000 -1150 +200 -200 7.5 ---

17 Cnst.I 11.0 1 Center I 4500 -1250 1 +325 -350 11.8

range from 1500 to 10,000 Hz, where the level no4

for Accelerometer 3 is about three times that
of the B&K accelerometer. This says that the

higher than the level beside the pyrotechnic

in that frequency range. In addition, it c
demonstrates that it is dangeroub to Judge C ° residual

acceleration levels entirely from peaks on L

the time-wise signals. Because the mounted f

frequency of Accelerometer 3 should be 80 A ,o
kHz, the accuracy of the associated shock 01

spectrum it questionable above 16 kHz, but is

shown nevertheless. G , Initial -

RESULTS FROM SPACECRAFT SEPARATION JOINT
TESTS ,o 00-s'

The seven separation joint tests were r~qu£Nc? (fz)
numbered 11 'through 17. A single string of

explosive was used in each test, but the
charge and position varied as summarized in Figure 16. Initial and residual shock

Table 2. The charges were either 8.7 or 11 spectra for Viking V pin-puller

grains per foot and the position was either on HALOE, B&K acc.
center or off-center. In addition, the

thickness of the material torn in the notched _0_4

joint varied, from one end of the joint
section to the other, during the first three
tests but was constant for the last four to_
tests. The varying thicknesses had been used
previously to determine, on a single test, .
how thickness of material torn was related to C r 0- "'
charge strength. In the table "'far." means

varying thickness and "Cnst." means constant f

thickness material in the separation joint A 0o
itself.

The strain gauges operated 0T

satisfactorily throughout the tests, with no

indication of permanent set. The maximum'

stress at the stra.n gauges on the Hopkinson
bar occurred on Test 17 with a peak of 10,200'o . .... i . .... I ' ,...

psi, which is well below the static yield ,o
2  ,o5 , ,o

stress of the steel bar. The accelerometer

loosened during Test 15, yielding inaccurate rR£Q0£fCY (RZ)
signals on Tests 16 and 17.

The force-time curve for Test 17 is
shown in Figure 18. There is an initial Figure 17. Inital and residual shock spectra
compressive region having a maximum of -1250 for Viklng V pin-puller on HALOE,
pounds and a duration of 130 us, followed by B&K acc.

a severe tension having a maximum of 4500
pounds. Since it is thought, from
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Figure 18. Force vs. time, separation joint Figure 19. Initial shock spectra for
test 17. acceleration, separation joint

test 13 and test 141.

photographs, that the separation joint shown for a haversine pulse 10 vs long and U
separates within 10 ps after detonation, it 10,000 pounds peak force, applied to the bar
is expected that the duration of the with no end caps.or adaptors. Since the
excitation should be of that order-of- equivalent of thin bar theory is being used,
magnitude. This is seen in the high then the exact solution is known and the
frequencies superimposed on the force-time force versus time in the bar should be
signal. The lengthening of the pulse as seen exactly the same as the input. It is seen Io 4
in the Hopkinson bar is apparently due to that a time increment of 1/60 us is needed
dispersion and reflection of the stress wave with a mesh spacing of 0.05 inches to predict
as it travels through the separation joint the force. The solutions for mesh spacings
itself, the tapered plate adaptor, and the of 0.25" and I" are also shown.
adaptor-bar interface. The pulse length was changed to 100 us

In Figure 19, acceleration shock spectra for the forces shown in Figure 21 . Here a
are shown from acceleration signals from the time increment of 1 us was used and the 1
end of the Hopkinson bar for Tests 13 and 14. inch mesh spacing was sufficiently accurate,
Below 1000 Hz, test 13 levels were the most since the change to 0.5 inch spacing resulted
severe, being about six times the level for in little difference in the predicted force.
Test 14. Above 1000 Hz, the spectra showed The solution for 2" grid spacing is also
relatively little difference on the average, shown.
It should be noted that g-levels in the shock The convergence with number of modes
spectra calculated from accelerations are used is demonstrated in Figure 22. The SAP
higher than those calculated from forces, IV program has two options with regard to
partly because of the mass-spring-clashpot timewise solutions for transient inputs: (1)
model used and partly because the a direct integration of all the simultaneous
accelerations on the Hopkinson bar can be equations, which should give the same answer
predicted by taking the derivative of the as using all the modes or (2) a modal
strains or forces. solution in which the number of modes

calculated and summed may be specified. The
RESULTS OF ANALYTICAL PREDICTIONS curves show the force versus time in the bar
USING FINITE ELEMENT ANALYSIS obtained by including three, five, ten asd

thirty modes in the solution. The
Convergence of the finite element convergence is less rapid after rhe first ten

solution was studied by varying four modes are used, the thirty mode solution
parameters: being only slightly different from the ten
1. the duration of the input pulse length, mode solution, but still about 11% deficient
using 10, 100, and 500 us pulses, in predicting the peak force. The natural
2. the element grid size, or the number of frequency for the 30th mode is 36,370 Hz.
elements. The prediction of the experimental
3. the number of modes used in the strain response of the systcm with the
solution. tapered plate adaptor for the spherical
4. the time increment used in the solution. Impactor excitation is shown in Figure 23.

In Figure 20, the force versus time The work with the finite element analysis of
predicted at the strain gauge locations is the tapered plate adaptor shows that smaller
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longer, because of the filtering effect of 9. The behavior of the thin Hopkinson bar

the iatervening adaptor. Considering the was represented analytically using finite

frequency limitations of the Hopkinson bar, elements. The fineness of the element
the strain gauges, the amplifiera, and the gridwork, the time interval, and the number
recording system, the strain, stress, force of modes needed to trace pulses of 10 and 100
and moment results presented should be us, required a time interval of 1/60 us and a
reliable to 80 kHz. As noted above the two mesh spacing of 0.05 inches.
different types of accelerometers were flat
to 36 kHz and 16 kHz. Thus, the understanding of the

pyrotechnic phenomenon has been considerably
2. The shock spectra were processed to 40 increased by measuring the outputs from a
kHz from force signals and from acceleration variety of pyrotechnic devices on Hopkinson

There is the question as to whether bars and on a prototype structure. This
the high frequency signals can damage provides the necessary informatior, not only
spacecraft components. In steel or aluminum, for comparing various devices but for
a frequency of 40 kHz corresponds to a predicting the structural response and
half-wave length of 5 inches, so it is evaluating the potential for damage. The
obvious that equipment pieces with dimensions capability to predict structural response has
in that range are vulnerable to high been demonstrated using finite element models.
frequency inputs. The entire procedure, using the Hopkinson

bars and associated measurements and
3. Force shock spectra were computed, analysis, should be useful to spacecraft
apparently for the first time for pyrotechnic designers to make comparison and evaluation
shock, where the input to the mass-spring- tests before cmmitting to costly spacecraft
dashpot filter was force per unit mass. hardware.

4. Unique Hopkinson bar arrangements were ACKNOWLEDGMENTS
used. In addition to the usual sirgle bar, a
split bar was ubed for the explosive nut The assistance of N. A. Roy in checking
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FACILITIES FOR SHOCK TESTING OF NUCLEAR SHELTER EQUIPMENT

IN SWITZERLAND

P. Hunziker
Defense Technology and Procurement Group. NC-Laboratory Spiez

Spiez, Swiizerland

All kind of equipment installed in Swiss civil defense shel-
ters and military fortifications is systematically shocktested
according.to the Technical Directives for the Shock Resistance
of Equipment, where test procedures and test criteria are
described. A set of three so-called shock parameters (test
table acceleration amax, velocity vmax and displacement
dmax) are used as test criteria and are simulated on shock
testing machines. More than 1000 different objects have been
shocktested in the past 20 years. The NC-Laboratory disposes
of two shock testing machines of the mechanical type. One for
test objects up to three tons, where shocktest, can be per-
formed in the horizontal as well as in the ver cal axis, and
the other for test objects up to twelve tons, wnere shocktests
cnly in the horizontal axes are possible. A new fully hydrau-
lically driven vertical shock testing machine for objects up
to twelve tons will be set in operation this year.

PREFACE One important aspect within this context is
the adequacy, reliability and durability of

The protection of the civil population vital shelter equipment that is, equipment which
against the effects resulting from the possible is essential for the survivability of the occu-
dse of nuclear, chemical and biological weapons pants. The NC-Laboratory in Spiez of the Defense
in addition to those due to conventional weapons Technology and Procurement Group of the Swiss
is the main and ambitious objective of the Swiss Military Department has been officially appoint-
F'!deral Office of Civil Defense (FOCO). ed to perform all the relevant tests and to

evaluate equipment and materials according to
Since 1964 corresponding federal legislation established requirements and criteria t9,10J by

[21 has led to the construction of a large order of the FOCO or the army (no commercial
number of collective protection facilities such operations).

as private shelters incorporated in almost everynewer dwellinghouse, command- and intelligence This paper deals only with one of all theV

ccmplexes as welb as sheltered hospitals and necessary tests carried out in this Laboratory:
dispensaries at a rate of about 1000 shelter- The shocktesting and its facilities used for
places overy day. These shelter places provide that purpose.
protection against a 1 bar peak overpressure
blast and the related effects of a nuclear
explosion in the MT-range. Although some civil
defense shelters and, of course, military forti-
fications have a higher degree of protection,
they ara based on the same design criteria.
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INTRODUCTION SHOCKTESTING METHOD

All kinds of shelter equipment, ranging from The transient loadings caused by the ground
a simple ventilating system of a private shelter shock induced by a nuclear explosion produce
to an operating theatre of a medical station strong shock motions of the shelter. As the
have to withstand the severe ground shock interaction between the ground shock and the
loading induced by niclear explosions (FIg. 1). structure is a difficult and hardly investigated

problem, in a first theoretical approach the
structure is assumed to follow the same shock
motion as the surrounding soil. This assumption
seems reasonable as ýhe majority of the shelters

peak (1-3 bar) are usually oF small dimensions aod simple geo-
metry and therefore relatively rigid. The resul-
ting transient motions of the structure are
transmitted to the supports of all installed
shelter equipment.

a cir-blost In Switzerland up to now only the rigid body
motion due to the so-called air-slap ground
shock, the motion directly induced by the air-S~blast as it propagates over the shelter, hasbeen considered for shock testing purposes.

S•11•L._•blaster asd Itpopagtes oesrucue the sheltern hast

Based on standard values for the soil para-

air-Fdap criteria have been defined:

displacement dmnax = 0.25 m

velocity Vmax = 1.6 m/s

Fig. 1: Nuclear loading of a buried sielter acceleration amax = 160 m/s2

(the jerk has to be at least 40 • 103 m/s3 )

"Therefore, equipment of Swiss civil defense The test procedures, prescribed in the Technical
shelters and military fertifications is Directives for the Shock Resistance of Equipment
systematically shocktested. for Civil Defense Shelters [11], are still based

on a "conventional" determi-iistic approach and
In the following paper the shocktesting will be improved in the near future with a new

method and the shock test facilities used in probabilistic shcck testing concept [3,4].

Switzerland are presented.

t1•

Fig. 2: Examples of shocktested equipment: gas filter, electric paiel, bunks, ventilator, emerqency
generator set, air-conditioning unit
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TEST PROCEDURE at the end of the test series provide enough
insight into the response of the object.
Structural failures and damages which have a L

More than 1000 different objects, e.g. gas negative effect on the function of the test
filters, ventilating units, pumps, emergency object are not tolerated. Slight deformations
generator sets, installations for comimunication, without consequence for the function are usually
medical service installations etc. (Fig. 2), accepted.
have been shocktested in the past 20 years
[7,8].

The test ojects are submitted to a shock accor- SHOCKTESTING FACILITIES

ding to the criteria defined above in each of
the three main axes in the positive as well as The NC-Laboratory disposes of two shock-
in the negative sense. The resulting six shocks testing machines, a third one will be set in
have to be within a tolerance field of ± 20 % operation in about two months.
of the nominal value (amax, vmax, dmax). The shocktesting machine shown in Fig. 3 is
Whenever possible, test objects are subjected constructed for test objects up to 3 tons. The
to the shock in running or operating conditions. shocks can be carried out in two directions.
Usually a visual inspection of the test object
after each shock and a more detailed inspection

Upped shock tob~e

C -5)

S" ... . - .. .. _tpp'

11. . _ _ _ _ _ _ _ _ _ _ _ _ _ _ - - _ 0--Z

_----_ --. ..- o. t h .. " - .---

bumper booting

: lechnical data

.: dimensions of the shock table :1.25 x 2.50 m•

maximum• mass of test object :3000 kg
acceleration range :5 - 30 kg
maximum velocity of the table :without test object: 6.3 m/s '

with 3t-test object: 3.5 m/s
spring force :80 kN •

Fiq. 3: 3t-shocktesting machine
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Fig. 4: 3t-shocktesting machine Fig. 5: 3t-shocktesting machinewith an emergency generator with tipped table
set as test object

With this impact type device, which is used For large and heavy equipment up to 12 tons thesince 1968, the natural shock process is in- shocktesting machine shown in Fig. 6 is used.verted, i.e. the shock table is decelerated It consists of an inclined ramp with a length ofinstead of accelerated. 28 m and a width of 7 m. Therein a concreteThe test objects are usually robust, rigid and shock table (5 x 5 m, 18 tons) and a concretesolidly fixed to the shock table. Considering bump truck (6 x 3 m, 40 tons) are p'aced.futhermore that their response to the shockloading should remain in the elastic range, itcan be assumed that this inversion does not Both shock table and bump truck are seated onfalsify the test results, eight special rollers (Fig. 8), which move on
rails fixed to the ramp. Another four rollers,The wheel mounted shock table travelling at two on the left and two on the right side, arethe velocity according to the prescribed shock- mounted on the shock table and on the bump trucktesting criteria is abruptly decelerated by to secure the side-guidance.impacting on two copper bolts fixed to the two Futhermore, the shock table and the bump truckbumper bearings at the left and the right side are equipped with two specidl brake elementsof the machine. The plastic deformation of the (Fig. 8). These brake elements are openedcopper bolts gives the desired acceleration time hydraulically and closed by spring tension.function of the shock table whereon the testobject is fixed with regular steel bolts. The shocks can be carried out by the cr3shing ofThe necessary energy for the motion of the shock the sh o vin be ta ble out iby the brtable is produced by releasing compressed the free moving shock e o able against the bumpertension springs, bearing at the end of the ramp, or by the crash-The shape and the amplitude of the applied ing of the free rolling bump truck in the un-acceleration time function on the shock table braked but stillstanding shock table. So theare influenced by the dimensions of the copper simulation of both the inverted and the naturalbolts and by the compression of the springs, shock loading is possible. The end of the rampThe 2.5 x 1.25 m shock table can be turned about as well as the bump truck are equipped with900 for the tests in a "pseudo" vertical axis special steel tubes which are plastically de-(Figs. 4, 5). 

formed by the process of impaction (Fig. 9).

The control of the correct opening and closing
of the brake elements is made electronically.
For the positioning of the shock table and thebump truck a winch is at disposal.
Because shocktesting on this testing machine isonly possible in the horizontal axes, the shocksof heavy equipment in the vectical axis have tobe simulated by fall tests which are again in-verted shocks because in reality the air-slap
loading would induce a transient downmotion of
the shelter.
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bump truck bumper bearing shock table bumper bearnag 0winch 3500 kg 6.0 x3.0 x0.8 m50x .0x.2m

Ui

braking force
2.50 each 6'000 kg 28.0[.2UJ

Technical data

dimensions of the ranrip 28 x 7 m, incline 4.4 0(7.7 %)
dimensions of the shock table :5 x 5 x 0.2 m, 18'000 kg
dimensions of the bump truck :6 x 3 x 0.8 m, 40'000 kq
maximum mass of test object :121000 kg
acceleration range : 5 - 30 g

Fig. 6: 12t-shocktesting machine, horizontal

22h

Fig. 7: 12t-shocktesting machine
with test object

Fig. 8: Roller and brake element of the s
12t-shocktesting machine
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MEASURING EQUIPMENT

'2 ' In "routine" tests only the motion of the shock
table is measred with piezoelectric acceler-
ation transducers, this mainly in order to con-
trol loading level and reproducibility. As Fig.

11 shows, the signal from the acceleration
transducer is amplified, filtered and then re-
corded and analysed by a PDP 11/34 computer.
If more information is needed, e.g. the response
of some parts of the tested object, up to twelve
accele.-ation transaucers can be installed. At
the end of this year, the PDP 11/34 computer
will be extended to a 11/84, so that it will not
only be able to record and analyse the measuring
data but also to take the steering and the con-

. • 'trol of the new vertical shocktesting machine.
For the calibration of tie acceleration trans-

Fig. g: Steel tubes used as bumper bearing ducers a special device has been developed and

is now on trial. With this calibration device
the acceleration-time-function and independent
of it also the displacement-time-function are
recorded and compared, so it is not dependent on
a reference transducer.

At the end of this year, a new vertical
shocktestinc machine for objects up to 12 tons
will be set in operation. This fully hydraulic-
ally driven shock machine shown in Fig. 10
signifies a real and tremendous improvemeit in
the shock testing facilities at the NC-Laoora-
tory Spiez.
The new machine will not only allow us to simu-
late air-slap but also such other components of
the nuclear ground shock as the long duration
but low levelled earthquake-like ground roll
mot ion.
With full control of the shockmotion it will be

i* Further possible to realize the test conditions
For a new probabilistic shocktesting concept
developed at our Laboratory, too (3,4,5,6].
For each test the test object will be exposed to
a different stochastically generated represent-
ative shock motion and the final test result
being then a concrete statement for the proba-
bility of failure for any kind of nuclear shock
loading.
The simulation of strong earthquake motion will
also be possible. This shock machine consists of
a steel shock table (6 x 4 m), a special guiding
construction and a hydraulic cylinder which is
equipped with two specially designed servo-
valves (nominal flowrate 300 l/s) and pressure
reservoirs, four for the high pressure (100 1,
330 bar) and four for the low pressure (100 1,
300 bar).

A possible eccentric loading of the shock table
is taken over by a built-in torsional tube. With
the slanting (- 50 from vertical) installation
of the hydraulic cylinder the radial forces in
the bearings of the piston rod can be reduced.
The piston with a diameter of 480 mm has a
stroke of 475 mm. The shocks according to the
test criteria mentionned earlier can be carried
out in both the positive and the negative senses
of the vertical axes.
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Technical data

dimensions of the shock table 6.1 x 4.1 m F
maximwi mass of test object 1VOOO kg
maxlmwn velocity of the table ± 2.0 m/s
acceleration range ± < 1 - 20 g
stroke 475mn
servo valves: nominal flow rate : 300 1/s (p 70 bar)

nominal pressure 210 bar
pressure reservoirs: high pressure 4 x 100 1, 330 bar

low pressure : 4 x 100 1, 300 bar

Fig. 10: 12t-shocktesting machine, vertical
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acceleration transducer1i ' Kistler 816A (undamped)

charge amplifier light barrierWaflr 5001 -

low pass filter
24 dB/octave
cut-off frequency triggering

% typicaIl 150 Hz acceleration-time-histories

hpp1T of the loading

fourier spectra

A/D-converter PDP 11/34 (84)

Fig. 11: Measuring equipment
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SHOCK TESTS OF CONCRETE MCHOR BOLTS FOR SHOCK RESISTANT

APPLICATIONS IN PROTECTIVE STRUCTURES

P. Hunziker
Defense Technology and Procurement Group. NC-Laboratory Spiez

Spiez, Switzerland

Since many pieces of equipment are fixed to concrete walls,
ceilings and floors of the shelter by means of concrete anchor
bolts, special investigations have been started to obtain more
insight into the dynamic behaviour of such fixing elements,
specially emphasizing their behaviour in cracked concrete and
under shock loading. An anchor shock testing machine, in prin-
ciple a "fall" machine, is used for testing such effects.
The dynamic loading of the tested anchor and its slip are mea-
sured in each test. Nine of twenty different anchor products,
tested in the past ten years, could be approved and are now
allowed to be used as fastenings for shock resistant equipment
in protective structures.

INTROrUCTION As -t the designed load, corresponding to 1
resp. 3 bar peak overpressure of the blast at

The object of this paper is to give a survey shelter location, the structure is supposed to
of the techniques and testing methods used in show some degree of plastic deformation, say
Switzerland to investigate the shock behaviour cracks, the behaviour of the fastening elements,
of concrete anchor bolts used as mechanical once fixed to the uncracked concrete is of
fasteners for shelter equipment. According to primary importance.
the current design criteria all kind of equip- The significance of our efforts in the field of
ment, installed in civil defense structures and shock resistant fastenings becomes quite clear,
military fortifications in Switzerland have if one takes into account that only in the field
among other things to withstand the ground shock of civil defense every day about 1000 new shel-
loading induced by a nuclear explosion. ter places are installed in our small country.
Therefore this shelter equipment is systemati- These shelter places offer protection against a
cally shocktested in a set of thorough examina- 1 bar peak overpressure blast and the related
tions. However, the desired shock reliability of effects of a nuclear explosion in the MT-range
the equipment is only relevant if its attach- in additibn to a full C-protection.
ments withstand the ground shock loading too.

The kind of shelter equipment considered in
Since many pieces of equipment are fixed to this paper ranges from a simple ventilating

concrete walls, ceilings and floors of the shel- system of a private shelter to an operating
ter by means of concrete anchor bolts, special theatre of a medical station....
investigations have been started to obtain more L
insight into the dynamic behaviour of such
fixing elements. ANCHOR WORKING PRINCIPLES
According to the Technical Jirectives of theAH W N CI
Shock Resistance of Equipment in Civil Defense
Structures the shelter will experience a shock Anchors were already known as a means of
loading mainly determined by the so-called air- fastenings in ancient times. In the famous ruins
slap, the loading component directly induced by of the Roman Colosseum the holes for the anchors
the air-blast. The resulting strong but relati- that held the marble cladding are unmistakable,
vely short motion of the shelter is transmitted even today.
to its equipment. Despite in tact that anchors have been in use
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much longer than screws, only screws are accep- C. Unde, t anchor
ted widely as an engineering fixing agent: the
concrete anchor is even today in many casjs de-
rided and called an instrument for hobbyists.
Nevertheless in recent years, anchor bolts have\ \\ \
been developed in a way that meets many of the
requirements of the fastening technology in
engineering. [21 *

According to the current level of technology,
anchors can be differentiated according to their \ \
working principles. [1, 3, 4])

A. Metal anchors with automatic expansion by the
controlled application of force. Fig. 3: Undercut anchor

This type of anchor usuaily requires a second
drilling operation to create an undercut at
or near the bottom of the drill-hole. It is

_ ._Fv. t- Z anchored in the undercut of the drill-hole by
hammering an expansion sleeve on to a cone-
bolt.

An applied tensile load(Z) is transferred
through direct bearing between the sleeve and
the conical undercut in the concrete.

Fig. 1: Heavy-duty anchor D. Plastic anchors

The torque (Mt) applied to tighten the nut
produces a tensioning force (Fv) which pres-
ses the cone and expansion sleeve against the
base material. On applying a tensile load
(Z), the expansion pressure (sp) and thus
also the holding power are increased (follow-
up expansion principle).as soon as Z becomes
larger than Fv.

S. Metal anchor with automatic expansion over a
defined distance.

Fig. 4: Plastic anchor

screwing in a woodscrew etc. the plastic

FZp anchor body is forced apart and pressed
against the hole wall. In this way there is
not only the expansion pressure (sp) but also
a keying effect, and the two resist the

applied tensile load (Z).

E. Adesive anchors

Fig. 2: Drive-in anchor

An expansion plug is driven into an anchor
body with an impact force (Fsp).
The distance travelled by the plug is a good
measure for controlling the amount of
expansion.
An applied tensile load (Z) does not alter
the degree of expansion of che anchor body. Fig. 5: Adhesive anchor
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An anchor rod is driven into a hole filled dynamic behaviour of the anchors in cracked con-
with adhesive mortar (polyester resin or crete and under shock loading [5], As already
cement basis). The bond between the anchor mentionned in the introduction these tests are
rod and adhesive mortar, oil the one hand, and carried out in cracked concrete as the Swiss
between the adhesive mortar and the concrete, design criteria for shelters allow for economi-
on the other, resists the applied tensile cal reason some degree of nonelastic loading,
load (Z). that means cracking, at the design load (I resp.

3 bar peak overpressure of the blastwave at
shelter location).

ANCHOR TESTING

Today the approval of the Institute of Buill- SHOCK TEST AND MEASURING EQUIPMENT
ding Technology Berlin (IfBT) is one of the most
important certificates of quality for the static A simple fall machine is used to simulate the
behaviour of concrete anchor bolts for loadbea- representative part, the air-slap, of the ground
ring fastenings. [6] shock (Fig. 7).

In this certificate of approval (Fig. 6), the
safe working loads (Psw), with a safety factor
of 3, the depths of embedment (T), the distances
between anchors (A) and from edges (R) are
authoritatively fixed, while the constructive
applications and the setting operations are
clearly defined. This Berlin-approval represents
the basis for the dynamic tests (shock loading) :ýM
cf the anchors carried out at our laboratory.

PSW PSW = " -. m

'IJ

Fig. 7: Anchor shocktesting machine

In this anchor shocktesting machine a concrete
body is fixed to the cross beam by means of the
anchor which is to be tested. The cross beam
hangs on a special release mechanism and its fall
height is adjustable.
After releasing the cross bean falls down and is
abruptly decelerated by impacting on two pieces

Fig. 6: Specifications of the Berlin-approval of horizontally lying steel tubes, whose olastic
deformation produces tho desired acceleration-
time function (Fig. 8), which has to be matched

For anchors which are approved by the IfBt or to the prescribed test criteria for Swiss civil
which are in possession of an equivalent certi- defense shelter equipment (max. acceleration
ficate, the manufacturer can apply for approval 2
from the Swiss Federal Office of Civil Defense amax = 160 m/s ; max. velocity vmax =
(FOCD) if he intends to use his anchors in pro- 1.6 na/s; max. displacement dmax y 0.25 m).
tective structures.

Here the FOCD arranges a suitability-trial
based on additional tests to investigate the
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20) TEST DESCRIPTION

20-
At first the hole for the anchor which will be

-"Ftested is drilled in the middle of the surface of
the reinforced concrete body which is made of

_ .. dense c~ncrete with a characteristic strength of
30 N/nm. After cleaning the hole of bore dust,

S.: J the anchor can be set and tightened to the reces-
"sary torque (Fig. 10).

.t (ns)
2030 40 1 oe61

Fig. 8: Acceleraticn-time function - -

With the impact of the cross beam on the steel
tubes the inertial force of the concrete body
produces a dynamic tensile loading of the anchor. -*
Thereby the mass of the concrete test body has to
be chosen so that its mult~plication with the . r
max. acceleration (160 m/s ) gives the safe wor- - :
king load of the tested anchor. _-_____

acceleration transductr
Kistler 816A (undamped)

resonant frequency 23 kHz Fig. 10: Tightening of the concrete anchor bolt

dwmrge amplifier
Kistler 5001

low poes filter
24 dB/octove
cut-off frequency 150 Hz t~ggeng

recoring system

SFig. 11: Setting of the guiding sleeves
for the wedges

In each test, the motion of the cross beam is
measured with piezo-electric acceleration trans-
ducers. The measuring equipment is shown in
Fig. 9. The slip (th.e amount of withdrawal from
the cracked concrete) of the anchor is measured After that, the holes (o 25 mam) for the
after each shock with a depth gauge. guiding sleeves of the wedges, used to produce

the crack, are drilled besides the anchor.
Afterwards the guiding sleeves are set in theseholes and then special wedges are hammered into

the sleeves (Fig. I1, 1?). lhereby the concrete
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test booy cracks. Fecause ný 1,, soecial design
of t1;P wedý,es, the )roduced urack becomes
parail-I and leads through the anchor-hole. The
cr-;c.k 4ill be opened L-ntil its width reaches

0 rt, over the whole height of the test body
(Fig. 13).

Fig. 14: The concrete body is fixed to the
crossbeam of the test machine

The testbody is now fixed to cross beam of the
shock machine by means of the anchor, without
tightening the ancnorscrew anymore (Fig. 14).
This is to simulate the real condition, where the
cracking of the concrete occurs after setting and
tightening the anchor bolt.
Each tested anchor has to withstand two successi-

Fig. 12: The crack is produced by hammering ve shocks with a dynamic tensile loading up to
the wedges into the guiding sleeves the static safe working load. The total slip

(sliP1. shock + sliP2, shock) after the two
shocks ought not to be more than 5.0 mm, whereby
a probability of failure of about 20 percept is
allowed, otherwise the anchor type cannot be
approved by the FOCD.
Usually 15 to 25 anchors of the sizes M6 or M8
and M10 or M12 of each product are tested.

TEST RESULTS

In the last eight years, twenty different
anchor products have been tested, whereby nine
products could be approvpw by the FOCO. In this
chapter the typical test results of some anchors
are introduced.

Fig. 13: The 1 mm crack leads through the
anchor nole
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Fig. 15 shows the test results of a heavy-duty The test results show that the slip at the lower
anchor which is a typical representative of the loading range lay after the first shock between
metal anchors with automatic expansion by the 0.3 and 5.0 mm and after the second shock between
controlled application of force (Fig. 1). 0.1 and 1.7 mm. In the test series at the upper
As an example, the first and the second shock of loading range the slip lay after the first shock
each tested anchor are marked in this figure. between 1.5 and 6.2 mm and after the second shock
On applying a tensile load, the expansion pres- between 0.4 and 3.6 mm.
sure and thus the holding power of this type of This heavy-duty anchor could be approved by the
anchor increases (follow-up expansion principle). FOCD, whereby it is allowed to be used up to the
The safe working load of the tested heavy-duty safe working load. Its use up tj the double safe
anchor M8 was 4.3 kN. The applied dynamic load is working load could not be approved because the
scattered because it is difficult to obtain pre- probability of failure was higher than 20 %.
cisely the design load with this type of shock
machine. These results demonstrate conspicuously the

follow-up expansion principle of this type of
The test results show that 12 tests with a anchor. The slip after the second shock is signi-

dynamic tensile loading in the range of the safe ficantally smaller than after the first one.
working load and 14 tests in the range of double
the safe working load were carried out. The lat- So far all of the 7 tested heavy-duty anchor
ter were carried out to investigate the sensiti- products have shown similar results as presented
vity of the anchor to test conditions which here and all of them could be approved by the
deviate from the usual. FOCO.
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Fig. 15: Test results heavy-duty anchor M8
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Fig. 16: Test results drive-in anchor M8

Fig. 16 shows the test results of a drive-in
anchor, which is a metal anchor with automatic
expansion over a defined distance (Fig. 2). The
safe working load of the tested drive-in anchor
M8 was 3.0 kN. The test results show that nearly
50 percent of the tested anchors slipped out to-
tally of their holes during the first shock. The
slip of the other 50 percent lay between 3.0 and
6.2 mm. During the second shock 60 percent of the
rest slipped out totally and the remaining three
anchors slipped between 5.5 and 6.3 mm. The
drive-in anchor could not be approved by the
FOCO.
The test results prove that an anchor without the
follow-up expansion principle can hardly with-
stana shocktesting in cracked concrete.
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0.0..

5.0

4.0

S~3.0 . .

2.0 0

4.0 _

0

0.0 1.0 2.0 3.0 4.0 5.0 6.0
applied dynamic load

Fig. 17: Test results adhesive anchor M8

Fig. 17 shcws the test results of an adhesive
anchor (Fig. 3). The safe working load of the
tested adhesive anchor 18 was 4.5 kN. The test
results show that after the second shock the slip
was mostly higher than after the first shock. It
lay between 0.1 and 4.4 mm after the first and
between 0.1 and 7.0 mm after the second shock.
Three anchors during the first and another three
during the second shock slipped out totally.
Because of too much slip and because the slip was
higher after the second shock (no follow-up ex-
pansion principle) than after the first, the ad-
hesive anchor could not be approved by the FOCD.
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8.0 slipped totally out Stud-anchor A 1. Shock
Studancor A 0:2. Shocki: 2. Shock

7.0 A Stud-anchor B A8 : . Shock. 0 : 2. Shock
A

S8.0 0

A 0

5.0 1

4.0 0 0

0 00

3.0

2.0..

0.0

0.0 1.0 2.0 3.0 4.0 5.0 8.0

applied dynamic load [kNI

Fig. 18: Test results stud-anchor M8

Another type of metal anchor with automatic From the other product more than half of the
expansion by the controlled application of force tested anchors slipped out totally during the
is the stud-anchor. first shock. The slip of the rest lay between 2.8
Ten different stud-anchor products were tested in and 7.3 mm after the first and between 0.5 and
the last years and nevertheless the design dis- 2.4 mm after the second shock, so that this pro-
tinguished only in details, the test results have duct could not be approved.
differed in a broad range. From all the tested stud-anchors only one product

could be approved by the FOCD.

Fig. 18 shows the results of two of the tested
stud-anchors M8 with the same safe working load
of 2.8 kN.
The one slipped out during the first shock bet-
ween 1.2 and 6.2 mm and during the second between
0.1 and 3.4 mm. One anchor slipped out totally.
This product could be approved by the FOCO.
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Fig. 19: Test results undercut anchor M6

Finally Fig. 19 shows the results of an under- ACUTAL PROBLEMS
cut anchor. The safe working load of the tested
undercut anchor M6 was 4.0 kN. The test results
presented here show that this type of anchor can TEST CRITERIONS
also withstand dynamic tensile loadings in the
range of double the safe working load, whereby A decisive test criterion is the crack width
the slip after the first shock lay between 0.5 in the concrete which has to be assumed for the
and 6.0 mm and after the second shock between 0 anchor shocktesting.
and 4.0 mm. This undercut anchor could be appro- There exist, to our knowledge, no investigations,
ved by the FOCD, whereby it is allowed to use it neither about the maximum expected crack width
up to double the static safe working load. nor about the crack frequency in protective stru-

tures under the conditions of a nuclear ground
shock as considered here and especidlly not for
the particular design of the standardized Swiss L
shelters.
The crack width used in the current test criteria
have been partly determinated by evaluating
cracks in concrete buildings after a strong
earthquake loading (e.g. Italy 1980).
Nevertheless anchor shocktestings carried out in
the last years have shown that a more precise in-
vestigation of the crack width is urgent. So some
further investigations have been started to get
more insight into these problems.
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PRACTICAL APPLICATIONS IN PROTECTIVE STRUCTURES ACKNOWLEDGEMENTS

In the use of concrete anchors in protective The author would like to thank Bernard Anet, -
structures some practical problems can occur. Erwin Kessler and George McCall for their valua-
For example, reinforcement makes it difficult for ble assistance by preparing this paper.
the hole to be drilled if the bit strikes the
steel. For that reason it is recommended to use
diamond core bits which cut a cylindrical hole REFERENCES
straight through the coi~crete and the metal.

Another important problem is the distance [1] Hilti AG, Schaan
between anchors. These distances defined in the Drilling and Anchoring Manual
IfBT-approval are very large: for example for a Edition 5/81
heavy-duty anchor M12, a distance between anchors
of 600 mm is prescribed. In practice these large [21 Seghezzi. H. and Vollmer, H.
distances often lead to problems. For that reason
several types of anchors have been shock tested Modern Anchorage Systems for Concrete Paper
with a reduced distance between anchors, presented at the ACI-Symposium

"Anchorage to Concrete",
In these cases two anchors were set in the Atlanta, January 1982 (not published)

same crack with a distance between them of 2 x
depth of embedment. For a heavy-duty anchor M12 a [3] Eligehausen, R. and Pusill-Wachtsmuth, P.
distance between anchors of 160 mm was tested. Stand der Befestigungstechnik im Stahlbeton-
The test results showed neither a worse slip be- bau
haviour nor a reduction of the safe working load IABSE SURVEYS S-19/82

compared to the tests carried out with a single IABSE Periodica 1/1982, February 1982

anchor. Therefore all anchors approved by the 1

FOCD are allowed to be used with a minimum dis- [4 1 Eligehausen, R.
tance between anchors of 2 x depth of embedment UhunR

without reduction of the safe working load. Anchorage to Concrete by Metallic Expansion
Anchors

At present the necessary quantity of anchors Paper presented at the ACI-Symposium
and the anchor sizes for a shock resistant faste- "Anchorage to Concrete", Los Angeles,ning of equipment are calculated in a simple March 1983 (not published)

manner. [5] Swiss Department of Justice and Police

At the present some specially designed dynamo- Federal Office of Civil Defense No
meters are set in operation in order to determine
the actual shock loading forces. The new dynamo- Technical Directives for the Shock-Resistan-
meters will allow us to measure the forces of ce of Equ~pment in Civil Defense Structures
each fixture point during the shocktesting of a
piece of equipment, these loads being then used [6] Irstitute of Building Technology Berlin

for the determination of the anchor type and Approvals of Concrete Anchor Bolts
size.

CONCLUDING REMARKS

The anchor shocktestings carried out have

shown that not ever3 concrete anchor bolt may be
used as a fastening of shock resistant equipment
in shock loaded protective structures.
Only a few anchors offered on the market can
withstand the severe ground shock loading due to
nuclear explosions and are able to hold equipment
in cracked concrete with crack widths up to
1.0 mm.

Since 1981, in Switzerland, only concrete an-
chor bolts which are approved by the FOCO are al-
lowed to be used as fastenings for shock resis-
tant equipment in protective structures.

The additional costs for the shock resistant
fastening of the equipment are usually low, not
more than 5 percent of the price of the equipment
itself.
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MICROCOMPUTERS IN SHOCK TESTING OF WATER SATURATED SANDS

W.A. Charlie,, H. Hassen', and 0.0. Doehring 2

'Department of Civil Engineering, Colorado State University2Department of Earth Resources, Colorado State University
Fort Collins, Colorado

and

M.E. Hubert
Applied Research Associates, Inc.

South Royalton, Vermont

This paper summarizes the use of state-of-the-art, commercial
"off-the-shelf" products currently being used at Colorado State
University for sponsored research on the behavior of water saturated
sands subjected to explosively induced shock loadings. The paper
discusses the microcomputers (Fersonal computers), the smart high
speed digital Transient Data Recorders, (TDR's), software for data
acquisition and analysis, and data flow and extension of IEEE 488
communication lines. As our microcomputer and TDR system now
stands, we have 20 channels of TDR's with 32k bits memory per channel
(expandable to 128k bits memory per channel). Each channel has a
sampling rate of up to 500,000 samples per second and can have up to
16 changes of sampling rates during data acquisition. Our total
investment for this system, which includes the microcomputer, 20
channels of high speed rDR's with 32k bits of memory per channel,
software, cables, extenders, plotter and printer, is approximately
$2,700 per channel. For an additional $300 per channel, this system
can be upgraded to 128k bits of memory per channel.

INTRODUCTION Data conversion and analysis is carried out
through the use of commercially available non-

The use of microcomputer-controlled in- dedicated software packages.
strumentation for data acquisition and analysis
has become increasingly popular for research and HARDWARE
experiments involving large numbers of measure-
ments and critical timing requirements. This Compatibility with hardware and software is
trend will undoubtedly continue as the cost of very important in choosing microcomputers.
microcomputers and reliable add-ons continue to Several custom systems are available with data
decrease and as more engineers and researchers acquisition systems which can support specific
become familiar with personal computers. systems and needs. As shown in Figure 1, we

chose to integrate an IBM compatible personal
Integration of the microcomputer with data computer (PC) with our data acquisition system.

acquisition units and off-the-shelf software Our personal computer (IBM PC-XT) is configured
packages are described for data acquisition, with 640k of random access memory (RAM), a 360k
control and analysis. Our system is being used floppy disk drive and a high speed 10 MB
to monitor acceleration, water pressure, soil hard disk. In addition to the color display
stress and strains of water saturated sands monitor, the PC-XT is equipped with 8087 math
under explosive loadings. The basic concept of coprocessor for faster computations. Two serial
the system is presented as well as the hardware and three parallel ports for physical interface
configuration and software use. The system is with peripherals and an IEEE-488 (GPIB) for
centered around an IBM PC-XT personal computer interface with the TOR's are also part of the
and a smart high speed digital Transient Data set up. Another microcomputer (portable Compaq
Recorders, TDR's. Peripheral equipment consists PC) configured similar but without a hard disk
of printers, digital plotter, digital oscillo- is available for back up and for field use. The
scopes, data flow and extension of IEEE-488 total system is portable, weighs under 50 kg,
communication lines and signal conditioners, and can be operated at remote sites using a
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1
computer programming, the system user can
quickly and easily acquire data; file data and
manage the data base; manipulate, reduce, and
analyze data; perform statistical analysis and
curve-fitting operations; obtain and generate
high quality technical reports with good quality

IZ plots integrated with the text.

Figure 2 shows our IBM comapatible software

set up. Currently a front end program,
DEMOGPIB, (Pacific Instruments Inc.) is used to
set up the TOR's and save the acquired data on
the personal computer's hard disk. ASYST
(MacMillan Software Company) is used for data
management, analysis and plotting. Currently
the ASYST version used with the system does not
have some of the statistical functions and curve

Figure 1. Hardware Arrangcment fitting that are needed far the research project
and so it was decided to also use STATGRAPHICS
(S.T.S.C., Inc.). The package has a large
number of statistical and numerical functions

generator with the aid of an uninterruptible and is used for nonlinear regression analysis

power supply equipped with power surge protec- and curve fitting. WORDMARC (MARC Software
tors and RMF/EMF noise filtering. International, Inc.) is used for word

processing. Note that several other IBM com-
The Transient Data Recorder System (Pacific patible software are also available with similar

Instruments Model 9820) has 20 channels each capabilities.
consisting of a sample-and-hold amplifier, 12
bit analog-to-digital converter, control logic
and 32k words of non-volatile complementary
metal oxide silicon (CMOS) memory with battery Key bo..d otzlxe

back-up. The digitization of an incoming analog
signal is done at a programmable sampling rate
up to 500,000 samples per second and samples are
stored in successive locations of memory. The plot.

sample rate may be programmed to change as
memory is filled. Up to 15 rate changes are
available. Either internal triggering, based on
the level of the input analog signal or external TAT ......
triggering may be used. A calibration mode is
available, which sets aside one segment of
protected memory for calibration data. In pre-
trigger operation the TDR continuously samples A S

the analog input. Upon the receipt of a trigger
command, the TOR takes a selected number of
post-trigger samples. After acquisition of data R t.

is completed, the digital data may be trans-
ferred for processing at data transfer rates up
to 500k bytes/second.

SOFTWARE Figure 2. Typical Software Setup

In developing software for a data acquisi-
tion system, one is faced with three major
options. One can purchase a dedicated software
package of defined scope with set but limited
capabilities, develop a custom system which SYSTEM CAPABILITIES, OPERATION AHD APPLICATIONS
supports specific needs, or can integrate a
series of the commercially available non- The system is adaptable to a wide range of
dedicated software packages into a flexible, experiments. However, the system is most
user-defined tool. Custom programming, however, suitable for dynamic, shock, and blast loadings
can be a very expensive option and the in- tests. The main feature of this system is its
flexibility of dedicated packages limits their capability of measuring the initial transient
utility. The combination of simplicity, power behavior as well as the late time response that
and flexibility of the non-dedicated package, is characteristic of some materials. This is
makes them suitable and attractive application true in the case of saturated sand being tested
development tools. Without having to learn under shock and explosive loadings.
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Figure 3 shows the menu the pr'oram uses A number of modifications in both software
for data acquisit 4 on. Up to 200 channels can be and hardware are available which will allow the
used simultaneously. The channels are system to provide more capabilities. This
programmed through the personal computer to upgrading will provide the system with tremen-
acquire a certain number of data points at the dous capabilities including real-time testing
specified sampling rate. The addressing scheme and control.
Is flexible and allows programming by individual 0
channel, rack or the whole system. For example, The system is easy to learn. A person who
if all channels in a system were to be is familiar with the software (ASYST) will be
programmed to the same saiple rate, the sample ready to use the system efficiently in a fewrate command and data would only be input once. hours. However, this non-dedicated software
In addition to interface control of data record- package takes considerable time to learn. It is
ing, a master ARM, master START and master our intention to modify the system software in
TRIGGER provides means to initiate recording for the near future so that all processes; data
all channels simultaneously and independent of acquisition, reduction, analysis and plottingthe host computir. Data, then can either be will be done with the non-dedicated software

plotted on the screen for any time interval package. This will provide more memory in the
desired, sent to a printer for a hard copy or computer which can be used to speed up testing,
saved on a disk for later use. After acquiring and the user will not have to switch betweei one
the date, the user may select one cf the data orogram and another during analysis and data
reduction and data analysis options, then im- reduction.
mediately begin working with the data. The iter
can integrate, differentiate or do fast fourier ACKNOWLEDGEMENTS
transforms of the data. The data can be dis-
played for revision, plotted on the screen or We thank the U.S. Air Force, Office of
sent to the plotter for a perma,.3nt copy. Scientific Research for research funding which
Drafts of the final reports may be printed on purchased the equipment described herein. The
the inexpensive dot-matrix printer. The final authors are grateful to Mr. Wes Boulton of Vic
version then can be printed on a letter quality i4eyers Associates of Denver, Colorado and Mr.
printer ana pen plotter(Figure 4). Mike Rubinstein of Pacific Instruments, Inc.,

Concord, California for their persistence in
DISCUSSION AND CONCLUSIONS developing and debugging the IBM-PC, IBM-XT,

IBM-AT and compatible computer software
The experience gained in the development described in this research. We also thank Mr.

and application of the system described above Suhaib Khan of Hewlett-Packard, Inc. of Fort
shows the commercially available, off-the-shelf Collins, Colorado for his computer help, Mrs.
software packages tc be tools of tremendous Teresa Tribelhorn for typing this paper, Ms.
potential for use in data acquisition and Lynn Schure, Messrs. Dave Allard, Wayne Lewis,
analysis. The programmability, flexibility and Tom Bretz, and Bill Butler who helped with the
versatility provided by some packages, coupled research.
with the programmable computational capabilities
of a microcomputer opens a multitude of pos-
sibilities for this application.

0SIh2 422$ R,. MENU

01`4 0lk Z0 ...-
. tgFIF6 C--ett. -r, VI2. TRIGGERF17 A•. AWII File e.F • |FI W111.

F9 227400,2. 490

fIve •ilenase of dat. 122. ('do. '1 .n : C 0T2PI8 STS
ttur *a rtayrra * f1 or ."I'read r 20 ATA7 P P

.i? 05 20 07 10 06 162 01., 0160 S F0213 0103 0264 02o4 ObO? Olot 0266 0117 0268 . . . . . . .
0264 0260 0270 01') 01"'1 02? 017! 0273 0173
0274 02-5 0175 017, 011' 027' 0217 027 ' 0179

0270 020 0142 0270•|, 0112 0283 024 0284 OltS .
0286 o|• 028 1870 1 0177 0280 71o 0 020$ 0202 oo
oll020 2 O 2s3 (2 004 0200oo 010$• 0106 oz• 206v010 0208 0207 Ol. 0200 0200 0-02 0 200 0",00

0224 0225 0224 0226 001+ 0217 0228 0220 0220 i ; i
0221 0227 0027 0223 0220 0220 o020 0220 0202
,2232 0222 02)3 0232 0232 0235 0036 003s 0237?
on?7 0233 0230 0020 •4 0240 0242 0042 004 043

024

1, 0;... .. co,?l IIH "")' ........../P e)0 96 1U 4~

ITI9

000..0 2011 12"! 0l

0203 0604 86 0 - 04062.0006

014 02 5 1, 7 0 .612 7 0 271-7 20 1a '621$T7I78 ' 2 07 9l

02 72 0 23 n107 1) 0 23, 0030 7 0 60701. 2 070

andE Analysis Stress

1592 MANMNqT NLSSMNU0 V6 E FI TN

,T,,FOU, Xt TRNSFM ý*.A 6) IFFRFNTATJDAT



SHOCK INDUCED POREWATER PRESSURE INCREASES

IN WATER SATURATED SOILS

W.A. Charlie
Department of Civil Engineering

Colorado State University
Fort Collins, Colorado

G.E. Veyera
California Research and Technology, Inc.

Albuquerque, New Mexico

and

T.E. Bretz and D.J. Allard
Department of Civil Engineering

Colorado State University
Fort Collins, Colorado

Porewater pressure response was measurcd in water saturated
quartz sands subjected to laboratory 1-D compressional shock loadings.
The peak stress, peak strain and peak particle velocity levels re-
quired to increase the porewater pressure until liquefaction occurred
were found to depend on the soil's relative density and initial in-
tegranular stress. For sands at low relative densities with an
initial integranular stress of 172 kPa, the soil could be liquefied
under a single shock loading if the peak strain or peak particle

velocity exceeded 10"1% or 1.5 m/sec, respectively. For sands at high
relative densities with an initial stress of 690 kPa, the soil could
be liquefied if thz peak strain or peak particle velocity exceeded 1%

or 15 m/sec, respectively. Above a threshold strain of 5x10- 3%, which
corresponds to a peak particle velocity of 0.075 m/sec, residual
porewater pressure increases could be induced in all samples tested
and liquefaction could be induced under multiple shocks. The actual
number of shocks required for liquefaction depended on shock
amplitude, soil density and initial integranular stress. Below a

threshold strain of 5x10"3%, liquefaction could not be induced.

INTRODUCTION A well programmed series of laboratory
shock tests on water saturated cohesionless

Long term increases of porewater pressure soils and analytical and empirical predictions
in saturated cohesionless soils (such as sands, of water pressure increase in these soils has
silts, and gravels) can result from shock been conducted at Colorado State University.
loadings. This increase of pressure, which may The overall research goal was to establish if
last for seconds, minutes, or even hours, causes soil liquefaction of water saturated sands could
a reduction in the shear strength of soil, and be induced under transient compressional wave
if the pressure approaches the total stress in loading. As secondary objectives, the residual
the soil, liquefaction may ensue. A liquefied porewater pressure increase as a function of
soil behaves as a viscous fluid which has no effective stress, soil density and peak strain
shear strength, and thus bearing capacity is were determined; finite differenc3 and finite
lost. Structures on liquefied soil are highly element codez were and are being developed to
susceptible to foundation failure, and struc- better understand the behavior and test results;
tures buried in the soil (fluid storage tanks, and potential differences between cohesionless
for example) are likely to become bouyant and soils of differing grain shape, size and hard--
"float" upwards. ness are under investigation. The overall goal
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has been completed. Water saturated cohesion- accepted standard laboratory testing procedures
less soils can be liquefied under transient set forth by the American Society for Testing
compressional wave loadings. Shock testing of and Materials (1] are given in Tabie 1. Details
water saturated Monterey No. 0/30 beach sands of the tests are given by Muzzy [3], Charlie, et
obtained from Monterey, California have been al. [2] and Veyera [4]. The soil grains are
completed. Testing of coral beach sands, river uniform in size and are subangular to subrounded
sands and gravels and fine beach sands and field in shape (Figure 3). The predominate mineral
explosive testing of river sands are currently constituent is quartz with several others exist-
under way. This paner focuses on the porewater ing in substantially smaller amounts.
pressure response of water saturated Monterey
No. 0/30 sands shock tested under undrained Soils were placed in the sample container
conditions. at various densities (relative densities of 0%,

20%, 40%, 60% and 8u%). Table 2 lists the void
The objective of the above studies is to ratio (e), total saturated mass density (pt),

increase our understanding of the mechanisms and predicted compressional wave velr ity (V
that govern soil liquefaction. !t is suggested mix
that within a given soil, a ,ireshold strain at 100% saturation for each relative density.
exists above which soil particle crushing or To ensure 100% saturation, the samples were
movement causes the porewater pressure to in- flushed with CO2 gas to remove air, flushed with
crease sufficiently to cause liquefaction. deaired water and back pressured to 345 kPa.
Above this threshold strain, the water pressure After saturation, the compressional wave
increases and remains at this increased level velocity exceeded 1500 m/sec.
until sufficient time has passed to allow for
drainage. The results of these studies and SHOCK TESTS
future planned efforts should lead to improved
methods for identifying areas that may have A total of 35 samples were tested. For
potentially liquefiable soils. each density (0%, 20%, 40%, 60% and 80%), seven

samples were tested at tour different effective
TEST APPARATUS stresses (86, 172, 345, and 690 kPa). The

porewater pressures were recorded. From the
Laboratory testing was accomplished using a peak porewater pressure the peak compressive

gas powered cannon that fired a 6.80 cm diameter strain was calculated. From the residual
by 10.15 cm long stainless steel projectile into porewater pressure the porewater pressure ratio
a 122 cm long cylinder containing water. As the (PPR) was calculated for the first impact of
projectile impacted a piston at that end of the each sample. The PPR is defined as:
cylinder, a compressive wave was generated and
traveled through the water to the soil sample. AURes
The sample was separated from the water with a PPR = _ Eq. 1
rubber membrane. The cylindrical sample con- °o 0tainer was constructed of stainless steel with where Au is the residual porewater pressure
an inner diameter of 8.90 cm and a length of Res
15.25 cm. The far end of the sample container increase after passage of the compression wave
was welded to a 2.54 cm thick end piate. In
order to minimize reflections coming back and a is the initial effective stress. The
through the soil, a momentum trap consisting of ra .o ranges from zero to 1, with zero being no
a solid polyvinylchloride (PVC) rod was placed increase in residual porewater pressure and one
against the sample container's end plate. indicating liquefaction (zero effective stress).
Figures 1 and 2 show the shock system. The PPR was found to increase with increasing

peak compression strains and decrease with
In order to measure incoming water pres- increased initial effective stress and relative

sures and porewater pressures in the soil density. The results of the 35 tests are
sample, modified piezoresistive pressure reported in Table 3 and plotted on Figure 4.
transducers (Endevco Model 8511a-5kMl) were
used. One transducer was exposed to the water The results of a multivariate regression
through which the compressive wave traveled and analysis of the data given in Table 3 produced
another was placed in the soil sample. The the following form:
responses in the transducers were amplified and
sent to a digital waveform recorder PPR=(16.00)(pk0.331 (- )-0.308 (Dr)-.179E.
(Gould/Biomation Model 2805). Both transient pk)Eq. 2
and residual porewater pressures were recorded
by use of dual sampling rates. A microcomputer where relative density, (Dr), and peak compres-
(HP-9835A) was used to analyze the data. sive strain, (epk), are both in percent and the

SOIL DESCRIPTION initial effective stress, a 0), is in kPa. The

Basic physical and index properties for standard error estimated is 0.19 and the coeffi-
Monterey No. 0/30 sand,' evaluated according to cient of determination (R2) is 66%. Each sample

162



Saspl* Container
To Signal Conditioning

0-Ring

TfoRig---- ToConfining Pesr

P- Poreviter Pressure Transduce (Not To Scale)

Figure 2. Cross-section of the ape con tain pesuertb (lheyera, 1985)

TeonablPesue 1.Pyical ProerCe ofMotremo.030Sndu

--- --- ----- e

Late lasfiatonx

Spmraecific Grvty26

Din 0.2gnwn
% ~ ~ T Passig #2 siev 100

%C Plassingic00tieve 0.05

Reartivle DieniyTs Data:

% Masinimum sev 1400kg%

163

-r yj1 - rb K



Table 2. Stress Wave Propagation Parameters for Monterey No. 0/30 Sand

DR (%) Void Ratio (e) pt (kg/m 3 ) Vmix (N/sec)

0 0.803 1915 1519
20 0.755 1940 1532
40 0.707 1967 1546
60 0.659 1995 1563
80 0.611 2024 1582

Note: The compressive stress wave velocity in fresh water at 20 0C is
1500 m/sec

Table 3. Peak Porewater Pressure, Peak Compressive Strain and Pore Pressure
Ratio for Monterey No. 0/30 Sand (First Impacts)

Test ID a DR Upk (1) epk (2) PPR(1)

(kPa) (%) (kPa) (%)

DR = "0%" Series
86 10.0 272 0.0061 0.33

172 4.6 461 0.0103 0.77
172 4.6 5711 0.1283 0.66
345 7.5 1222 0.0273 0.56
345 3.8 6585 0.1481 1.08
690 7.5 81 0.0018 0.02
690 5.8 2912 0.0653 1.0i

DR "20%" Series
86 29.2 353 0.0076 0.12

172 27.9 524 0.0114 0.10
172 23.8 3817 0.0833 1.01
345 29.6 661 0.0143 0.23
345 27.5 5400 0.1172 0.99
690 28.8 380 0.0082 0.18
690 22.1 5768 0.1262 1.03

DR ="40%" Series

86 46.7 517 0.0109 0.42
172 47.1 1692 0.0355 0.61
172 44.2 4524 0.0955 0.50
345 45.9 543 0.0114 0.06
345 46.7 4693 0.0987 0.83
690 46.7 742 0.0152 0.35
690 46.7 3845 0.0808 0.79

DR "60%" Series
86 67.5 349 0.0077 0.46

172 67.1 380 0.0077 0.16
172 61.1 4156 0.085L 0.83
345 66.3 290 0.0059 0.12
345 64.2 6022 0.1226 0.66
690 65.8 480 0.0097 0.18
690 62.5 5994 0.1224 0.62

OR = "80%" Series
86 85.8 796 0.0155 0.64

172 87.9 950 0.0184 0.53
172 81.3 6867 0.1353 1.15
345 85.4 697 0.0136 0.36
345 83.3 8198 0.1607 0.33
690 86.3 715 0.0139 0.33
690 83.8 5966 0.1169 0.63

(1) Measured
(2) Calculated
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Figure 3. Photomicrograph of Monterey No. 0/30 Sand (Muzzy, 1983)
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was also subjected to additional mult pie shocks The peak strain necessary for liquefaction
and the results were similar to Eq. 2. A finite c-pends on the soils' density, the initial
difference model utilizing auasi-static stress effective stress and to a much lesser extent,
strain information obtained 2rom drained one- the particle size, shape and hardness. At
dimensional loading tests on the soil also strains greater than 1%, all samples tested
predicted PPR similar to Eq. 2 [4]. under the first impact liquefied, and at strains

The next phase of the investigation is a less than 5x30- 3% liquefaction could not be

field effort in which actual explosives are used induced ever under multiple impacts. Peak
to generate compression waves in saturated sand. strains between these limits resulted in
The test setup consists of a 4.27m diameter residual porewater pressure increases (partial
steel tank located below the groundwater table liquefaction) and at these peak strains li-
and filled with saturated sand. The top of the quefaction could be induced under multiple
tank is 3.66m below the surrounding ground impacts.
surface in a pit 15m square. The pit is filled
with water and explosives are detonated in this
water, sending the compressional shock waves
vertically downward through the sand. ACKNOWLEDGEMENTS
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